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Calibration Table 
------------------------------------------------------------

------------------------------------------------------------

Laboratory Coeur d'Alene 
Instrument Name Nexis GC2030 
Instrument Serial# C12255850700 I C12595700181 

<<Data File» 
Method File 
Batch File 
Date Acquired 
Date Created 
Date Modified 

Area Ratio 
[*10"-2] 

4.5 

4.0 

3.5 

3.0 

2.5 

2.0 

1.5 

1.0 

0.5 

0.0 
0.0 

Area Ratio 
[*10"0) 

1.2 

1.0 

0.8 

0.6 

0.4 

0.2 
0 

0.2 

0 

:C:\LabSolutions\Data\ 10-1-22\ALCOHOL. GCM 
:C:\LabSolutions\Data\10-1-22\10-1-22.gcb 
:10/1/2022 2:17:51 PM 
:10/1/2022 2:15:20 PM 
:10/3/2022 2:23:53 PM 

0.4 0.6 

0 

0 

0 

0.8 1.0 1.2 
Conc.(Ratio) [*10"0) 

0 

0.0 '--- --- - ------- ---------- -
0.0 1.0 2.0 3.0 4.0 5.0 6.0 

Conc.(Ratio) [*10"-1] 

# 

-

2 
3 
4

--

5 

Cone. 
1.000 

Name : Methanol 
Detector Name: FID1 

Function : f(x)=0.0419258*x+0 
R"2 value= 1.000000 

FitType: Linear 
Zero Through: Not Through 

Are_a_ L..�!d. Conc.J
11326 j 1 . 0000 j 

Name : Ethanol 
Detector Name: FID1 

Function : f(x)=2.17087*x-0.0134291 
R"2 value= 0.9999089 

FitType: Linear 
ZeroThrough: Not Through 

Cone. Area Std. Cone. 
0.050 23079 0.0515 
0.100 48051 0.1004 

-

0.200 98336 0.1971 
- -

-- -

0.300 153144 0.2998 
0.500 255983 0.5009 

� --

































Volatiles BAC Casefile Worksheet 

VOLATILES BAC CASEFILE WORKSHEET 

Laboratory No.: 0.080 Item# Analysis Date(s): 10/1/2022 

Column 1 Column 2 

FIDA FIDB 

Sample Results 
0.0801 0.0802 

(g/lOOcc) 
0.0799 0.0801 

Analysis Method 

Refer to Blood Alcohol Method #1 

Column Precision Mean Value 

0.0001 0.0801 

0.0002 0.0800 

Sample A-B 

Difference 

0.0001 

-- -----• T -

Over-all Mean 

0.0800

---- -- --- -- - --- -- - - ·-· -- - ------- - - - ------- -- ---�- -- - - - -- ------- - _, -- _..__ _ ___ ------ � -------'------- -�-------...J-------- ----- ---------� ---- -·- ---- - ------ - --

Instrument Information Instrument information is stored centrally. 

Refer to Instrument Method: Alcohol.m/.gcm, Volatiles.m/.gcm 

- - - - - . 
- ------------ -- - -�----- --- - - --- ------- - ------ - - - ------ - - - -- -

Reporting of Results Uncertainty of Measurement (UM%): 5.00% 

Overall Mean (g/100cc) Low High 

0.080 

-- --- -�- - -- - --r-- -

0.076 0.084 

Reported Result 

0.080 

-- -- -- - --- -- - � -...- ... .  - - - - - - - - - -
- - -��-----____.__ -- - -L �-----••-- ---�----------•---

Calibration and control data are stored centrally. 
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5% ofMean 

0.004 

- - - - - - -
- -- ---- - -- - - -- ---- - --- --

Revision: 1 

Issue Date: 12/29/2021 

Issuing Authority: Quality Manager 

























Idaho State Police 
Forensic Services 

Request for Departure from an Analytical Method or Quality Standard 

Deviation Number (assigned by QM):  

Date of Request: 7/29/22  

Requestor/Discipline: Melissa (Nikka) Bradley/Blood Alcohol 

Analytical Method/Quality Standard, Revision #: 4.3.9.1.3 revision 10 

Temporary or Permanent Deviation: Permanent 

Scope of Deviation (record specific information, e.g. affected programs, evidence types, expected end 
date; etc):  

Blood alcohol and other volatiles 

Deviation Request (Describe detailed instructions of the changes being made; include reference to 
specific section number(s) in the method manual):  
4.3.9.1.3 revision 10  
Acceptable IS recovery values for samples run with a specific calibration curve must have their FID1 
and FID2 IS values fall within +/- 20% of the mean values established in 4.3.9.1.1. 

Request to add the word “case” between for and samples so it reads: 
“Acceptable IS recovery values for case samples run with…”  

Technical Justification for Analytical Method Deviations: 
This was discussed and agreed upon in previous Alcohol Discipline meetings. This additional clarification 
will minimize any potential misinterpretations of the requirement.  

Technical Review 

 Departure approved 
  Comments: This will work for the immediate future until the method can be updated in a permanent manner. 
This deviation will be in effect until 12/31/2022 when the method will be updated to reflect the new language 
and understanding of the internal standard monitoring. 

 Departure Not Approved 
   Comments:     

Approver: Jeremy Johnston Date: 8/3/2022 
Title: Volatiles Analysis Discipline Lead 

Quality Review 

Quality Approver: 
Title: 
Date: 

 ISP DEV BLA-22-02

Corinna Owsley
Acting Quality Manager
8/4/2022 
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