Modified #3 Controlled Excel Template

Quantitative Analysis for Ethanol & Qualitative Analysis for Other Volatiles
Analytical Method(s): 1.0
Device: Hamilton MICROLAB Liquid Processor/Dilutor Serial Number: ML600OHC11378

Volatiles Quality Assurance Controls Run Date(s): 7/10/20 (calibration: 7/1/20)
Control level Expiration Lot # Target Value | Acceptable Range| Overall Results

0.8080 g/100cc
Level 1 Jan-22 1801036 0.0812 0.0731-0.0893 0.8270 g/100cc
g/100cc
0.2023 g/100cc
Level 2 Mar-22 1803028 0.2035 0.1832-0.2238 g/100cc
g/100cc

Multi-Component mixture: Lot # FN06041502 ok

Curve Fit: | Column 1 0.99998 | Column2 0.99991

Ethanol Calibration Reference Material

Calibrator level Target Value Acceptable Range Column 1| Column 2 | Precision| Mean
50 0.050 0.045 - 0.055 0.0510 | 0.0524 | 0.0014 [ 0.0517
100 0.100 0.090 - 0.110 0.1005 | 0.1005 0 0.1005
200 0.200 0.180 - 0.220 0.1986 | 0.1975 | 0.0011 0.198
300 0.300 0.270 - 0.330 0.2989 | 0.2974 | 0.0015 | 0.2981
400 0.400 0.360 - 0.440 0 #DIV/0!
500 0.500 0.450 - 0.550 0.5010 | 0.5022 | 0.0012 | 0.5016
Aqueous Controls
Control level Target Value Acceptable Range| Overall Results
80 0.080 0.076 - 0.084 0.081  g/100cc
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7/10/2020

Worklist: 4354
LAB CASE ITEM ITEM_TYPE DESCRIPTION
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Volatiles Determination Casefile Worksheet

VOLATILES DETERMINATION CASEFILE WORKSHEET

Laboratory No.: QC1-1

Analysis Date(s): 10 Jul 2020

Column 2

Sample A-B

C;,I;;)m: 3 FID B Column Precision Mean Value Difference Over-all Mean
Sample Results
0.0801 0.0808 0.0007 0.0804
i 0.0009 0.0808
0.0809 0.0817 0.0008 0.0813
Analysis Method

Refer to Blood Alcohol Method #1
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Instrument Information

Instrument information is stored centrally.

Refer to Instrument Method: Alcohol.m

Reporting of Results Uncertainty of Measurement (UM%): 5.00%
Overall Mean (g/100cc) Low High 5% of Mean
0.080 0.076 0.084 0.004
Reported Result
0.080
Calibration and control data are stored centrally.
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ISP Forensic Services Blood Alcohol Report

Sample Name QCl-1-A
Laboratory : Meridian
Injection Date : Jul 10, 2020
Method : ALCOHOL.M

Acqg. Instrument:

CN11180014-CN11041167
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ISP Forensic Services Blood Alcohol Report

Sample Name QC1-1-B
Laboratory Meridian
Injection Date Jul 10, 2020
Method : ALCOHOL.M
Acg. Instrument: CN11180014-CN11041167
FID1 A, Front Signal (004F0401.D)
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# Compound Column Area Amount Units
1. Ethanol Column 1 6.90953 0.0809 g/1l00cc
2. Ethanol Column 2: 6.99346 0.0817 g/100cc
3. n-Propanol Column 1: 40.97235 1.0000 g/100cc
4. n-Propanol Column 2 41.48855 1.0000 g/100cc



Volatiles Determination Casefile Worksheet

VOLATILES DETERMINATION CASEFILE WORKSHEET

Laboratory No.: QC1-2 Analysis Date(s): 10 Jul 2020
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Column 1 Column 2 o 5 Sample A-B
FID A FID B Column Precision| Mean Value Difference Over-all Mean
Sample Results
0.0829 0.0837 0.0008 0.0833
BT 0.0011 0.0827
0.0819 0.0826 0.0007 0.0822
Analysis Method

Refer to Blood Alcohol Method #1

Instrument Information Instrument information is stored centrally.

Refer to Instrument Method: Alcohol.m
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Reporting of Results Uncertainty of Measurement (UM%): 5.00%
Overall Mean (g/100cc) Low High 5% of Mean
0.082 0.077 0.087 0.005

Reported Result

Calibration and control data are stored centrally.
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ISP Forensic Services Blood Alcohol Report

Sample Name
Laboratory
Injection Date
Method

Acq.

Instrument:

QCl-2-A
Meridian
Jul 10,
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3.080 - ethanol
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4.628 - n-propanol
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FID2 B, Back Signal (045F4501.D)
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