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Idaho State Police 

Forensic Services 

 

Request for Departure from an Analytical Method or Quality Standard 

 

Deviation Number (assigned by QM):  

 

Date of Request: 1/21/2022   

 

Requestor/Discipline: Melissa (Nikka) Bradley/Blood Alcohol  

 

Analytical Method/Quality Standard, Revision #: AM#1 Analysis for Volatiles by 

Headspace GC/ 4.3.9 

 

Temporary or Permanent Deviation: Permanent 

 

 

Scope of Deviation There is a noticeable increased drift of internal standard (n-propanol 

signals) from the calibrators, beginning of the run and towards the end of the sample run 

that is consistent in multiple batches of blood alcohol runs. Because all the samples that 

are analyzed are being compared to calibrators that are performed at the beginning of the 

run, the n-propanol signal of end samples tend to be outside or close to being outside of 

the +/- 20% of the mean value from the calibration curve used Despite this drift the 

values of known control samples are within acceptable limits.  

 

 

Deviation Request  

4.3.9.1.1 The average values for the internal standard will be established by averaging the 

IS counts throughout the calibration curve samples. 

Requesting that the internal standard monitoring average be changed to average the 

aqueous and matrix controls within the run.  

 4.3.9.1.1 The average values for the internal standard will be established by 

 averaging the IS counts from the aqueous control and all matrix blood control 

 samples. 

 

 

 

Technical Justification for Analytical Method Deviations: 

The designed purpose of the internal standard monitoring is to evaluate the quality of 

injection of each sample. There is a gradual increase of internal standard response from the 

beginning of the batch (calibrators and early samples) to the end that is inherent to the 

current instrument set up as shown in trends from previous batches in multiple laboratories. 

Attempts to pre-condition/warm up the instrument using by running a pre-batch sequence 

utilizing old calibrator/blank samples prior to running a new calibration curve did not 

appear to minimize this occurrence. Furthermore, it can be seen that the drifting trend is 

not due to the extraction procedure because some of the later batch samples were extracted 

prior to the samples that are injected during the run. It is worth noting that despite this 



trend, the values of the known control samples are still within the specified acceptable 

range. By utilizing known control n-propanol signals throughout the batch, any potential 

drift will be taken into account while still being able to monitor a possible mis-injection or 

partial injection throughout the batch/sequence.  

 

This deviation will have an expiration date of July 1st, 2022. 

 

 

 

Technical Review 

 

 Departure approved 

  Comments: Forms will be updated to reflect the new process concurrent with the deviation. 

 

 

 Departure Not Approved 

   Comments:       

                                               

Approver:     Date: 1/21/22 

Title: Discipline Lead 

 

Quality Review 

 

Quality Approver:  

Title: 

Date: 

 


