
6/19/2017

Worklist: 1767

LAB_CASE ITEM TASK_ID DESCRIPTION

C2017-0500 1  87367 AM 12 Blood confirmation of benzoylecgonine and cocaine

C2017-0651 1  87368 AM 12 Blood confirmation of benzoylecgonine and cocaine

M2017-0764 2  87369 AM 12 Blood confirmation of benzoylecgonine and cocaine

P2017-0413 8  87370 AM 12 Blood confirmation of benzoylecgonine and cocaine

1

bwylie
Typewritten Text
reviewed 6/20/17



    Simulate Run Sequence  Fri Jun 16 17:28:27 2017

  Instrument Name: Probie

    Sequence File: C:\msdchem\1\sequence\CS-COC061617.S

          Comment:  

         Operator: C Shrum

        Data Path: C:\MSDCHEM\1\DATA\CDS\2017\061617 COC\

      Method Path: C:\MSDCHEM\1\METHODS\

    Line Type        Vial  DataFile  Method    Sample Name

    -----------------------------------------------------------------------

  1) Sample        25  Pre-run Solvent Blank 

      Datafile         PREBLANK

      Method           AN12282010

  2) Sample         1  Negative Control AN - UTAK Lot B1013 

      Datafile         Negative Control AN

      Method           AN12282010

  3) Sample         2  Positive Control1 AN 

      Datafile         Positive Control1- AN

      Method           AN12282010

  4) Sample        25  Post-control Solvent Blank 

      Datafile         CTRLBLANK

      Method           AN12282010

  5) Sample        25  Lab No.: C2017-0502-1 

      Datafile         C2017-0502-1-BLK-AN

      Method           AN12282010

  6) Sample         3  Lab No.: C2017-0502-1 

      Datafile         C2017-0502-1-AN

      Method           AN12282010

  7) Sample        25  Lab No.: M2017-1058-1 

      Datafile         M2017-1058-1-BLK-AN

      Method           AN12282010

  8) Sample         4  Lab No.: M2017-1058-1 

      Datafile         M2017-1058-1-AN

      Method           AN12282010

  9) Sample        25  Lab No.: P2017-0663-1 

      Datafile         P2017-0663-1-BLK-AN

      Method           AN12282010

 10) Sample         5  Lab No.: P2017-0663-1 

      Datafile         P2017-0663-1-AN

      Method           AN12282010

 11) Sample        25  Post-run Solvent Blank 

      Datafile         PostRunBlank

      Method           AN12282010

 12) Sample        25  Pre-run Solvent Blank 

      Datafile         Coc-CTRLBLANK

      Method           COC12-27-FS

 13) Sample         6  Negative Control Coc - UTAK Lot B1013 

      Datafile         Coc-Negative Control 

      Method           COC12-27-FS

 14) Sample         7  Positive Control Coc 

      Datafile         Coc-Positive Control1

      Method           COC12-27-FS

 15) Sample        25  Post-control Solvent Blank 

      Datafile         Coc-POSTCTRLBLANK

      Method           COC12-27-FS

 16) Sample        25  Lab No.: C2017-0500-1 

Vial positions verified.



      Datafile         Coc-C2017-0500-1-BLK

      Method           COC12-27-FS

 17) Sample         8  Lab No.: C2017-0500-1 

      Datafile         Coc-C2017-0500-1

      Method           COC12-27-FS

 18) Sample        25  Lab No.: C2017-0651-1 

      Datafile         Coc-C2017-0651-1-BLK

      Method           COC12-27-FS

 19) Sample         9  Lab No.: C2017-0651-1 

      Datafile         Coc-C2017-0651-1

      Method           COC12-27-FS

 20) Sample        25  Lab No.: M2017-0764-2 

      Datafile         Coc-M2017-0764-2-BLK

      Method           COC12-27-FS

 21) Sample        10  Lab No.: M2017-0764-2 

      Datafile         Coc-M2017-0764-2

      Method           COC12-27-FS

 22) Sample        25  Lab No.: P2017-0413-8 

      Datafile         Coc-P2017-0413-8-BLK

      Method           COC12-27-FS

 23) Sample        11  Lab No.: P2017-0413-8 

      Datafile         Coc-P2017-0413-8

      Method           COC12-27-FS

 24) Sample        25  Post-run Solvent Blank 

      Datafile         Coc-PostRunBlank

      Method           COC12-27-FS

    Bytes Needed: 58750515  Space on drive C: 4.24533e+011

    Sequence Verification Done!



File       :E:\061617 COC\Coc-CTRLBLANK.D
Operator   : C Shrum
Acquired   : 16 Jun 2017  17:31     using AcqMethod COC12-27-FS.M
Instrument :   Probie
Sample Name: Pre-run Solvent Blank                           
Misc Info  : CHCl3                                           
Vial Number: 25

4.50 5.00 5.50 6.00 6.50 7.00 7.50 8.00 8.50 9.00 9.50 10.00 10.50 11.00 11.50
0

50

100

150

200

250

300

350

400

450

500

550

600

650

700

750

800

850

Time-->

Abundance Ion 185.00 (184.70 to 185.70): Coc-CTRLBLANK.D\data.ms

No peaks of interest

Ion 182.00 (181.70 to 182.70): Coc-CTRLBLANK.D\data.ms
Ion 243.00 (242.70 to 243.70): Coc-CTRLBLANK.D\data.ms
Ion 240.00 (239.70 to 240.70): Coc-CTRLBLANK.D\data.ms



File       :E:\061617 COC\Coc-Negative Control .D
Operator   : C Shrum
Acquired   : 16 Jun 2017  17:47     using AcqMethod COC12-27-FS.M
Instrument :   Probie
Sample Name: Negative Control Coc - UTAK Lot B1013           
Misc Info  : AM #12                                          
Vial Number: 6
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Abundance TIC: Coc-Negative Control .D\data.ms



File       :E:\061617 COC\Coc-Negative Control .D
Operator   : C Shrum
Acquired   : 16 Jun 2017  17:47     using AcqMethod COC12-27-FS.M
Instrument :    Probie
Sample Name: Negative Control Coc - UTAK Lot B1013           
Misc Info  : AM #12                                          
Vial Number: 6
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Abundance Ion 185.00 (184.70 to 185.70): Coc-Negative Control .D\data.ms

 6.822 6.856 6.874
 6.954

 7.102

 7.171

 7.274

 7.360 7.417 7.469 7.532 7.554 7.606  7.686 7.720 7.760 7.818 7.875  7.949 7.966 8.006 8.052 8.069 8.115 8.150 8.178 8.207 8.241 8.281  8.373 8.401 8.430

Ion 182.00 (181.70 to 182.70): Coc-Negative Control .D\data.ms

 6.811  6.896 6.919 6.965 6.994 7.051 7.108 7.177 7.194 7.228 7.286  7.360 7.406
 7.474

 7.532 7.554 7.612 7.646 7.675 7.720 7.772 7.795 7.818 7.852 7.904 7.944 7.955 7.978 8.047 8.092
 8.155

 8.275 8.298  8.396 8.418

Ion 243.00 (242.70 to 243.70): Coc-Negative Control .D\data.ms

 6.799 6.816 6.833  6.931 6.954 6.988 7.051
 7.102

 7.160 7.194  7.268 7.308 7.331 7.377 7.434 7.480  7.554 7.617 7.669

 7.726

 7.818 7.881 7.904 7.938 7.961 7.989  8.069  8.172 8.241 8.310 8.350 8.390

Ion 240.00 (239.70 to 240.70): Coc-Negative Control .D\data.ms

 6.822 6.874 6.919  7.045 7.074 7.097 7.165 7.200 7.245 7.291 7.360 7.406 7.434 7.474  7.549

 7.612

 7.657
 7.726

 7.806
 7.869 7.892 7.932 8.001 8.058 8.098 8.155 8.195

 8.281

 8.350 8.378 8.407 8.430
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Abundance Scan 557 (7.274 min): Coc-Negative Control .D\data.ms (-566) (-)
185.2

85.1

306.1
97.1

275.1201.1

51.0 125.1

67.0 111.1 155.0 169.1
217.1141.1 288.3 332.2260.1238.1 318.3

Cocaine-D3-TMS



File       :E:\061617 COC\Coc-Negative Control .D
Operator   : C Shrum
Acquired   : 16 Jun 2017  17:47     using AcqMethod COC12-27-FS.M
Instrument :    Probie
Sample Name: Negative Control Coc - UTAK Lot B1013           
Misc Info  : AM #12                                          
Vial Number: 6
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Time-->

Abundance Ion 185.00 (184.70 to 185.70): Coc-Negative Control .D\data.ms

 6.822 6.856 6.874
 6.954

 7.102

 7.171

 7.274

 7.360 7.417 7.469 7.532 7.554 7.606  7.686 7.720 7.760 7.818 7.875  7.949 7.966 8.006 8.052 8.069 8.115 8.150 8.178 8.207 8.241 8.281  8.373 8.401 8.430

Ion 182.00 (181.70 to 182.70): Coc-Negative Control .D\data.ms

 6.811  6.896 6.919 6.965 6.994 7.051 7.108 7.177 7.194 7.228 7.286  7.360 7.406
 7.474

 7.532 7.554 7.612 7.646 7.675 7.720 7.772 7.795 7.818 7.852 7.904 7.944 7.955 7.978 8.047 8.092
 8.155

 8.275 8.298  8.396 8.418

Ion 243.00 (242.70 to 243.70): Coc-Negative Control .D\data.ms

 6.799 6.816 6.833  6.931 6.954 6.988 7.051
 7.102

 7.160 7.194  7.268 7.308 7.331 7.377 7.434 7.480  7.554 7.617 7.669

 7.726

 7.818 7.881 7.904 7.938 7.961 7.989  8.069  8.172 8.241 8.310 8.350 8.390

Ion 240.00 (239.70 to 240.70): Coc-Negative Control .D\data.ms

 6.822 6.874 6.919  7.045 7.074 7.097 7.165 7.200 7.245 7.291 7.360 7.406 7.434 7.474  7.549

 7.612

 7.657
 7.726

 7.806
 7.869 7.892 7.932 8.001 8.058 8.098 8.155 8.195

 8.281

 8.350 8.378 8.407 8.430
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Abundance Scan 636 (7.726 min): Coc-Negative Control .D\data.ms (-640) (-)
85.1
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349.1259.1125.1
207.0

71.0 221.1169.157.0 153.0 295.1281.1193.1 316.2 331.2139.0

Benzoylecgonine-D3-TMS



File       :E:\061617 COC\Coc-Positive Control1.D
Operator   : C Shrum
Acquired   : 16 Jun 2017  18:04     using AcqMethod COC12-27-FS.M
Instrument :   Probie
Sample Name: Positive Control Coc                            
Misc Info  : UTAK B1013 + WS021717                           
Vial Number: 7
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Abundance TIC: Coc-Positive Control1.D\data.ms



File       :E:\061617 COC\Coc-Positive Control1.D
Operator   : C Shrum
Acquired   : 16 Jun 2017  18:04     using AcqMethod COC12-27-FS.M
Instrument :    Probie
Sample Name: Positive Control Coc                            
Misc Info  : UTAK B1013 + WS021717                           
Vial Number: 7
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Abundance Ion 185.00 (184.70 to 185.70): Coc-Positive Control1.D\data.ms

 6.988  7.102 7.137 7.182

 7.274

 7.343 7.383  7.480 7.491  7.566 7.606 7.652  7.737  7.812  7.863  7.921 7.961  8.018

Ion 182.00 (181.70 to 182.70): Coc-Positive Control1.D\data.ms

 6.994 7.039  7.108  7.165 7.177 7.205

 7.285

 7.400  7.469 7.503 7.520 7.543 7.589 7.606  7.680  7.737  7.812  7.892  7.943 7.966  8.018

Ion 243.00 (242.70 to 243.70): Coc-Positive Control1.D\data.ms

 6.994  7.102  7.200 7.245 7.280 7.325 7.371 7.406  7.457 7.480  7.537 7.549 7.583 7.623 7.652

 7.726

 7.812  7.938 7.983

Ion 240.00 (239.70 to 240.70): Coc-Positive Control1.D\data.ms

 6.976 6.994 7.034  7.108 7.154 7.194 7.240 7.285 7.325  7.423 7.469  7.526 7.549
 7.612 7.652

 7.737

 7.812 7.858 7.880  7.961 7.995
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Abundance Scan 557 (7.274 min): Coc-Positive Control1.D\data.ms (-560) (-)
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Cocaine-D3-TMS



File       :E:\061617 COC\Coc-Positive Control1.D
Operator   : C Shrum
Acquired   : 16 Jun 2017  18:04     using AcqMethod COC12-27-FS.M
Instrument :    Probie
Sample Name: Positive Control Coc                            
Misc Info  : UTAK B1013 + WS021717                           
Vial Number: 7
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Abundance Ion 185.00 (184.70 to 185.70): Coc-Positive Control1.D\data.ms

 6.988  7.102 7.137 7.182

 7.274

 7.343 7.383  7.480 7.491  7.566 7.606 7.652  7.737  7.812  7.863  7.921 7.961  8.018

Ion 182.00 (181.70 to 182.70): Coc-Positive Control1.D\data.ms

 6.994 7.039  7.108  7.165 7.177 7.205

 7.285

 7.400  7.469 7.503 7.520 7.543 7.589 7.606  7.680  7.737  7.812  7.892  7.943 7.966  8.018

Ion 243.00 (242.70 to 243.70): Coc-Positive Control1.D\data.ms

 6.994  7.102  7.200 7.245 7.280 7.325 7.371 7.406  7.457 7.480  7.537 7.549 7.583 7.623 7.652

 7.726

 7.812  7.938 7.983

Ion 240.00 (239.70 to 240.70): Coc-Positive Control1.D\data.ms

 6.976 6.994 7.034  7.108 7.154 7.194 7.240 7.285 7.325  7.423 7.469  7.526 7.549
 7.612 7.652

 7.737

 7.812 7.858 7.880  7.961 7.995
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Abundance Scan 635 (7.720 min): Coc-Positive Control1.D\data.ms (-638) (-)
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Benzoylecgonine-D3-TMS



File       :E:\061617 COC\Coc-Positive Control1.D
Operator   : C Shrum
Acquired   : 16 Jun 2017  18:04     using AcqMethod COC12-27-FS.M
Instrument :    Probie
Sample Name: Positive Control Coc                            
Misc Info  : UTAK B1013 + WS021717                           
Vial Number: 7
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Abundance Ion 185.00 (184.70 to 185.70): Coc-Positive Control1.D\data.ms

 6.988  7.102 7.137 7.182

 7.274

 7.343 7.383  7.480 7.491  7.566 7.606 7.652  7.737  7.812  7.863  7.921 7.961  8.018

Ion 182.00 (181.70 to 182.70): Coc-Positive Control1.D\data.ms

 6.994 7.039  7.108  7.165 7.177 7.205

 7.285

 7.400  7.469 7.503 7.520 7.543 7.589 7.606  7.680  7.737  7.812  7.892  7.943 7.966  8.018

Ion 243.00 (242.70 to 243.70): Coc-Positive Control1.D\data.ms

 6.994  7.102  7.200 7.245 7.280 7.325 7.371 7.406  7.457 7.480  7.537 7.549 7.583 7.623 7.652

 7.726

 7.812  7.938 7.983

Ion 240.00 (239.70 to 240.70): Coc-Positive Control1.D\data.ms

 6.976 6.994 7.034  7.108 7.154 7.194 7.240 7.285 7.325  7.423 7.469  7.526 7.549
 7.612 7.652

 7.737

 7.812 7.858 7.880  7.961 7.995
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Abundance Scan 559 (7.285 min): Coc-Positive Control1.D\data.ms (-557) (-)
182.1

82.1

303.1

94.1

272.1198.1

122.1
51.1 108.1 166.168.1 152.0

140.1 244.1 259.1222.0 288.1 327.3314.9 339.3

Cocaine



File       :E:\061617 COC\Coc-Positive Control1.D
Operator   : C Shrum
Acquired   : 16 Jun 2017  18:04     using AcqMethod COC12-27-FS.M
Instrument :    Probie
Sample Name: Positive Control Coc                            
Misc Info  : UTAK B1013 + WS021717                           
Vial Number: 7

7.00 7.05 7.10 7.15 7.20 7.25 7.30 7.35 7.40 7.45 7.50 7.55 7.60 7.65 7.70 7.75 7.80 7.85 7.90 7.95 8.00
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

Time-->

Abundance Ion 185.00 (184.70 to 185.70): Coc-Positive Control1.D\data.ms

 6.988  7.102 7.137 7.182

 7.274

 7.343 7.383  7.480 7.491  7.566 7.606 7.652  7.737  7.812  7.863  7.921 7.961  8.018

Ion 182.00 (181.70 to 182.70): Coc-Positive Control1.D\data.ms

 6.994 7.039  7.108  7.165 7.177 7.205

 7.285

 7.400  7.469 7.503 7.520 7.543 7.589 7.606  7.680  7.737  7.812  7.892  7.943 7.966  8.018

Ion 243.00 (242.70 to 243.70): Coc-Positive Control1.D\data.ms

 6.994  7.102  7.200 7.245 7.280 7.325 7.371 7.406  7.457 7.480  7.537 7.549 7.583 7.623 7.652

 7.726

 7.812  7.938 7.983

Ion 240.00 (239.70 to 240.70): Coc-Positive Control1.D\data.ms

 6.976 6.994 7.034  7.108 7.154 7.194 7.240 7.285 7.325  7.423 7.469  7.526 7.549
 7.612 7.652

 7.737

 7.812 7.858 7.880  7.961 7.995
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Abundance Scan 638 (7.737 min): Coc-Positive Control1.D\data.ms (-635) (-)
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136.1 280.1180.1 317.2 331.9301.1 397.3379.1

Benzoylecgonine



File       :E:\061617 COC\Coc-PostRunBlank.D
Operator   : C Shrum
Acquired   : 16 Jun 2017  20:50     using AcqMethod COC12-27-FS.M
Instrument :   Probie
Sample Name: Post-run Solvent Blank                          
Misc Info  : CHCl3                                           
Vial Number: 25
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Abundance Ion 185.00 (184.70 to 185.70): Coc-PostRunBlank.D\data.ms

No peaks of interest

Ion 182.00 (181.70 to 182.70): Coc-PostRunBlank.D\data.ms
Ion 243.00 (242.70 to 243.70): Coc-PostRunBlank.D\data.ms
Ion 240.00 (239.70 to 240.70): Coc-PostRunBlank.D\data.ms



File       :E:\061617 COC\Coc-POSTCTRLBLANK.D
Operator   : C Shrum
Acquired   : 16 Jun 2017  18:20     using AcqMethod COC12-27-FS.M
Instrument :   Probie
Sample Name: Post-control Solvent Blank                      
Misc Info  : CHCl3                                           
Vial Number: 25
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Abundance Ion 185.00 (184.70 to 185.70): Coc-POSTCTRLBLANK.D\data.ms

No peaks of interest

Ion 182.00 (181.70 to 182.70): Coc-POSTCTRLBLANK.D\data.ms
Ion 243.00 (242.70 to 243.70): Coc-POSTCTRLBLANK.D\data.ms
Ion 240.00 (239.70 to 240.70): Coc-POSTCTRLBLANK.D\data.ms




