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AM# 28: Multi-Drug Quantitation by LC-MS/MS 
 
Extraction Date 3/24/23  Analyst:  Anne Nord 
Plate lot#:  230117  Item: IDP-121-3CDA Plate re-test:  7/17/2023 
 
Mobile phase A:  5mM Amm Form + 0.01% FA Mobile phase B:  0.01% Formic Acid in MeOH   

0.5M Ammonium Hydroxide   Ethyl Acetate  20% Methanol in Water 
Blank Blood Lot: 22B52016-1   Urine Blank lot 12522 
Column:  Agilent 120 EC-C18 (2.1x 100-2.7um)           LCMS-QQQ ID:  69679 
Pre-Analytic: 
☒  1.  Check levels of mobile phases and needle wash refill as needed. Ensure waste is not full. 
☒  2.  Ensure correct column is installed and begin mobile phase flow allow to equilibrate ~ 30 minutes. 

Analytic: 
☒  1.  Remove standards, plate, controls, and samples from cold storage.  Allow to reach room temperature. 
☒  2.  Urine hydrolysis pipette 250 ul urine in blank well, add 40 ul BG Turbo, add 100 ul 500 mm sodium phosphate 

buffer, mix for at least 5 minutes at ambient temperature. Pipette 250µL blood (calibrated pipette) Pipette ID: 
390993 or 250µL hydrolyzed urine in wells of analytical (standards) plate.  

☒  3.  Pipette 250µL 00.5M ammonium hydroxide in wells of analytical plate. 
☒  4.  Place on shaking incubator at ambient temp., 900rpm for 15 minutes.     
☒  5.  Transfer 300µL of blood+base/urine+base mixture to corresponding wells of SLE+ plate. 
☒  6.   Apply positive pressure for approx. 10-15 seconds (or until no liquid remains on top of sorbent). 
 (Load at 85-100 PSI- Selector to the right) Manifold ID: 66792 
☒  7.   Wait 5 minutes. 
☒  8.   Add 900uL ethyl acetate.  
☒  9.      Wait 5 minutes.  
☒  10.   Apply positive pressure for approx. 15 seconds. (10-15 PSI- Selector to the left). 
☒  11.  Add 900uL ethyl acetate. 
☒ 12.    Wait 5 minutes.   
☒  13.  Apply positive pressure for approx. 15 seconds. (10-15 PSI- Selector to the left). 
☒  14.  Remove plate containing eluate. Add 50 ul 1% HCl in MeOH,   
☒  15. Place on SPE Dry and evaporate to dryness at approx. 35°C.  
 SPE Dry ID: 66819   
☒  16. Reconstitute in 100µL 20% MeOH and heat seal plate with foil.   

Post-Analytic 
☒  1. Create batch and process data. 
☒  2.       Make necessary changes to integration limits   
☒  3.   Integration linear and R2 values ≥0.98 for each analyte. 
☒  4.   For unknown samples and controls: response ratio within 20% of average of controls and standards, RT within +/- 5% (tramadol RT +/-2%), 

S/N for primary transition >10 and secondary transitions >5.  
☒  5.   Did all QCs pass for each analyte?  Yes, see comments   Add Control data to QC tracking spreadsheet.  
☒  6.   Central File Packet to include:  LIMS Worklist, Method Checklist, Calibration and Control Reports. 

 
COMMENTS:  
7-aminoclonazepam 5-250 cal 7 and 8 dropped due to accuracy 
Alpha-hydroxyalprazolam 5-500 cal 8 dropped due to accuracy  
Amphetamine 5-250  cal 7 and 8 dropped due to accuracy 
Buprenorphine 2.5-100 cal 1 and 2 dropped due to poor response and peak shape in qualifier ion, ratios out. 
Chlordiazepoxide not evaluated ratio out in 1000 QC 
Dihydrocodeine 5-500 cal 8 dropped due to accuracy 
DMT – Not evaluated lowering ratios 
Duloxetine 25-1000 poor peak shape and response for qualifier at low levels QC 10 ratio out. 
Lorazepam 5-250 cal 7 and 8 dropped due to accuracy 
MDA 5-250 cal 7 and 8 dropped due to accuracy 
Methamphetamine 5-250  cal 7 and 8 dropped due to accuracy  
Norhydrocodone not evaluated rising ratios 
Phentermine not evaluated ratio our for QC1000 
Oxycodone 5-500 cal 8 dropped due to accuracy 
Trazodone 5-250 cal 7 and 8 dropped due to accuracy 
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1 2 3 4 5 6 7 8 9 10 11 12

A
IS + Cal. 1 IS + QC_1 550-1 623-3

B
IS + Cal. 2 IS + QC_2 619-2

C
IS + Cal. 3 IS + QC 3 636-1 585-1

D
IS + Cal. 4 IS + QC_4 627-1

E
IS + Cal. 5 IS + QC_2 642-1

F
IS + Cal. 6

negative 
blood

negative 
urine

G
IS + Cal. 7 468-1 623-1

H
IS + Cal. 8 599-1 623-2

blank in front plate position 2
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Compound Calibration Report

Page 1 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte 6-MAM Internal Standard 6-MAM-D6

6-MAM - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99861231
y = 0.040595 * x  - 0.001157

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.5 97.9
cal 2 mdq 2 ✔ 1.0 1.0 103.0
cal 3 mdq 3 ✔ 2.5 2.5 100.6
cal 4 mdq 4 ✔ 5.0 5.2 104.4
cal 5 mdq 5 ✔ 10.0 10.2 102.2
cal 6 mdqr 6 ✔ 25.0 25.0 100.2
cal 7 mdq 7 ✔ 50.0 48.2 96.5
cal 8 mdq 8 ✔ 100.0 95.3 95.3



Compound Calibration Report

Page 2 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte 7-aminoclonazepam Internal Standard 7-Aminoclonazepam-D4

7-aminoclonazepam - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.98856052
y = 0.018370 * x  + 0.006462

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 97.2
cal 2 mdq 2 ✔ 10.0 10.2 102.3
cal 3 mdq 3 ✔ 25.0 26.7 107.0
cal 4 mdq 4 ✔ 50.0 51.2 102.5
cal 5 mdq 5 ✔ 100.0 107.3 107.3
cal 6 mdqr 6 ✔ 250.0 209.5 83.8
cal 7 mdq 7 ✗ 500.0 366.7 73.3
cal 8 mdq 8 ✗ 1000.0 529.7 53.0



Compound Calibration Report

Page 3 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte a-hydroxyalprazolam Internal Standard Temazepam-D5

a-hydroxyalprazolam - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.98307738
y = 0.001291 * x  + 0.001144

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.6
cal 2 mdq 2 ✔ 10.0 9.1 90.9
cal 3 mdq 3 ✔ 25.0 28.6 114.6
cal 4 mdq 4 ✔ 50.0 55.3 110.7
cal 5 mdq 5 ✔ 100.0 105.1 105.1
cal 6 mdqr 6 ✔ 250.0 236.6 94.6
cal 7 mdq 7 ✔ 500.0 417.5 83.5
cal 8 mdq 8 ✗ 1000.0 776.9 77.7



Compound Calibration Report

Page 4 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte alpha-PHP Internal Standard alpha-PVP-d8

alpha-PHP - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99477240
y = 0.009254 * x  - 0.005143

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.2 103.7
cal 2 mdq 2 ✔ 10.0 9.7 96.8
cal 3 mdq 3 ✔ 25.0 23.2 92.7
cal 4 mdq 4 ✔ 50.0 46.8 93.5
cal 5 mdq 5 ✔ 100.0 99.0 99.0
cal 6 mdqr 6 ✔ 250.0 247.1 98.9
cal 7 mdq 7 ✔ 500.0 516.5 103.3
cal 8 mdq 8 ✔ 1000.0 1120.8 112.1



Compound Calibration Report

Page 5 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte alpha-PVP Internal Standard alpha-PVP-d8

alpha-PVP - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99903251
y = 0.027559 * x  - 0.003815

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.5
cal 2 mdq 2 ✔ 10.0 9.8 97.5
cal 3 mdq 3 ✔ 25.0 25.2 100.8
cal 4 mdq 4 ✔ 50.0 47.9 95.8
cal 5 mdq 5 ✔ 100.0 99.4 99.4
cal 6 mdqr 6 ✔ 250.0 249.1 99.6
cal 7 mdq 7 ✔ 500.0 502.8 100.6
cal 8 mdq 8 ✔ 1000.0 1048.0 104.8



Compound Calibration Report

Page 6 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Alprazolam Internal Standard Alprazolam-D5

Alprazolam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99934251
y = 0.047189 * x  + 0.004731

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.7
cal 2 mdq 2 ✔ 10.0 9.9 99.1
cal 3 mdq 3 ✔ 25.0 24.7 98.7
cal 4 mdq 4 ✔ 50.0 49.9 99.7
cal 5 mdq 5 ✔ 100.0 98.2 98.2
cal 6 mdqr 6 ✔ 250.0 256.3 102.5
cal 7 mdq 7 ✔ 500.0 518.8 103.8
cal 8 mdq 8 ✔ 1000.0 972.1 97.2



Compound Calibration Report

Page 7 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Amphetamine Internal Standard Amphetamine-D11

Amphetamine - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.98256573
y = 0.031655 * x  + 0.045090

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.7 94.8
cal 2 mdq 2 ✔ 10.0 10.5 105.0
cal 3 mdq 3 ✔ 25.0 28.3 113.1
cal 4 mdq 4 ✔ 50.0 52.1 104.2
cal 5 mdq 5 ✔ 100.0 101.6 101.6
cal 6 mdqr 6 ✔ 250.0 203.5 81.4
cal 7 mdq 7 ✗ 500.0 321.3 64.3
cal 8 mdq 8 ✗ 1000.0 489.4 48.9



Compound Calibration Report

Page 8 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Benzoylecgonine Internal Standard Benzoylecgonine-d8

Benzoylecgonine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99903914
y = 0.029648 * x  + 0.007947

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.2
cal 2 mdq 2 ✔ 10.0 10.2 102.5
cal 3 mdq 3 ✔ 25.0 25.2 100.8
cal 4 mdq 4 ✔ 50.0 47.0 94.1
cal 5 mdq 5 ✔ 100.0 100.0 100.0
cal 6 mdqr 6 ✔ 250.0 251.3 100.5
cal 7 mdq 7 ✔ 500.0 513.9 102.8
cal 8 mdq 8 ✔ 1000.0 1001.9 100.2



Compound Calibration Report

Page 9 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Buprenorphine Internal Standard Buprenorphine-D4

Buprenorphine - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 4 QCs

Relative Concentration
0 10 20 30 40 50 60 70 80 90 100

Re
la

tiv
e 

Re
sp

on
se

s

-0.5
0

0.5
1

1.5
2

2.5
3

3.5
4

4.5
5

5.5
6

6.5 Type:Linear, Origin:Ignore, Weight:1/x
R^2 = 0.99406734
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✗ 0.5 0.1 12.8
cal 2 mdq 2 ✗ 1.0 0.6 62.6
cal 3 mdq 3 ✔ 2.5 2.1 84.9
cal 4 mdq 4 ✔ 5.0 5.1 101.7
cal 5 mdq 5 ✔ 10.0 10.4 103.8
cal 6 mdqr 6 ✔ 25.0 26.9 107.6
cal 7 mdq 7 ✔ 50.0 53.9 107.8
cal 8 mdq 8 ✔ 100.0 94.1 94.1



Compound Calibration Report

Page 10 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Bupropion Internal Standard Bupropion-D9

Bupropion - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99511755
y = 0.030303 * x  + 0.015758

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.1
cal 2 mdq 2 ✔ 10.0 10.5 104.5
cal 3 mdq 3 ✔ 25.0 26.4 105.6
cal 4 mdq 4 ✔ 50.0 51.4 102.7
cal 5 mdq 5 ✔ 100.0 105.9 105.9
cal 6 mdqr 6 ✔ 250.0 253.7 101.5
cal 7 mdq 7 ✔ 500.0 472.7 94.5
cal 8 mdq 8 ✔ 1000.0 891.4 89.1



Compound Calibration Report

Page 11 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Carisoprodol Internal Standard Carisoprodol-D7

Carisoprodol - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.8
cal 2 mdq 2 ✔ 10.0 10.0 100.2
cal 3 mdq 3 ✔ 25.0 25.1 100.2
cal 4 mdq 4 ✔ 50.0 48.5 96.9
cal 5 mdq 5 ✔ 100.0 106.6 106.6
cal 6 mdqr 6 ✔ 250.0 256.2 102.5
cal 7 mdq 7 ✔ 500.0 469.1 93.8
cal 8 mdq 8 ✔ 1000.0 998.9 99.9



Compound Calibration Report

Page 12 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Citalopram Internal Standard Citalopram-D6

Citalopram - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.8
cal 2 mdq 2 ✔ 10.0 10.2 102.2
cal 3 mdq 3 ✔ 25.0 24.9 99.7
cal 4 mdq 4 ✔ 50.0 50.6 101.2
cal 5 mdq 5 ✔ 100.0 101.0 101.0
cal 6 mdqr 6 ✔ 250.0 244.0 97.6
cal 7 mdq 7 ✔ 500.0 506.8 101.4
cal 8 mdq 8 ✔ 1000.0 981.7 98.2



Compound Calibration Report

Page 13 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Clonazepam Internal Standard Clonazepam-D4

Clonazepam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99845667
y = 0.054613 * x  + 0.002626

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.9
cal 2 mdq 2 ✔ 10.0 9.5 95.1
cal 3 mdq 3 ✔ 25.0 25.7 102.9
cal 4 mdq 4 ✔ 50.0 49.5 99.1
cal 5 mdq 5 ✔ 100.0 101.6 101.6
cal 6 mdqr 6 ✔ 250.0 251.2 100.5
cal 7 mdq 7 ✔ 500.0 520.3 104.1
cal 8 mdq 8 ✔ 1000.0 949.7 95.0



Compound Calibration Report

Page 14 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Clonazolam Internal Standard Nordiazepam-D5

Clonazolam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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y = 0.034435 * x  - 0.016087

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 102.3
cal 2 mdq 2 ✔ 10.0 9.8 98.2
cal 3 mdq 3 ✔ 25.0 24.1 96.3
cal 4 mdq 4 ✔ 50.0 46.1 92.2
cal 5 mdq 5 ✔ 100.0 99.3 99.3
cal 6 mdqr 6 ✔ 250.0 252.5 101.0
cal 7 mdq 7 ✔ 500.0 573.9 114.8
cal 8 mdq 8 ✔ 1000.0 958.7 95.9



Compound Calibration Report

Page 15 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Cocaine Internal Standard Cocaine-d3

Cocaine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.6
cal 2 mdq 2 ✔ 10.0 10.4 103.5
cal 3 mdq 3 ✔ 25.0 24.8 99.2
cal 4 mdq 4 ✔ 50.0 48.2 96.4
cal 5 mdq 5 ✔ 100.0 103.1 103.1
cal 6 mdqr 6 ✔ 250.0 246.8 98.7
cal 7 mdq 7 ✔ 500.0 500.9 100.2
cal 8 mdq 8 ✔ 1000.0 1002.8 100.3



Compound Calibration Report

Page 16 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Codeine Internal Standard Codeine-D6

Codeine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99045632
y = 0.023747 * x  + 0.023933

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.6 92.9
cal 2 mdq 2 ✔ 10.0 10.9 108.5
cal 3 mdq 3 ✔ 25.0 27.6 110.3
cal 4 mdq 4 ✔ 50.0 53.9 107.9
cal 5 mdq 5 ✔ 100.0 102.6 102.6
cal 6 mdqr 6 ✔ 250.0 243.9 97.6
cal 7 mdq 7 ✔ 500.0 460.7 92.1
cal 8 mdq 8 ✔ 1000.0 880.3 88.0



Compound Calibration Report

Page 17 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Cyclobenzaprine Internal Standard Cyclobenzaprine-D3

Cyclobenzaprine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99887455
y = 0.033361 * x  + 0.007464

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 101.0
cal 2 mdq 2 ✔ 10.0 9.6 95.9
cal 3 mdq 3 ✔ 25.0 25.9 103.4
cal 4 mdq 4 ✔ 50.0 51.7 103.3
cal 5 mdq 5 ✔ 100.0 102.0 102.0
cal 6 mdqr 6 ✔ 250.0 247.1 98.8
cal 7 mdq 7 ✔ 500.0 495.9 99.2
cal 8 mdq 8 ✔ 1000.0 963.7 96.4



Compound Calibration Report

Page 18 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Dextromethorphan Internal Standard Dextromethorphan-D3

Dextromethorphan - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99997526
y = 0.023509 * x  - 0.007349

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.7
cal 2 mdq 2 ✔ 10.0 10.1 100.6
cal 3 mdq 3 ✔ 25.0 25.2 100.9
cal 4 mdq 4 ✔ 50.0 48.9 97.8
cal 5 mdq 5 ✔ 100.0 100.3 100.3
cal 6 mdqr 6 ✔ 250.0 248.3 99.3
cal 7 mdq 7 ✔ 500.0 500.8 100.2
cal 8 mdq 8 ✔ 1000.0 1001.3 100.1



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Dextrorphan Internal Standard Dextrorphan-D3

Dextrorphan - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x
R^2 = 0.99955082
y = 0.022078 * x  - 0.013435

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.5 109.3
cal 2 mdq 2 ✔ 10.0 10.3 102.8
cal 3 mdq 3 ✔ 25.0 24.5 97.8
cal 4 mdq 4 ✔ 50.0 47.5 95.0
cal 5 mdq 5 ✔ 100.0 97.0 97.0
cal 6 mdqr 6 ✔ 250.0 243.8 97.5
cal 7 mdq 7 ✔ 500.0 494.3 98.9
cal 8 mdq 8 ✔ 1000.0 1017.2 101.7



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Diazepam Internal Standard Diazepam-D5

Diazepam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99878023
y = 0.029032 * x  - 0.006952

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 101.0
cal 2 mdq 2 ✔ 10.0 9.9 99.2
cal 3 mdq 3 ✔ 25.0 24.6 98.3
cal 4 mdq 4 ✔ 50.0 49.1 98.1
cal 5 mdq 5 ✔ 100.0 99.5 99.5
cal 6 mdqr 6 ✔ 250.0 245.8 98.3
cal 7 mdq 7 ✔ 500.0 492.3 98.5
cal 8 mdq 8 ✔ 1000.0 1071.4 107.1



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Diphenhydramine Internal Standard Diphenhydramine-D3

Diphenhydramine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99936724
y = 0.029749 * x  - 0.003288

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.5
cal 2 mdq 2 ✔ 10.0 9.8 98.2
cal 3 mdq 3 ✔ 25.0 24.6 98.6
cal 4 mdq 4 ✔ 50.0 48.1 96.2
cal 5 mdq 5 ✔ 100.0 101.6 101.6
cal 6 mdqr 6 ✔ 250.0 252.1 100.9
cal 7 mdq 7 ✔ 500.0 514.2 102.8
cal 8 mdq 8 ✔ 1000.0 1003.4 100.3



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Doxylamine Internal Standard Doxylamine-D5

Doxylamine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99791880
y = 0.033410 * x  + 0.013139

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.8
cal 2 mdq 2 ✔ 10.0 10.0 99.9
cal 3 mdq 3 ✔ 25.0 26.0 103.9
cal 4 mdq 4 ✔ 50.0 51.5 103.0
cal 5 mdq 5 ✔ 100.0 103.5 103.5
cal 6 mdqr 6 ✔ 250.0 251.8 100.7
cal 7 mdq 7 ✔ 500.0 492.3 98.5
cal 8 mdq 8 ✔ 1000.0 916.9 91.7



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte EDDP Internal Standard EDDP-D3

EDDP - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99480776
y = 0.021380 * x  + 0.001955

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.2
cal 2 mdq 2 ✔ 10.0 10.1 101.2
cal 3 mdq 3 ✔ 25.0 25.8 103.2
cal 4 mdq 4 ✔ 50.0 43.3 86.5
cal 5 mdq 5 ✔ 100.0 95.9 95.9
cal 6 mdqr 6 ✔ 250.0 254.8 101.9
cal 7 mdq 7 ✔ 500.0 529.0 105.8
cal 8 mdq 8 ✔ 1000.0 1052.8 105.3



Compound Calibration Report

Page 24 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Etizolam Internal Standard Diazepam-D5

Etizolam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99880309
y = 0.004294 * x  + 3.793092E-004

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.0
cal 2 mdq 2 ✔ 10.0 9.7 97.0
cal 3 mdq 3 ✔ 25.0 26.2 104.6
cal 4 mdq 4 ✔ 50.0 48.3 96.6
cal 5 mdq 5 ✔ 100.0 98.3 98.3
cal 6 mdqr 6 ✔ 250.0 244.3 97.7
cal 7 mdq 7 ✔ 500.0 508.7 101.7
cal 8 mdq 8 ✔ 1000.0 1029.8 103.0



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Fentanyl Internal Standard Fentanyl-D5

Fentanyl - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
0 10 20 30 40 50 60 70 80 90 100

Re
la

tiv
e 

Re
sp

on
se

s

-0.2
0

0.2
0.4
0.6
0.8

1
1.2
1.4
1.6
1.8

2
2.2
2.4
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R^2 = 0.99854438
y = 0.022989 * x  - 2.099468E-004

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.5 103.2
cal 2 mdq 2 ✔ 1.0 1.0 95.3
cal 3 mdq 3 ✔ 2.5 2.4 96.3
cal 4 mdq 4 ✔ 5.0 4.9 98.2
cal 5 mdq 5 ✔ 10.0 10.0 99.8
cal 6 mdqr 6 ✔ 25.0 25.4 101.5
cal 7 mdq 7 ✔ 50.0 52.5 104.9
cal 8 mdq 8 ✔ 100.0 100.8 100.8



Compound Calibration Report

Page 26 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Flualprazolam Internal Standard Nordiazepam-D5

Flualprazolam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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y = 0.025171 * x  - 0.011627

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 102.2
cal 2 mdq 2 ✔ 10.0 10.0 100.0
cal 3 mdq 3 ✔ 25.0 24.2 96.7
cal 4 mdq 4 ✔ 50.0 44.3 88.5
cal 5 mdq 5 ✔ 100.0 89.9 89.9
cal 6 mdqr 6 ✔ 250.0 235.8 94.3
cal 7 mdq 7 ✔ 500.0 596.6 119.3
cal 8 mdq 8 ✔ 1000.0 1091.4 109.1



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Fluoxetine Internal Standard Fluoxetine-D6

Fluoxetine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99949043
y = 0.031301 * x  + 0.003837

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.4
cal 2 mdq 2 ✔ 10.0 10.2 102.0
cal 3 mdq 3 ✔ 25.0 24.9 99.8
cal 4 mdq 4 ✔ 50.0 48.1 96.3
cal 5 mdq 5 ✔ 100.0 100.8 100.8
cal 6 mdqr 6 ✔ 250.0 254.4 101.7
cal 7 mdq 7 ✔ 500.0 492.3 98.5
cal 8 mdq 8 ✔ 1000.0 1016.5 101.6



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Hydrocodone Internal Standard Hydrocodone-D6

Hydrocodone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99944052
y = 0.018284 * x  + 0.013304

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.3
cal 2 mdq 2 ✔ 10.0 10.0 100.2
cal 3 mdq 3 ✔ 25.0 25.8 103.3
cal 4 mdq 4 ✔ 50.0 49.2 98.3
cal 5 mdq 5 ✔ 100.0 101.8 101.8
cal 6 mdqr 6 ✔ 250.0 253.6 101.4
cal 7 mdq 7 ✔ 500.0 491.7 98.3
cal 8 mdq 8 ✔ 1000.0 972.8 97.3



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Hydromorphone Internal Standard Hydromorphone-D6

Hydromorphone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99997375
y = 0.034353 * x  + 7.701466E-004

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.0
cal 2 mdq 2 ✔ 10.0 10.0 100.1
cal 3 mdq 3 ✔ 25.0 25.0 100.0
cal 4 mdq 4 ✔ 50.0 49.6 99.1
cal 5 mdq 5 ✔ 100.0 100.4 100.4
cal 6 mdqr 6 ✔ 250.0 250.0 100.0
cal 7 mdq 7 ✔ 500.0 503.1 100.6
cal 8 mdq 8 ✔ 1000.0 997.7 99.8



Compound Calibration Report

Page 30 of 65 Generated at 2:38 PM on 3/28/2023

Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Ketamine Internal Standard Ketamine-D4

Ketamine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99178300
y = 0.026938 * x  + 0.020414

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 95.0
cal 2 mdq 2 ✔ 10.0 10.6 105.9
cal 3 mdq 3 ✔ 25.0 26.7 106.9
cal 4 mdq 4 ✔ 50.0 51.7 103.5
cal 5 mdq 5 ✔ 100.0 108.2 108.2
cal 6 mdqr 6 ✔ 250.0 252.9 101.2
cal 7 mdq 7 ✔ 500.0 468.2 93.6
cal 8 mdq 8 ✔ 1000.0 856.1 85.6



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Lamotrigine Internal Standard Fluoxetine-D6

Lamotrigine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99084254
y = 0.002364 * x  - 0.001104

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.4
cal 2 mdq 2 ✔ 10.0 10.0 100.3
cal 3 mdq 3 ✔ 25.0 27.0 108.1
cal 4 mdq 4 ✔ 50.0 49.6 99.2
cal 5 mdq 5 ✔ 100.0 96.8 96.8
cal 6 mdqr 6 ✔ 250.0 262.2 104.9
cal 7 mdq 7 ✔ 500.0 547.4 109.5
cal 8 mdq 8 ✔ 1000.0 828.6 82.9



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Lorazepam Internal Standard Oxazepam-D5

Lorazepam - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.98380723
y = 0.008702 * x  - 0.010005

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.2 104.3
cal 2 mdq 2 ✔ 10.0 9.5 94.8
cal 3 mdq 3 ✔ 25.0 24.1 96.4
cal 4 mdq 4 ✔ 50.0 43.1 86.2
cal 5 mdq 5 ✔ 100.0 101.1 101.1
cal 6 mdqr 6 ✔ 250.0 293.0 117.2
cal 7 mdq 7 ✗ 500.0 642.5 128.5
cal 8 mdq 8 ✗ 1000.0 1497.7 149.8



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte MDA Internal Standard MDA-D5

MDA - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99451272
y = 0.038716 * x  + 0.022594

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.2
cal 2 mdq 2 ✔ 10.0 10.5 104.6
cal 3 mdq 3 ✔ 25.0 26.8 107.3
cal 4 mdq 4 ✔ 50.0 51.4 102.8
cal 5 mdq 5 ✔ 100.0 98.2 98.2
cal 6 mdqr 6 ✔ 250.0 227.1 90.8
cal 7 mdq 7 ✗ 500.0 377.7 75.5
cal 8 mdq 8 ✗ 1000.0 635.8 63.6
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte MDMA Internal Standard MDMA-D6

MDMA - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99946675
y = 0.085212 * x  + 0.009413

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.6
cal 2 mdq 2 ✔ 10.0 10.2 101.5
cal 3 mdq 3 ✔ 25.0 24.2 96.9
cal 4 mdq 4 ✔ 50.0 50.9 101.9
cal 5 mdq 5 ✔ 100.0 101.6 101.6
cal 6 mdqr 6 ✔ 250.0 252.0 100.8
cal 7 mdq 7 ✔ 500.0 484.9 97.0
cal 8 mdq 8 ✔ 1000.0 1007.2 100.7



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Meprobamate Internal Standard Meprobamate-D7

Meprobamate - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.98343171
y = 0.029808 * x  + 0.040648

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.7 94.4
cal 2 mdq 2 ✔ 10.0 10.3 103.2
cal 3 mdq 3 ✔ 25.0 28.5 114.2
cal 4 mdq 4 ✔ 50.0 54.5 109.1
cal 5 mdq 5 ✔ 100.0 109.7 109.7
cal 6 mdqr 6 ✔ 250.0 247.3 98.9
cal 7 mdq 7 ✔ 500.0 446.1 89.2
cal 8 mdq 8 ✔ 1000.0 812.6 81.3
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Methadone Internal Standard Methadone-D9

Methadone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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2.75 Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99918602
y = 0.031029 * x  + 6.455105E-004

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.9
cal 2 mdq 2 ✔ 10.0 10.2 102.1
cal 3 mdq 3 ✔ 25.0 24.9 99.7
cal 4 mdq 4 ✔ 50.0 49.5 99.0
cal 5 mdq 5 ✔ 100.0 105.1 105.1
cal 6 mdqr 6 ✔ 250.0 249.0 99.6
cal 7 mdq 7 ✔ 500.0 489.9 98.0
cal 8 mdq 8 ✔ 1000.0 975.5 97.6
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Methamphetamine Internal Standard Methamphetamine-D11

Methamphetamine - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x
R^2 = 0.99652554
y = 0.023233 * x  + 0.121604

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.3 85.1
cal 2 mdq 2 ✔ 10.0 10.0 99.8
cal 3 mdq 3 ✔ 25.0 27.1 108.5
cal 4 mdq 4 ✔ 50.0 52.1 104.1
cal 5 mdq 5 ✔ 100.0 106.5 106.5
cal 6 mdqr 6 ✔ 250.0 240.1 96.0
cal 7 mdq 7 ✗ 500.0 387.0 77.4
cal 8 mdq 8 ✗ 1000.0 597.6 59.8
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Metoprolol Internal Standard MDA-D5

Metoprolol - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99537740
y = 0.009836 * x  - 0.001299

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 97.8
cal 2 mdq 2 ✔ 10.0 10.3 103.2
cal 3 mdq 3 ✔ 25.0 24.7 98.8
cal 4 mdq 4 ✔ 50.0 53.0 106.1
cal 5 mdq 5 ✔ 100.0 105.0 105.0
cal 6 mdqr 6 ✔ 250.0 259.7 103.9
cal 7 mdq 7 ✔ 500.0 485.6 97.1
cal 8 mdq 8 ✔ 1000.0 880.6 88.1
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Mirtazapine Internal Standard MDMA-D6

Mirtazapine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.98910209
y = 0.218807 * x  - 0.157095

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.3 105.2
cal 2 mdq 2 ✔ 10.0 9.5 95.0
cal 3 mdq 3 ✔ 25.0 22.9 91.6
cal 4 mdq 4 ✔ 50.0 46.2 92.4
cal 5 mdq 5 ✔ 100.0 93.6 93.6
cal 6 mdqr 6 ✔ 250.0 244.8 97.9
cal 7 mdq 7 ✔ 500.0 534.0 106.8
cal 8 mdq 8 ✔ 1000.0 1175.7 117.6
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Mitragynine Internal Standard Pseudoephedrine-D3

Mitragynine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.98669851
y = 0.003439 * x  - 0.001654

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.3 105.5
cal 2 mdq 2 ✔ 10.0 9.6 95.8
cal 3 mdq 3 ✔ 25.0 22.4 89.6
cal 4 mdq 4 ✔ 50.0 44.0 87.9
cal 5 mdq 5 ✔ 100.0 95.6 95.6
cal 6 mdqr 6 ✔ 250.0 252.2 100.9
cal 7 mdq 7 ✔ 500.0 529.6 105.9
cal 8 mdq 8 ✔ 1000.0 1188.2 118.8
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Morphine Internal Standard Morphine-D6

Morphine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99598680
y = 0.082442 * x  - 0.002018

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.3
cal 2 mdq 2 ✔ 10.0 10.6 105.8
cal 3 mdq 3 ✔ 25.0 26.4 105.7
cal 4 mdq 4 ✔ 50.0 47.2 94.5
cal 5 mdq 5 ✔ 100.0 102.8 102.8
cal 6 mdqr 6 ✔ 250.0 264.0 105.6
cal 7 mdq 7 ✔ 500.0 482.1 96.4
cal 8 mdq 8 ✔ 1000.0 929.0 92.9
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Norbuprenorphine Internal Standard Norbuprenorphine-D3

Norbuprenorphine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99832008
y = 0.065803 * x  + 0.006490

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.5 101.2
cal 2 mdq 2 ✔ 1.0 1.0 96.9
cal 3 mdq 3 ✔ 2.5 2.5 99.4
cal 4 mdq 4 ✔ 5.0 5.3 106.9
cal 5 mdq 5 ✔ 10.0 9.5 95.1
cal 6 mdqr 6 ✔ 25.0 25.5 102.2
cal 7 mdq 7 ✔ 50.0 49.6 99.2
cal 8 mdq 8 ✔ 100.0 99.1 99.1
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Nordiazepam Internal Standard Nordiazepam-D5

Nordiazepam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99790737
y = 0.033928 * x  - 0.008077

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.3
cal 2 mdq 2 ✔ 10.0 10.0 100.2
cal 3 mdq 3 ✔ 25.0 25.1 100.5
cal 4 mdq 4 ✔ 50.0 48.7 97.4
cal 5 mdq 5 ✔ 100.0 94.4 94.4
cal 6 mdqr 6 ✔ 250.0 241.4 96.5
cal 7 mdq 7 ✔ 500.0 518.5 103.7
cal 8 mdq 8 ✔ 1000.0 1068.4 106.8
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Norfentanyl Internal Standard Norfentanyl-D5

Norfentanyl - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99915382
y = 0.003586 * x  - 4.902527E-005

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.5 100.5
cal 2 mdq 2 ✔ 1.0 1.0 100.5
cal 3 mdq 3 ✔ 2.5 2.4 98.0
cal 4 mdq 4 ✔ 5.0 4.9 97.7
cal 5 mdq 5 ✔ 10.0 9.8 98.4
cal 6 mdqr 6 ✔ 25.0 24.4 97.7
cal 7 mdq 7 ✔ 50.0 52.0 104.0
cal 8 mdq 8 ✔ 100.0 103.3 103.3
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Noroxycodone Internal Standard Noroxycodone-D3

Noroxycodone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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y = 0.028341 * x  - 0.002969

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.5
cal 2 mdq 2 ✔ 10.0 10.0 99.8
cal 3 mdq 3 ✔ 25.0 24.4 97.4
cal 4 mdq 4 ✔ 50.0 46.6 93.2
cal 5 mdq 5 ✔ 100.0 96.5 96.5
cal 6 mdqr 6 ✔ 250.0 241.4 96.6
cal 7 mdq 7 ✔ 500.0 491.1 98.2
cal 8 mdq 8 ✔ 1000.0 1167.6 116.8
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte O-desmethyl-tramadol Internal Standard O-desmethyl-tramadol-
D6

O-desmethyl-tramadol - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
0 100 200 300 400 500 600 700 800 900 1000

Re
la

tiv
e 

Re
sp

on
se

s 1x10

-0.2
0

0.2
0.4
0.6
0.8

1
1.2
1.4
1.6
1.8

2 Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99938685
y = 0.022651 * x  + 0.010539

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.5
cal 2 mdq 2 ✔ 10.0 9.9 99.1
cal 3 mdq 3 ✔ 25.0 26.0 103.9
cal 4 mdq 4 ✔ 50.0 50.6 101.2
cal 5 mdq 5 ✔ 100.0 101.3 101.3
cal 6 mdqr 6 ✔ 250.0 249.4 99.8
cal 7 mdq 7 ✔ 500.0 490.7 98.1
cal 8 mdq 8 ✔ 1000.0 970.1 97.0
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Oxazepam Internal Standard Oxazepam-D5

Oxazepam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99938579
y = 0.019735 * x  - 0.007077

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.4
cal 2 mdq 2 ✔ 10.0 9.8 97.7
cal 3 mdq 3 ✔ 25.0 24.7 98.7
cal 4 mdq 4 ✔ 50.0 49.2 98.5
cal 5 mdq 5 ✔ 100.0 101.1 101.1
cal 6 mdqr 6 ✔ 250.0 259.8 103.9
cal 7 mdq 7 ✔ 500.0 503.4 100.7
cal 8 mdq 8 ✔ 1000.0 980.0 98.0
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Oxycodone Internal Standard Oxycodone-D6

Oxycodone - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99032588
y = 0.026149 * x  + 0.032494

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 95.8
cal 2 mdq 2 ✔ 10.0 10.3 102.9
cal 3 mdq 3 ✔ 25.0 27.9 111.8
cal 4 mdq 4 ✔ 50.0 52.2 104.4
cal 5 mdq 5 ✔ 100.0 102.6 102.6
cal 6 mdqr 6 ✔ 250.0 243.0 97.2
cal 7 mdq 7 ✔ 500.0 426.0 85.2
cal 8 mdq 8 ✗ 1000.0 751.5 75.2
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Oxymorphone Internal Standard Oxymorphone-D3

Oxymorphone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99889933
y = 0.029728 * x  + 0.005358

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.6
cal 2 mdq 2 ✔ 10.0 9.7 97.1
cal 3 mdq 3 ✔ 25.0 25.8 103.3
cal 4 mdq 4 ✔ 50.0 50.5 101.0
cal 5 mdq 5 ✔ 100.0 101.9 101.9
cal 6 mdqr 6 ✔ 250.0 253.7 101.5
cal 7 mdq 7 ✔ 500.0 501.5 100.3
cal 8 mdq 8 ✔ 1000.0 943.5 94.4
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Promethazine Internal Standard Promethazine-D3

Promethazine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99701629
y = 0.023489 * x  - 0.011690

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 102.1
cal 2 mdq 2 ✔ 10.0 9.8 98.3
cal 3 mdq 3 ✔ 25.0 24.2 97.0
cal 4 mdq 4 ✔ 50.0 47.1 94.3
cal 5 mdq 5 ✔ 100.0 97.4 97.4
cal 6 mdqr 6 ✔ 250.0 244.5 97.8
cal 7 mdq 7 ✔ 500.0 521.3 104.3
cal 8 mdq 8 ✔ 1000.0 1088.7 108.9
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Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Quetiapine Internal Standard Quetiapine-D8

Quetiapine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99384877
y = 0.068302 * x  + 0.033674

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.7
cal 2 mdq 2 ✔ 10.0 10.3 103.0
cal 3 mdq 3 ✔ 25.0 26.5 106.0
cal 4 mdq 4 ✔ 50.0 51.8 103.7
cal 5 mdq 5 ✔ 100.0 106.9 106.9
cal 6 mdqr 6 ✔ 250.0 251.9 100.8
cal 7 mdq 7 ✔ 500.0 485.3 97.1
cal 8 mdq 8 ✔ 1000.0 858.8 85.9
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Analyst Name ISP\datastor

Analyte Sertraline Internal Standard Sertraline-D3

Sertraline - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99889001
y = 0.026720 * x  - 0.004230

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.5
cal 2 mdq 2 ✔ 10.0 9.9 98.7
cal 3 mdq 3 ✔ 25.0 24.3 97.2
cal 4 mdq 4 ✔ 50.0 48.8 97.5
cal 5 mdq 5 ✔ 100.0 99.2 99.2
cal 6 mdqr 6 ✔ 250.0 249.7 99.9
cal 7 mdq 7 ✔ 500.0 498.5 99.7
cal 8 mdq 8 ✔ 1000.0 1063.2 106.3
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Analyst Name ISP\datastor

Analyte Temazepam Internal Standard Temazepam-D5

Temazepam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99912233
y = 0.021359 * x  - 0.006535

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.4
cal 2 mdq 2 ✔ 10.0 10.1 101.1
cal 3 mdq 3 ✔ 25.0 24.1 96.4
cal 4 mdq 4 ✔ 50.0 48.7 97.4
cal 5 mdq 5 ✔ 100.0 100.9 100.9
cal 6 mdqr 6 ✔ 250.0 245.4 98.2
cal 7 mdq 7 ✔ 500.0 506.4 101.3
cal 8 mdq 8 ✔ 1000.0 1043.9 104.4
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Analyst Name ISP\datastor

Analyte Tramadol Internal Standard Tramadol-13C-D3

Tramadol - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99267947
y = 0.022897 * x  + 0.017899

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.6
cal 2 mdq 2 ✔ 10.0 10.2 101.9
cal 3 mdq 3 ✔ 25.0 26.9 107.8
cal 4 mdq 4 ✔ 50.0 53.8 107.7
cal 5 mdq 5 ✔ 100.0 106.8 106.8
cal 6 mdqr 6 ✔ 250.0 247.1 98.8
cal 7 mdq 7 ✔ 500.0 466.6 93.3
cal 8 mdq 8 ✔ 1000.0 872.3 87.2
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Trazodone Internal Standard Trazodone-D6

Trazodone - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99658598
y = 0.021772 * x  + 0.012330

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.6
cal 2 mdq 2 ✔ 10.0 10.1 101.0
cal 3 mdq 3 ✔ 25.0 25.8 103.3
cal 4 mdq 4 ✔ 50.0 51.4 102.7
cal 5 mdq 5 ✔ 100.0 103.4 103.4
cal 6 mdqr 6 ✔ 250.0 227.5 91.0
cal 7 mdq 7 ✗ 500.0 366.4 73.3
cal 8 mdq 8 ✗ 1000.0 575.4 57.5
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Venlafaxine Internal Standard Venlafaxine-D6

Venlafaxine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99844725
y = 0.019678 * x  - 0.007191

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.7
cal 2 mdq 2 ✔ 10.0 9.9 99.2
cal 3 mdq 3 ✔ 25.0 23.9 95.5
cal 4 mdq 4 ✔ 50.0 48.2 96.5
cal 5 mdq 5 ✔ 100.0 97.1 97.1
cal 6 mdqr 6 ✔ 250.0 255.7 102.3
cal 7 mdq 7 ✔ 500.0 524.4 104.9
cal 8 mdq 8 ✔ 1000.0 1029.0 102.9
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Zolpidem Internal Standard Zolpidem-D6

Zolpidem - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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2 Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99967701
y = 0.022593 * x  + 0.001755

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.0
cal 2 mdq 2 ✔ 10.0 10.1 101.3
cal 3 mdq 3 ✔ 25.0 25.5 102.1
cal 4 mdq 4 ✔ 50.0 49.2 98.3
cal 5 mdq 5 ✔ 100.0 100.4 100.4
cal 6 mdqr 6 ✔ 250.0 250.8 100.3
cal 7 mdq 7 ✔ 500.0 504.4 100.9
cal 8 mdq 8 ✔ 1000.0 975.5 97.5
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Pseudoephedrine Internal Standard Pseudoephedrine-D3

Pseudoephedrine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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3 Type:Linear, Origin:Ignore, Weight:1/x^2

R^2 = 0.99811482
y = 0.029587 * x  - 0.006039

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.8
cal 2 mdq 2 ✔ 10.0 9.8 98.4
cal 3 mdq 3 ✔ 25.0 24.5 98.0
cal 4 mdq 4 ✔ 50.0 47.2 94.4
cal 5 mdq 5 ✔ 100.0 97.9 97.9
cal 6 mdqr 6 ✔ 250.0 251.2 100.5
cal 7 mdq 7 ✔ 500.0 509.4 101.9
cal 8 mdq 8 ✔ 1000.0 1071.1 107.1
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Olanzapine Internal Standard Olanzapine-d8

Olanzapine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99795015
y = 0.044124 * x  + 4.953250E-004

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 101.0
cal 2 mdq 2 ✔ 10.0 9.8 98.0
cal 3 mdq 3 ✔ 25.0 24.8 99.3
cal 4 mdq 4 ✔ 50.0 49.3 98.6
cal 5 mdq 5 ✔ 100.0 105.3 105.3
cal 6 mdqr 6 ✔ 250.0 261.8 104.7
cal 7 mdq 7 ✔ 500.0 501.3 100.3
cal 8 mdq 8 ✔ 1000.0 929.0 92.9
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Dihydrocodeine Internal Standard Dihydrocodeine-D6

Dihydrocodeine - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.98435345
y = 0.013347 * x  + 0.018438

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.8
cal 2 mdq 2 ✔ 10.0 9.9 99.1
cal 3 mdq 3 ✔ 25.0 28.5 113.9
cal 4 mdq 4 ✔ 50.0 54.7 109.4
cal 5 mdq 5 ✔ 100.0 104.9 104.9
cal 6 mdqr 6 ✔ 250.0 235.1 94.0
cal 7 mdq 7 ✔ 500.0 409.2 81.8
cal 8 mdq 8 ✗ 1000.0 692.6 69.3
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Fluorofentanyl Internal Standard Fluorofentanyl-D5

Fluorofentanyl - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99316253
y = 2.267584 * x  - 0.118358

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.5 105.0
cal 2 mdq 2 ✔ 1.0 0.9 93.9
cal 3 mdq 3 ✔ 2.5 2.3 93.6
cal 4 mdq 4 ✔ 5.0 4.8 95.4
cal 5 mdq 5 ✔ 10.0 9.4 93.6
cal 6 mdqr 6 ✔ 25.0 24.8 99.2
cal 7 mdq 7 ✔ 50.0 53.9 107.9
cal 8 mdq 8 ✔ 100.0 111.6 111.6
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Duloxetine Internal Standard Duloxetine-d3

Duloxetine - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99208602
y = 0.035997 * x  + 0.018621

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✗ 5.0 4.7 93.1
cal 2 mdq 2 ✗ 10.0 9.6 96.1
cal 3 mdq 3 ✔ 25.0 24.5 98.0
cal 4 mdq 4 ✔ 50.0 51.5 103.0
cal 5 mdq 5 ✔ 100.0 103.1 103.1
cal 6 mdqr 6 ✔ 250.0 255.0 102.0
cal 7 mdq 7 ✔ 500.0 433.4 86.7
cal 8 mdq 8 ✔ 1000.0 1072.2 107.2
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Hydroxyzine Internal Standard Pseudoephedrine-D3

Hydroxyzine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99895849
y = 0.009807 * x  - 0.002565

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.7
cal 2 mdq 2 ✔ 10.0 10.3 102.5
cal 3 mdq 3 ✔ 25.0 24.8 99.3
cal 4 mdq 4 ✔ 50.0 50.0 99.9
cal 5 mdq 5 ✔ 100.0 104.7 104.7
cal 6 mdqr 6 ✔ 250.0 252.6 101.1
cal 7 mdq 7 ✔ 500.0 491.1 98.2
cal 8 mdq 8 ✔ 1000.0 955.8 95.6
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte Chlorpheniramine Internal Standard Chlorpheniramine-d6

Chlorpheniramine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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R^2 = 0.99964920
y = 0.026847 * x  + 0.010632

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.8
cal 2 mdq 2 ✔ 10.0 10.2 101.5
cal 3 mdq 3 ✔ 25.0 25.5 101.8
cal 4 mdq 4 ✔ 50.0 50.1 100.3
cal 5 mdq 5 ✔ 100.0 101.3 101.3
cal 6 mdqr 6 ✔ 250.0 249.7 99.9
cal 7 mdq 7 ✔ 500.0 496.8 99.4
cal 8 mdq 8 ✔ 1000.0 969.8 97.0
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Batch results D:\MassHunter\Data\2023\am 27-28\032423\QuantResults\mdq.batch.bin
Last Cal. Update 3/27/2023 9:30 AM
Analyst Name ISP\datastor

Analyte O-Desmethylvenlafaxine Internal Standard O-
Desmethylvenlafaxine-
d6

O-Desmethylvenlafaxine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 4 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99832342
y = 0.032676 * x  + 0.011787

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 97.1
cal 2 mdq 2 ✔ 10.0 10.3 103.4
cal 3 mdq 3 ✔ 25.0 26.3 105.3
cal 4 mdq 4 ✔ 50.0 50.6 101.1
cal 5 mdq 5 ✔ 100.0 101.8 101.8
cal 6 mdqr 6 ✔ 250.0 248.3 99.3
cal 7 mdq 7 ✔ 500.0 484.7 96.9
cal 8 mdq 8 ✔ 1000.0 949.6 95.0
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