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AM# 28: Multi-Drug Quantitation by LC-MS/MS 
 
Extraction Date 11/30/23  Analyst:  Anne Nord 
Plate lot#:  230707  Item: IDP-121-5-CDA Plate re-test:  01/07/2024 
 
Mobile phase A:  5mM Amm Form + 0.01% FA Mobile phase B:  0.01% Formic Acid in MeOH   

0.5M Ammonium Hydroxide   Ethyl Acetate  20% Methanol in Water 
Blank Blood Lot: 23J52629   Urine Blank lot 8423 
Column:  Agilent 120 EC-C18 (2.1x 100-2.7um)           LCMS-QQQ ID:  69679 
Pre-Analytic: 
☒  1.  Check levels of mobile phases and needle wash refill as needed. Ensure waste is not full. 
☒  2.  Ensure correct column is installed and begin mobile phase flow allow to equilibrate ~ 30 minutes. 

Analytic: 
☒  1.  Remove standards, plate, controls, and samples from cold storage.  Allow to reach room temperature. 
☒  2.  Urine hydrolysis pipette 250 ul urine in blank well, add 40 ul BG Turbo, add 100 ul 500 mm sodium phosphate 

buffer, mix for at least 5 minutes at ambient temperature. Pipette 250µL blood (calibrated pipette) or 250µL 
hydrolyzed urine in wells of analytical (standards) plate. Pipette ID: P31168J 

☒  3.  Pipette 250µL 0.5M ammonium hydroxide in wells of analytical plate. 
☒  4.  Place on shaking incubator at ambient temp., 900rpm for 15 minutes.     
☒  5.  Transfer 300µL of blood+base/urine+base mixture to corresponding wells of SLE+ plate. 
☒  6.   Apply positive pressure for approx. 10-15 seconds (or until no liquid remains on top of sorbent). 
 (Load at 85-100 PSI- Selector to the right) Manifold ID: 66792 
☒  7.   Wait 5 minutes. 
☒  8.   Add 900uL ethyl acetate.  
☒  9.      Wait 5 minutes.  
☒  10.   Apply positive pressure for approx. 15 seconds. (10-15 PSI- Selector to the left). 
☒  11.  Add 900uL ethyl acetate. 
☒ 12.    Wait 5 minutes.   
☒  13.  Apply positive pressure for approx. 15 seconds. (10-15 PSI- Selector to the left). 
☒  14.  Remove plate containing eluate. Add 50 ul 1% HCl in MeOH,   
☒  15. Place on SPE Dry and evaporate to dryness at approx. 35°C.  
 SPE Dry ID: 66819   
☒  16. Reconstitute in 100µL 20% MeOH and heat seal plate with foil.   

Post-Analytic 
☒  1. Create batch and process data. 
☒  2.       Make necessary changes to integration limits   
☒  3.   Integration linear and R2 values ≥0.98 for each analyte. 
☒  4.   For unknown samples and controls: response ratio within 20% of average of controls and standards, RT within +/- 5% (tramadol RT +/-2%), 

S/N for primary transition >10 and secondary transitions >5.  
☒  5.   Did all QCs pass for each analyte?  Yes, see comments   Add Control data to QC tracking spreadsheet.  
☒  6.   Central File Packet to include:  LIMS Worklist, Method Checklist, Calibration and Control Reports. 
 
COMMENTS:  Mikel Buffaloe hands of the analyst.  The samples were injected 11/30/23 many compounds were out of the 
acquisition window; the acquisition method was updated, and the run was reinjected that set was evaluated.   
Curve limits 
6-MAM 0.5-25 cal 7 and 8 dropped due to accuracy 
Amphetamine 5-500 cal 8 dropped due to accuracy.  
Clonazepam 10-1000 cal 1 dropped due to poor response/peak shape. 
Cocaine 5-500 cal 8 dropped due to accuracy. 
Codeine 5-250 cal 7 and 8 dropped due to accuracy. 
Dihydrocodeine 5-500 cal 8 dropped due to accuracy. 
Hydromorphone 5-500 cal 8 dropped due to poor peak shape of internal standard. 
Ketamine 5-500 cal 8 dropped due to accuracy. 
Lorazepam 25-1000 cal 1 and 2 dropped due to poor peak shape and response. 
MDA 5-500 cal 8 dropped due to accuracy. 
Methamphetamine 5-500 cal 8 dropped due to accuracy. 
Norfentanyl 0.5-50 cal 8 dropped due to accuracy. 



Olanzapine 5-250 cal 7 and 8 dropped due to accuracy. 
Oxazepam 10-1000 poor cal 1 dropped due to poor response. 
Oxymorphone 5-500 cal 8 dropped due to accuracy. 
Phentermine 5-500 cal 8 dropped due to accuracy.  
 



1 2 3 4 5 6 7 8 9 10 11 12

A
IS + Cal. 1 IS + QC_1 2475-1 2638-1

B
IS + Cal. 2 IS + QC_2 2489-1

negative 
urine

C
IS + Cal. 3 IS + QC 3 2498-1 2580-2

D
IS + Cal. 4 IS + QC_4 2538-1 2473-1

E
IS + Cal. 5 IS + QC_2 2582-1

F
IS + Cal. 6

Negative 
blood

2586-1

G
IS + Cal. 7 2309-1 2609-2

H
IS + Cal. 8 2488-1 2655-1

blank in front plate position 2

c2023-____-_

























Compound Calibration Report

Page 1 of 67 Generated at 2:13 PM on 12/1/2023

Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte 6-MAM Internal Standard 6-MAM-D6

6-MAM - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 5 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.98578042
y = 0.030992 * x  + 0.002585

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.5 96.9
cal 2 mdq 2 ✔ 1.0 1.0 100.7
cal 3 mdq 3 ✔ 2.5 2.8 112.8
cal 4 mdq 4 ✔ 5.0 5.2 104.5
cal 5 mdq 5 ✔ 10.0 10.2 101.9
cal 6 mdq 6 ✔ 25.0 20.8 83.2
cal 7 mdq 7 ✗ 50.0 32.6 65.2
cal 8 mdq 8 ✗ 100.0 56.6 56.6
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Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte 7-aminoclonazepam Internal Standard 7-Aminoclonazepam-D4

7-aminoclonazepam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99790562
y = 0.020984 * x  - 0.008974

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 102.6
cal 2 mdq 2 ✔ 10.0 9.6 96.0
cal 3 mdq 3 ✔ 25.0 24.8 99.4
cal 4 mdq 4 ✔ 50.0 48.0 96.1
cal 5 mdq 5 ✔ 100.0 96.0 96.0
cal 6 mdq 6 ✔ 250.0 251.6 100.6
cal 7 mdq 7 ✔ 500.0 510.6 102.1
cal 8 mdq 8 ✔ 1000.0 1071.4 107.1



Compound Calibration Report
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Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte a-hydroxyalprazolam Internal Standard a-hydroxyalprazolam-
D5

a-hydroxyalprazolam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.98773797
y = 0.016077 * x  + 0.002808

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.6 92.8
cal 2 mdq 2 ✔ 10.0 11.1 110.7
cal 3 mdq 3 ✔ 25.0 26.0 104.1
cal 4 mdq 4 ✔ 50.0 55.4 110.8
cal 5 mdq 5 ✔ 100.0 103.7 103.7
cal 6 mdq 6 ✔ 250.0 223.8 89.5
cal 7 mdq 7 ✔ 500.0 515.6 103.1
cal 8 mdq 8 ✔ 1000.0 851.8 85.2
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Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte alpha-PHP Internal Standard MDA-D5

alpha-PHP - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.98999168
y = 0.010843 * x  - 0.007248

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.3 105.4
cal 2 mdq 2 ✔ 10.0 9.5 95.2
cal 3 mdq 3 ✔ 25.0 22.3 89.3
cal 4 mdq 4 ✔ 50.0 46.3 92.6
cal 5 mdq 5 ✔ 100.0 92.8 92.8
cal 6 mdq 6 ✔ 250.0 255.9 102.4
cal 7 mdq 7 ✔ 500.0 562.9 112.6
cal 8 mdq 8 ✔ 1000.0 1097.7 109.8
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Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte alpha-PVP Internal Standard alpha-PVP-d8

alpha-PVP - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.022328 * x  + 0.018391

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.7
cal 2 mdq 2 ✔ 10.0 10.2 102.4
cal 3 mdq 3 ✔ 25.0 26.4 105.4
cal 4 mdq 4 ✔ 50.0 53.6 107.3
cal 5 mdq 5 ✔ 100.0 107.8 107.8
cal 6 mdq 6 ✔ 250.0 258.1 103.2
cal 7 mdq 7 ✔ 500.0 476.7 95.3
cal 8 mdq 8 ✔ 1000.0 819.1 81.9



Compound Calibration Report

Page 6 of 67 Generated at 2:13 PM on 12/1/2023
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Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Alprazolam Internal Standard Alprazolam-D5

Alprazolam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.7
cal 2 mdq 2 ✔ 10.0 10.0 99.8
cal 3 mdq 3 ✔ 25.0 23.9 95.5
cal 4 mdq 4 ✔ 50.0 48.2 96.4
cal 5 mdq 5 ✔ 100.0 93.1 93.1
cal 6 mdq 6 ✔ 250.0 247.7 99.1
cal 7 mdq 7 ✔ 500.0 505.5 101.1
cal 8 mdq 8 ✔ 1000.0 1133.8 113.4
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Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Amphetamine Internal Standard Amphetamine-D11

Amphetamine - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.98578304
y = 0.027695 * x  + 0.038945

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.2
cal 2 mdq 2 ✔ 10.0 10.2 102.1
cal 3 mdq 3 ✔ 25.0 27.1 108.6
cal 4 mdq 4 ✔ 50.0 54.4 108.8
cal 5 mdq 5 ✔ 100.0 108.1 108.1
cal 6 mdq 6 ✔ 250.0 238.1 95.2
cal 7 mdq 7 ✔ 500.0 404.9 81.0
cal 8 mdq 8 ✗ 1000.0 665.0 66.5
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Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Benzoylecgonine Internal Standard Benzoylecgonine-d8

Benzoylecgonine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.3 106.0
cal 2 mdq 2 ✔ 10.0 9.8 97.5
cal 3 mdq 3 ✔ 25.0 25.9 103.5
cal 4 mdq 4 ✔ 50.0 45.5 91.0
cal 5 mdq 5 ✔ 100.0 105.6 105.6
cal 6 mdq 6 ✔ 250.0 246.5 98.6
cal 7 mdq 7 ✔ 500.0 476.3 95.3
cal 8 mdq 8 ✔ 1000.0 1025.2 102.5



Compound Calibration Report

Page 9 of 67 Generated at 2:13 PM on 12/1/2023

Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Buprenorphine Internal Standard Buprenorphine-D4

Buprenorphine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.5 99.1
cal 2 mdq 2 ✔ 1.0 1.0 102.3
cal 3 mdq 3 ✔ 2.5 2.5 98.2
cal 4 mdq 4 ✔ 5.0 5.0 99.6
cal 5 mdq 5 ✔ 10.0 10.3 103.4
cal 6 mdq 6 ✔ 25.0 25.8 103.2
cal 7 mdq 7 ✔ 50.0 47.8 95.7
cal 8 mdq 8 ✔ 100.0 98.6 98.6
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Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Bupropion Internal Standard Bupropion-D9

Bupropion - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 97.6
cal 2 mdq 2 ✔ 10.0 10.2 101.8
cal 3 mdq 3 ✔ 25.0 26.3 105.3
cal 4 mdq 4 ✔ 50.0 51.9 103.9
cal 5 mdq 5 ✔ 100.0 102.2 102.2
cal 6 mdq 6 ✔ 250.0 245.9 98.4
cal 7 mdq 7 ✔ 500.0 496.2 99.2
cal 8 mdq 8 ✔ 1000.0 916.1 91.6
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Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Carisoprodol Internal Standard Carisoprodol-D7

Carisoprodol - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 102.0
cal 2 mdq 2 ✔ 10.0 9.2 92.3
cal 3 mdq 3 ✔ 25.0 27.0 108.1
cal 4 mdq 4 ✔ 50.0 48.7 97.5
cal 5 mdq 5 ✔ 100.0 111.1 111.1
cal 6 mdq 6 ✔ 250.0 254.1 101.6
cal 7 mdq 7 ✔ 500.0 500.0 100.0
cal 8 mdq 8 ✔ 1000.0 875.0 87.5
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Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Citalopram Internal Standard Citalopram-D6

Citalopram - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.4
cal 2 mdq 2 ✔ 10.0 9.9 98.8
cal 3 mdq 3 ✔ 25.0 26.1 104.5
cal 4 mdq 4 ✔ 50.0 51.6 103.2
cal 5 mdq 5 ✔ 100.0 100.9 100.9
cal 6 mdq 6 ✔ 250.0 252.9 101.2
cal 7 mdq 7 ✔ 500.0 480.9 96.2
cal 8 mdq 8 ✔ 1000.0 958.9 95.9
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Analyst Name ISP\datastor

Analyte Clonazepam Internal Standard Clonazepam-D4

Clonazepam - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✗ 5.0 3.9 78.3
cal 2 mdq 2 ✔ 10.0 9.8 98.0
cal 3 mdq 3 ✔ 25.0 25.6 102.5
cal 4 mdq 4 ✔ 50.0 51.6 103.2
cal 5 mdq 5 ✔ 100.0 100.9 100.9
cal 6 mdq 6 ✔ 250.0 268.2 107.3
cal 7 mdq 7 ✔ 500.0 521.6 104.3
cal 8 mdq 8 ✔ 1000.0 836.9 83.7
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Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Clonazolam Internal Standard Temazepam-D5

Clonazolam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.98655059
y = 0.008066 * x  - 0.007127

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.3 106.2
cal 2 mdq 2 ✔ 10.0 9.4 94.3
cal 3 mdq 3 ✔ 25.0 21.7 86.8
cal 4 mdq 4 ✔ 50.0 45.3 90.7
cal 5 mdq 5 ✔ 100.0 99.2 99.2
cal 6 mdq 6 ✔ 250.0 257.8 103.1
cal 7 mdq 7 ✔ 500.0 596.9 119.4
cal 8 mdq 8 ✔ 1000.0 1003.6 100.4
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Analyst Name ISP\datastor

Analyte Cocaine Internal Standard Cocaine-d3

Cocaine - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99166200
y = 0.012900 * x  + 0.006793

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.2
cal 2 mdq 2 ✔ 10.0 9.8 98.3
cal 3 mdq 3 ✔ 25.0 27.6 110.2
cal 4 mdq 4 ✔ 50.0 53.0 106.0
cal 5 mdq 5 ✔ 100.0 104.5 104.5
cal 6 mdq 6 ✔ 250.0 240.8 96.3
cal 7 mdq 7 ✔ 500.0 432.7 86.5
cal 8 mdq 8 ✗ 1000.0 613.2 61.3
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Analyst Name ISP\datastor

Analyte Codeine Internal Standard Codeine-D6

Codeine - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.7 94.6
cal 2 mdq 2 ✔ 10.0 10.6 106.5
cal 3 mdq 3 ✔ 25.0 26.9 107.6
cal 4 mdq 4 ✔ 50.0 54.7 109.3
cal 5 mdq 5 ✔ 100.0 100.6 100.6
cal 6 mdq 6 ✔ 250.0 203.3 81.3
cal 7 mdq 7 ✗ 500.0 331.7 66.3
cal 8 mdq 8 ✗ 1000.0 497.7 49.8
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Analyst Name ISP\datastor

Analyte Cyclobenzaprine Internal Standard Cyclobenzaprine-D3

Cyclobenzaprine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99909785
y = 0.031915 * x  + 0.006756

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.4
cal 2 mdq 2 ✔ 10.0 10.2 101.6
cal 3 mdq 3 ✔ 25.0 25.7 102.8
cal 4 mdq 4 ✔ 50.0 50.9 101.7
cal 5 mdq 5 ✔ 100.0 102.6 102.6
cal 6 mdq 6 ✔ 250.0 248.7 99.5
cal 7 mdq 7 ✔ 500.0 478.0 95.6
cal 8 mdq 8 ✔ 1000.0 977.6 97.8
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Analyst Name ISP\datastor

Analyte Dextromethorphan Internal Standard Dextromethorphan-D3

Dextromethorphan - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
0 100 200 300 400 500 600 700 800 900 1000

Re
la

tiv
e 

Re
sp

on
se

s 1x10

-0.2
0

0.2
0.4
0.6
0.8

1
1.2
1.4
1.6
1.8

2
Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99961120
y = 0.021623 * x  - 0.004356

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.7
cal 2 mdq 2 ✔ 10.0 9.7 96.7
cal 3 mdq 3 ✔ 25.0 25.0 100.1
cal 4 mdq 4 ✔ 50.0 49.5 99.0
cal 5 mdq 5 ✔ 100.0 100.0 100.0
cal 6 mdq 6 ✔ 250.0 250.2 100.1
cal 7 mdq 7 ✔ 500.0 511.5 102.3
cal 8 mdq 8 ✔ 1000.0 1000.8 100.1
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Analyst Name ISP\datastor

Analyte Dextrorphan Internal Standard Dextrorphan-D3

Dextrorphan - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.021316 * x  + 2.754555E-004

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 97.9
cal 2 mdq 2 ✔ 10.0 10.1 101.0
cal 3 mdq 3 ✔ 25.0 24.4 97.4
cal 4 mdq 4 ✔ 50.0 51.0 102.0
cal 5 mdq 5 ✔ 100.0 100.9 100.9
cal 6 mdq 6 ✔ 250.0 250.6 100.2
cal 7 mdq 7 ✔ 500.0 506.5 101.3
cal 8 mdq 8 ✔ 1000.0 991.6 99.2
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Analyst Name ISP\datastor

Analyte Diazepam Internal Standard Diazepam-D5

Diazepam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.020850 * x  + 0.012839

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.3
cal 2 mdq 2 ✔ 10.0 10.2 101.8
cal 3 mdq 3 ✔ 25.0 25.8 103.2
cal 4 mdq 4 ✔ 50.0 50.0 100.1
cal 5 mdq 5 ✔ 100.0 102.7 102.7
cal 6 mdq 6 ✔ 250.0 256.0 102.4
cal 7 mdq 7 ✔ 500.0 498.6 99.7
cal 8 mdq 8 ✔ 1000.0 917.9 91.8
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Analyst Name ISP\datastor

Analyte Diphenhydramine Internal Standard Diphenhydramine-D3

Diphenhydramine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.022977 * x  + 0.005573

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.6
cal 2 mdq 2 ✔ 10.0 10.4 104.0
cal 3 mdq 3 ✔ 25.0 23.9 95.4
cal 4 mdq 4 ✔ 50.0 52.1 104.2
cal 5 mdq 5 ✔ 100.0 97.3 97.3
cal 6 mdq 6 ✔ 250.0 254.2 101.7
cal 7 mdq 7 ✔ 500.0 484.2 96.8
cal 8 mdq 8 ✔ 1000.0 1019.7 102.0
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Analyst Name ISP\datastor

Analyte Doxylamine Internal Standard Doxylamine-D5

Doxylamine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99958178
y = 0.028726 * x  + 0.001862

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.8
cal 2 mdq 2 ✔ 10.0 9.8 98.1
cal 3 mdq 3 ✔ 25.0 24.8 99.3
cal 4 mdq 4 ✔ 50.0 51.0 102.0
cal 5 mdq 5 ✔ 100.0 102.6 102.6
cal 6 mdq 6 ✔ 250.0 249.1 99.6
cal 7 mdq 7 ✔ 500.0 499.9 100.0
cal 8 mdq 8 ✔ 1000.0 975.8 97.6
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Analyst Name ISP\datastor

Analyte EDDP Internal Standard EDDP-D3

EDDP - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.021064 * x  - 0.009411

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.9
cal 2 mdq 2 ✔ 10.0 9.9 99.5
cal 3 mdq 3 ✔ 25.0 25.5 101.9
cal 4 mdq 4 ✔ 50.0 50.2 100.3
cal 5 mdq 5 ✔ 100.0 100.1 100.1
cal 6 mdq 6 ✔ 250.0 248.6 99.5
cal 7 mdq 7 ✔ 500.0 494.5 98.9
cal 8 mdq 8 ✔ 1000.0 1000.5 100.0
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Analyst Name ISP\datastor

Analyte Etizolam Internal Standard Diazepam-D5

Etizolam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.98817607
y = 0.004781 * x  - 0.004587

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.4 108.7
cal 2 mdq 2 ✔ 10.0 8.8 87.8
cal 3 mdq 3 ✔ 25.0 22.3 89.3
cal 4 mdq 4 ✔ 50.0 48.1 96.2
cal 5 mdq 5 ✔ 100.0 94.7 94.7
cal 6 mdq 6 ✔ 250.0 259.3 103.7
cal 7 mdq 7 ✔ 500.0 525.1 105.0
cal 8 mdq 8 ✔ 1000.0 1145.2 114.5
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Analyst Name ISP\datastor

Analyte Fentanyl Internal Standard Fentanyl-D5

Fentanyl - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99398036
y = 0.020717 * x  + 1.120048E-004

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.5 97.1
cal 2 mdq 2 ✔ 1.0 1.1 109.5
cal 3 mdq 3 ✔ 2.5 2.4 95.5
cal 4 mdq 4 ✔ 5.0 4.5 89.2
cal 5 mdq 5 ✔ 10.0 10.0 99.8
cal 6 mdq 6 ✔ 25.0 25.4 101.5
cal 7 mdq 7 ✔ 50.0 54.4 108.9
cal 8 mdq 8 ✔ 100.0 98.6 98.6
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Analyst Name ISP\datastor

Analyte Xylazine Internal Standard Xylazine - D6

Xylazine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
0 100 200 300 400 500 600 700 800 900 1000

Re
la

tiv
e 

Re
sp

on
se

s

-0.5
0

0.5
1

1.5
2

2.5
3

3.5
4

4.5
5

5.5
Type:Linear, Origin:Ignore, Weight:1/x
R^2 = 0.99692111
y = 0.005686 * x  + 0.009151

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.2 84.4
cal 2 mdq 2 ✔ 10.0 9.0 90.4
cal 3 mdq 3 ✔ 25.0 25.1 100.2
cal 4 mdq 4 ✔ 50.0 56.0 111.9
cal 5 mdq 5 ✔ 100.0 106.1 106.1
cal 6 mdq 6 ✔ 250.0 275.7 110.3
cal 7 mdq 7 ✔ 500.0 502.8 100.6
cal 8 mdq 8 ✔ 1000.0 961.1 96.1
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Analyst Name ISP\datastor

Analyte Fluoxetine Internal Standard Fluoxetine-D6

Fluoxetine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99928468
y = 0.027471 * x  + 0.009935

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.8
cal 2 mdq 2 ✔ 10.0 9.9 99.0
cal 3 mdq 3 ✔ 25.0 25.5 101.9
cal 4 mdq 4 ✔ 50.0 51.7 103.4
cal 5 mdq 5 ✔ 100.0 100.0 100.0
cal 6 mdq 6 ✔ 250.0 250.8 100.3
cal 7 mdq 7 ✔ 500.0 501.0 100.2
cal 8 mdq 8 ✔ 1000.0 953.9 95.4
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Analyst Name ISP\datastor

Analyte Hydrocodone Internal Standard Hydrocodone-D6

Hydrocodone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99085041
y = 0.014697 * x  + 0.016972

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 97.0
cal 2 mdq 2 ✔ 10.0 10.2 101.9
cal 3 mdq 3 ✔ 25.0 26.1 104.5
cal 4 mdq 4 ✔ 50.0 55.0 110.0
cal 5 mdq 5 ✔ 100.0 103.3 103.3
cal 6 mdq 6 ✔ 250.0 267.3 106.9
cal 7 mdq 7 ✔ 500.0 454.3 90.9
cal 8 mdq 8 ✔ 1000.0 854.9 85.5
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Analyst Name ISP\datastor

Analyte Hydromorphone Internal Standard Hydromorphone-D6

Hydromorphone - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.2 103.7
cal 2 mdq 2 ✔ 10.0 9.4 94.2
cal 3 mdq 3 ✔ 25.0 23.7 94.7
cal 4 mdq 4 ✔ 50.0 51.2 102.3
cal 5 mdq 5 ✔ 100.0 101.1 101.1
cal 6 mdq 6 ✔ 250.0 243.3 97.3
cal 7 mdq 7 ✔ 500.0 533.5 106.7
cal 8 mdq 8 ✗ 1000.0 1241.8 124.2
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Analyst Name ISP\datastor

Analyte Ketamine Internal Standard Ketamine-D4

Ketamine - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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y = 0.022698 * x  + 0.008189

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 97.0
cal 2 mdq 2 ✔ 10.0 10.2 101.9
cal 3 mdq 3 ✔ 25.0 26.5 106.2
cal 4 mdq 4 ✔ 50.0 53.6 107.1
cal 5 mdq 5 ✔ 100.0 106.7 106.7
cal 6 mdq 6 ✔ 250.0 238.3 95.3
cal 7 mdq 7 ✔ 500.0 428.8 85.8
cal 8 mdq 8 ✗ 1000.0 697.9 69.8
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Analyst Name ISP\datastor

Analyte Lamotrigine Internal Standard Amphetamine-D11

Lamotrigine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
0 100 200 300 400 500 600 700 800 900 1000

Re
la

tiv
e 

Re
sp

on
se

s

-0.2
0

0.2
0.4
0.6
0.8

1
1.2
1.4
1.6
1.8

2
2.2
2.4 Type:Linear, Origin:Ignore, Weight:1/x^2

R^2 = 0.99590237
y = 0.002705 * x  + 0.003352

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.7
cal 2 mdq 2 ✔ 10.0 9.8 97.9
cal 3 mdq 3 ✔ 25.0 25.5 102.1
cal 4 mdq 4 ✔ 50.0 53.1 106.2
cal 5 mdq 5 ✔ 100.0 105.8 105.8
cal 6 mdq 6 ✔ 250.0 257.9 103.2
cal 7 mdq 7 ✔ 500.0 474.9 95.0
cal 8 mdq 8 ✔ 1000.0 900.1 90.0
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Analyst Name ISP\datastor

Analyte Lorazepam Internal Standard Diazepam-D5

Lorazepam - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 5 QCs

Relative Concentration
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y = 0.001780 * x  + 0.015552

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✗ 5.0 0.0 0.0
cal 2 mdq 2 ✗ 10.0 5.6 56.0
cal 3 mdq 3 ✔ 25.0 25.0 100.2
cal 4 mdq 4 ✔ 50.0 49.5 98.9
cal 5 mdq 5 ✔ 100.0 101.5 101.5
cal 6 mdq 6 ✔ 250.0 253.2 101.3
cal 7 mdq 7 ✔ 500.0 478.2 95.6
cal 8 mdq 8 ✔ 1000.0 1024.4 102.4
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Analyst Name ISP\datastor

Analyte MDA Internal Standard MDA-D5

MDA - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 97.0
cal 2 mdq 2 ✔ 10.0 10.2 102.2
cal 3 mdq 3 ✔ 25.0 26.8 107.4
cal 4 mdq 4 ✔ 50.0 51.7 103.5
cal 5 mdq 5 ✔ 100.0 105.6 105.6
cal 6 mdq 6 ✔ 250.0 243.1 97.3
cal 7 mdq 7 ✔ 500.0 435.6 87.1
cal 8 mdq 8 ✗ 1000.0 741.2 74.1
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Analyst Name ISP\datastor

Analyte MDMA Internal Standard MDMA-D6

MDMA - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.103715 * x  - 0.003183

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 102.2
cal 2 mdq 2 ✔ 10.0 9.6 95.6
cal 3 mdq 3 ✔ 25.0 25.0 99.8
cal 4 mdq 4 ✔ 50.0 50.2 100.4
cal 5 mdq 5 ✔ 100.0 100.9 100.9
cal 6 mdq 6 ✔ 250.0 242.8 97.1
cal 7 mdq 7 ✔ 500.0 509.9 102.0
cal 8 mdq 8 ✔ 1000.0 1019.7 102.0
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Analyst Name ISP\datastor

Analyte Meprobamate Internal Standard Meprobamate-D7

Meprobamate - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.023449 * x  + 0.018633

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.4
cal 2 mdq 2 ✔ 10.0 9.6 95.8
cal 3 mdq 3 ✔ 25.0 24.9 99.7
cal 4 mdq 4 ✔ 50.0 52.1 104.2
cal 5 mdq 5 ✔ 100.0 106.6 106.6
cal 6 mdq 6 ✔ 250.0 259.2 103.7
cal 7 mdq 7 ✔ 500.0 474.6 94.9
cal 8 mdq 8 ✔ 1000.0 936.4 93.6
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Analyst Name ISP\datastor

Analyte Methadone Internal Standard Methadone-D9

Methadone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99867434
y = 0.026984 * x  + 0.001734

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.2
cal 2 mdq 2 ✔ 10.0 10.1 101.0
cal 3 mdq 3 ✔ 25.0 24.9 99.6
cal 4 mdq 4 ✔ 50.0 51.7 103.5
cal 5 mdq 5 ✔ 100.0 100.0 100.0
cal 6 mdq 6 ✔ 250.0 251.5 100.6
cal 7 mdq 7 ✔ 500.0 515.1 103.0
cal 8 mdq 8 ✔ 1000.0 931.6 93.2
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Analyst Name ISP\datastor

Analyte Methamphetamine Internal Standard Methamphetamine-D11

Methamphetamine - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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y = 0.026156 * x  + 0.096593

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 95.8
cal 2 mdq 2 ✔ 10.0 10.3 103.3
cal 3 mdq 3 ✔ 25.0 27.2 108.6
cal 4 mdq 4 ✔ 50.0 54.0 108.1
cal 5 mdq 5 ✔ 100.0 105.8 105.8
cal 6 mdq 6 ✔ 250.0 236.7 94.7
cal 7 mdq 7 ✔ 500.0 418.6 83.7
cal 8 mdq 8 ✗ 1000.0 708.2 70.8
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Analyst Name ISP\datastor

Analyte Metoprolol Internal Standard MDA-D5

Metoprolol - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99613997
y = 0.006645 * x  - 0.001558

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.2 103.1
cal 2 mdq 2 ✔ 10.0 9.6 95.9
cal 3 mdq 3 ✔ 25.0 23.8 95.3
cal 4 mdq 4 ✔ 50.0 48.3 96.7
cal 5 mdq 5 ✔ 100.0 100.4 100.4
cal 6 mdq 6 ✔ 250.0 265.6 106.3
cal 7 mdq 7 ✔ 500.0 541.7 108.3
cal 8 mdq 8 ✔ 1000.0 940.5 94.1
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Analyst Name ISP\datastor

Analyte Mirtazapine Internal Standard Cyclobenzaprine-D3

Mirtazapine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.046270 * x  + 0.056651

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.5
cal 2 mdq 2 ✔ 10.0 10.2 102.4
cal 3 mdq 3 ✔ 25.0 27.1 108.5
cal 4 mdq 4 ✔ 50.0 52.5 105.0
cal 5 mdq 5 ✔ 100.0 104.7 104.7
cal 6 mdq 6 ✔ 250.0 252.4 101.0
cal 7 mdq 7 ✔ 500.0 444.4 88.9
cal 8 mdq 8 ✔ 1000.0 931.2 93.1
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Analyst Name ISP\datastor

Analyte Mitragynine Internal Standard Pseudoephedrine-D3

Mitragynine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.6
cal 2 mdq 2 ✔ 10.0 9.9 98.8
cal 3 mdq 3 ✔ 25.0 28.8 115.4
cal 4 mdq 4 ✔ 50.0 54.5 109.0
cal 5 mdq 5 ✔ 100.0 105.7 105.7
cal 6 mdq 6 ✔ 250.0 245.0 98.0
cal 7 mdq 7 ✔ 500.0 455.0 91.0
cal 8 mdq 8 ✔ 1000.0 856.4 85.6
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Analyst Name ISP\datastor

Analyte Morphine Internal Standard Morphine-D6

Morphine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.071219 * x  + 0.049937

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 97.6
cal 2 mdq 2 ✔ 10.0 10.2 101.9
cal 3 mdq 3 ✔ 25.0 26.5 106.1
cal 4 mdq 4 ✔ 50.0 52.3 104.7
cal 5 mdq 5 ✔ 100.0 95.7 95.7
cal 6 mdq 6 ✔ 250.0 255.5 102.2
cal 7 mdq 7 ✔ 500.0 488.0 97.6
cal 8 mdq 8 ✔ 1000.0 943.2 94.3
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Analyst Name ISP\datastor

Analyte Norbuprenorphine Internal Standard Norbuprenorphine-D3

Norbuprenorphine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99917514
y = 0.060062 * x  + 0.006632

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.6 115.6
cal 2 mdq 2 ✔ 1.0 0.9 94.8
cal 3 mdq 3 ✔ 2.5 2.6 102.0
cal 4 mdq 4 ✔ 5.0 4.6 93.0
cal 5 mdq 5 ✔ 10.0 9.7 96.8
cal 6 mdq 6 ✔ 25.0 24.5 97.9
cal 7 mdq 7 ✔ 50.0 48.8 97.5
cal 8 mdq 8 ✔ 100.0 102.3 102.3
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Analyst Name ISP\datastor

Analyte Nordiazepam Internal Standard Nordiazepam-D5

Nordiazepam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 102.5
cal 2 mdq 2 ✔ 10.0 9.7 96.8
cal 3 mdq 3 ✔ 25.0 25.0 100.0
cal 4 mdq 4 ✔ 50.0 46.2 92.4
cal 5 mdq 5 ✔ 100.0 96.4 96.4
cal 6 mdq 6 ✔ 250.0 254.3 101.7
cal 7 mdq 7 ✔ 500.0 508.3 101.7
cal 8 mdq 8 ✔ 1000.0 1085.9 108.6
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Analyst Name ISP\datastor

Analyte Norfentanyl Internal Standard Norfentanyl-D5

Norfentanyl - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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y = 0.007418 * x  + 4.324767E-004

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.5 97.1
cal 2 mdq 2 ✔ 1.0 1.0 103.1
cal 3 mdq 3 ✔ 2.5 2.6 104.3
cal 4 mdq 4 ✔ 5.0 5.2 103.9
cal 5 mdq 5 ✔ 10.0 10.4 104.4
cal 6 mdq 6 ✔ 25.0 24.6 98.5
cal 7 mdq 7 ✔ 50.0 44.4 88.7
cal 8 mdq 8 ✗ 100.0 74.1 74.1
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Analyst Name ISP\datastor

Analyte Norhydrocodone Internal Standard Norhydrocodone-D3

Norhydrocodone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
0 100 200 300 400 500 600 700 800 900 1000

Re
la

tiv
e 

Re
sp

on
se

s 1x10

0
0.1
0.2
0.3
0.4
0.5
0.6
0.7
0.8
0.9

Type:Linear, Origin:Ignore, Weight:1/x^2
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y = 0.009708 * x  - 0.011952

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.3 105.8
cal 2 mdq 2 ✔ 10.0 9.3 93.0
cal 3 mdq 3 ✔ 25.0 23.2 92.6
cal 4 mdq 4 ✔ 50.0 45.1 90.2
cal 5 mdq 5 ✔ 100.0 98.7 98.7
cal 6 mdq 6 ✔ 250.0 263.0 105.2
cal 7 mdq 7 ✔ 500.0 551.3 110.3
cal 8 mdq 8 ✔ 1000.0 1042.3 104.2
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Analyst Name ISP\datastor

Analyte Noroxycodone Internal Standard Noroxycodone-D3

Noroxycodone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99663900
y = 0.026156 * x  + 0.004054

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.4
cal 2 mdq 2 ✔ 10.0 10.1 100.8
cal 3 mdq 3 ✔ 25.0 25.8 103.0
cal 4 mdq 4 ✔ 50.0 51.6 103.3
cal 5 mdq 5 ✔ 100.0 108.9 108.9
cal 6 mdq 6 ✔ 250.0 234.0 93.6
cal 7 mdq 7 ✔ 500.0 474.0 94.8
cal 8 mdq 8 ✔ 1000.0 971.6 97.2
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Analyst Name ISP\datastor

Analyte O-desmethyl-tramadol Internal Standard O-desmethyl-tramadol-
D6

O-desmethyl-tramadol - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.020914 * x  + 0.005779

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 98.7
cal 2 mdq 2 ✔ 10.0 10.0 99.9
cal 3 mdq 3 ✔ 25.0 26.1 104.6
cal 4 mdq 4 ✔ 50.0 51.5 103.0
cal 5 mdq 5 ✔ 100.0 103.8 103.8
cal 6 mdq 6 ✔ 250.0 255.9 102.4
cal 7 mdq 7 ✔ 500.0 492.8 98.6
cal 8 mdq 8 ✔ 1000.0 891.1 89.1
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Analyst Name ISP\datastor

Analyte Oxazepam Internal Standard Oxazepam-D5

Oxazepam - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✗ 5.0 4.7 93.9
cal 2 mdq 2 ✔ 10.0 10.6 105.7
cal 3 mdq 3 ✔ 25.0 22.1 88.4
cal 4 mdq 4 ✔ 50.0 46.4 92.8
cal 5 mdq 5 ✔ 100.0 100.2 100.2
cal 6 mdq 6 ✔ 250.0 277.1 110.9
cal 7 mdq 7 ✔ 500.0 455.0 91.0
cal 8 mdq 8 ✔ 1000.0 1110.2 111.0
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Analyst Name ISP\datastor

Analyte Oxycodone Internal Standard Oxycodone-D6

Oxycodone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 97.0
cal 2 mdq 2 ✔ 10.0 10.1 101.4
cal 3 mdq 3 ✔ 25.0 26.7 106.9
cal 4 mdq 4 ✔ 50.0 53.3 106.6
cal 5 mdq 5 ✔ 100.0 107.1 107.1
cal 6 mdq 6 ✔ 250.0 256.2 102.5
cal 7 mdq 7 ✔ 500.0 476.9 95.4
cal 8 mdq 8 ✔ 1000.0 831.2 83.1
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Analyst Name ISP\datastor

Analyte Oxymorphone Internal Standard Oxymorphone-D3

Oxymorphone - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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y = 0.024979 * x  + 0.011464

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.3
cal 2 mdq 2 ✔ 10.0 9.8 98.2
cal 3 mdq 3 ✔ 25.0 26.1 104.4
cal 4 mdq 4 ✔ 50.0 53.3 106.5
cal 5 mdq 5 ✔ 100.0 104.9 104.9
cal 6 mdq 6 ✔ 250.0 244.0 97.6
cal 7 mdq 7 ✔ 500.0 445.5 89.1
cal 8 mdq 8 ✗ 1000.0 706.2 70.6
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Analyst Name ISP\datastor

Analyte Phentermine Internal Standard Phentermine-D5

Phentermine - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.98915815
y = 0.007857 * x  + 0.005686

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.9
cal 2 mdq 2 ✔ 10.0 10.0 100.3
cal 3 mdq 3 ✔ 25.0 27.8 111.3
cal 4 mdq 4 ✔ 50.0 54.3 108.6
cal 5 mdq 5 ✔ 100.0 100.0 100.0
cal 6 mdq 6 ✔ 250.0 247.1 98.8
cal 7 mdq 7 ✔ 500.0 420.0 84.0
cal 8 mdq 8 ✗ 1000.0 620.0 62.0



Compound Calibration Report

Page 52 of 67 Generated at 2:13 PM on 12/1/2023

Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Promethazine Internal Standard Promethazine-D3

Promethazine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Type:Linear, Origin:Ignore, Weight:1/x^2
R^2 = 0.99103596
y = 0.022962 * x  - 0.017294

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.2 104.4
cal 2 mdq 2 ✔ 10.0 9.5 95.3
cal 3 mdq 3 ✔ 25.0 23.4 93.5
cal 4 mdq 4 ✔ 50.0 47.3 94.6
cal 5 mdq 5 ✔ 100.0 93.1 93.1
cal 6 mdq 6 ✔ 250.0 239.0 95.6
cal 7 mdq 7 ✔ 500.0 575.9 115.2
cal 8 mdq 8 ✔ 1000.0 1082.1 108.2
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Analyst Name ISP\datastor

Analyte Quetiapine Internal Standard Quetiapine-D8

Quetiapine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.7 94.1
cal 2 mdq 2 ✔ 10.0 10.5 104.8
cal 3 mdq 3 ✔ 25.0 27.9 111.5
cal 4 mdq 4 ✔ 50.0 55.1 110.2
cal 5 mdq 5 ✔ 100.0 107.6 107.6
cal 6 mdq 6 ✔ 250.0 244.8 97.9
cal 7 mdq 7 ✔ 500.0 446.5 89.3
cal 8 mdq 8 ✔ 1000.0 845.2 84.5
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Analyst Name ISP\datastor

Analyte Sertraline Internal Standard Sertraline-D3

Sertraline - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99648512
y = 0.023464 * x  - 0.011265

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.3
cal 2 mdq 2 ✔ 10.0 10.4 104.3
cal 3 mdq 3 ✔ 25.0 23.9 95.5
cal 4 mdq 4 ✔ 50.0 48.5 97.1
cal 5 mdq 5 ✔ 100.0 94.7 94.7
cal 6 mdq 6 ✔ 250.0 239.8 95.9
cal 7 mdq 7 ✔ 500.0 524.0 104.8
cal 8 mdq 8 ✔ 1000.0 1084.0 108.4
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Analyst Name ISP\datastor

Analyte Temazepam Internal Standard Temazepam-D5

Temazepam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99767860
y = 0.023654 * x  - 0.009656

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 102.9
cal 2 mdq 2 ✔ 10.0 9.5 94.6
cal 3 mdq 3 ✔ 25.0 25.0 99.9
cal 4 mdq 4 ✔ 50.0 49.6 99.2
cal 5 mdq 5 ✔ 100.0 96.7 96.7
cal 6 mdq 6 ✔ 250.0 248.9 99.6
cal 7 mdq 7 ✔ 500.0 542.4 108.5
cal 8 mdq 8 ✔ 1000.0 986.1 98.6
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Analyst Name ISP\datastor

Analyte Tramadol Internal Standard Tramadol-13C-D3

Tramadol - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99154997
y = 7.318923E-004 * x  + 5.766661E-004

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 97.3
cal 2 mdq 2 ✔ 10.0 10.1 101.0
cal 3 mdq 3 ✔ 25.0 26.1 104.5
cal 4 mdq 4 ✔ 50.0 55.0 110.1
cal 5 mdq 5 ✔ 100.0 107.0 107.0
cal 6 mdq 6 ✔ 250.0 251.9 100.7
cal 7 mdq 7 ✔ 500.0 474.7 94.9
cal 8 mdq 8 ✔ 1000.0 843.7 84.4
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Analyst Name ISP\datastor

Analyte Trazodone Internal Standard Trazodone-D6

Trazodone - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.9 97.0
cal 2 mdq 2 ✔ 10.0 10.3 103.0
cal 3 mdq 3 ✔ 25.0 26.2 104.7
cal 4 mdq 4 ✔ 50.0 51.7 103.3
cal 5 mdq 5 ✔ 100.0 105.7 105.7
cal 6 mdq 6 ✔ 250.0 246.8 98.7
cal 7 mdq 7 ✔ 500.0 478.3 95.7
cal 8 mdq 8 ✔ 1000.0 917.9 91.8
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Analyst Name ISP\datastor

Analyte Venlafaxine Internal Standard Venlafaxine-D6

Venlafaxine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99856871
y = 0.017484 * x  - 0.020207

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.8 115.8
cal 2 mdq 2 ✔ 10.0 10.2 102.2
cal 3 mdq 3 ✔ 25.0 24.3 97.1
cal 4 mdq 4 ✔ 50.0 47.2 94.3
cal 5 mdq 5 ✔ 100.0 95.3 95.3
cal 6 mdq 6 ✔ 250.0 235.0 94.0
cal 7 mdq 7 ✔ 500.0 491.4 98.3
cal 8 mdq 8 ✔ 1000.0 1030.9 103.1
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Analyst Name ISP\datastor

Analyte Zolpidem Internal Standard Zolpidem-D6

Zolpidem - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.022858 * x  + 0.001615

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 102.1
cal 2 mdq 2 ✔ 10.0 9.6 96.0
cal 3 mdq 3 ✔ 25.0 24.8 99.3
cal 4 mdq 4 ✔ 50.0 49.9 99.9
cal 5 mdq 5 ✔ 100.0 101.4 101.4
cal 6 mdq 6 ✔ 250.0 244.6 97.9
cal 7 mdq 7 ✔ 500.0 494.0 98.8
cal 8 mdq 8 ✔ 1000.0 1046.8 104.7
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Analyst Name ISP\datastor

Analyte Pseudoephedrine Internal Standard Pseudoephedrine-D3

Pseudoephedrine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99982060
y = 0.023226 * x  - 0.005011

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.8
cal 2 mdq 2 ✔ 10.0 9.8 98.2
cal 3 mdq 3 ✔ 25.0 25.3 101.3
cal 4 mdq 4 ✔ 50.0 49.1 98.3
cal 5 mdq 5 ✔ 100.0 100.4 100.4
cal 6 mdq 6 ✔ 250.0 249.8 99.9
cal 7 mdq 7 ✔ 500.0 501.2 100.2
cal 8 mdq 8 ✔ 1000.0 1008.2 100.8
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Analyst Name ISP\datastor

Analyte Olanzapine Internal Standard Olanzapine-d8

Olanzapine - 8 Levels, 6 Levels Used, 8 Points, 6 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99627498
y = 0.037291 * x  + 0.017691

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 100.4
cal 2 mdq 2 ✔ 10.0 9.6 95.9
cal 3 mdq 3 ✔ 25.0 26.8 107.0
cal 4 mdq 4 ✔ 50.0 51.9 103.8
cal 5 mdq 5 ✔ 100.0 99.4 99.4
cal 6 mdq 6 ✔ 250.0 233.5 93.4
cal 7 mdq 7 ✗ 500.0 371.1 74.2
cal 8 mdq 8 ✗ 1000.0 585.1 58.5



Compound Calibration Report

Page 62 of 67 Generated at 2:13 PM on 12/1/2023

Batch results D:\MassHunter\Data\2023\am 27-28\113023\QuantResults\mdqr.batch.bin
Last Cal. Update 12/1/2023 11:57 AM
Analyst Name ISP\datastor

Analyte Dihydrocodeine Internal Standard Dihydrocodeine-D6

Dihydrocodeine - 8 Levels, 7 Levels Used, 8 Points, 7 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.98571347
y = 0.016678 * x  + 0.019577

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.8 96.7
cal 2 mdq 2 ✔ 10.0 10.0 100.4
cal 3 mdq 3 ✔ 25.0 27.3 109.3
cal 4 mdq 4 ✔ 50.0 56.7 113.4
cal 5 mdq 5 ✔ 100.0 103.2 103.2
cal 6 mdq 6 ✔ 250.0 235.8 94.3
cal 7 mdq 7 ✔ 500.0 413.2 82.6
cal 8 mdq 8 ✗ 1000.0 725.8 72.6
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Analyst Name ISP\datastor

Analyte Fluorofentanyl Internal Standard Fluorofentanyl-D5

Fluorofentanyl - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 0.5 0.6 126.3
cal 2 mdq 2 ✔ 1.0 1.0 98.9
cal 3 mdq 3 ✔ 2.5 2.7 106.4
cal 4 mdq 4 ✔ 5.0 4.3 86.1
cal 5 mdq 5 ✔ 10.0 8.5 84.8
cal 6 mdq 6 ✔ 25.0 20.5 81.9
cal 7 mdq 7 ✔ 50.0 59.2 118.4
cal 8 mdq 8 ✔ 100.0 97.3 97.3
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Analyst Name ISP\datastor

Analyte Duloxetine Internal Standard Duloxetine-d3

Duloxetine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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y = 0.031625 * x  + 0.003384

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.3 105.2
cal 2 mdq 2 ✔ 10.0 8.9 88.8
cal 3 mdq 3 ✔ 25.0 24.5 97.9
cal 4 mdq 4 ✔ 50.0 53.0 106.0
cal 5 mdq 5 ✔ 100.0 103.7 103.7
cal 6 mdq 6 ✔ 250.0 250.5 100.2
cal 7 mdq 7 ✔ 500.0 531.9 106.4
cal 8 mdq 8 ✔ 1000.0 917.1 91.7
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Analyst Name ISP\datastor

Analyte Hydroxyzine Internal Standard Diphenhydramine-D3

Hydroxyzine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 4.7 93.9
cal 2 mdq 2 ✔ 10.0 10.7 106.9
cal 3 mdq 3 ✔ 25.0 26.4 105.7
cal 4 mdq 4 ✔ 50.0 57.7 115.5
cal 5 mdq 5 ✔ 100.0 104.6 104.6
cal 6 mdq 6 ✔ 250.0 227.8 91.1
cal 7 mdq 7 ✔ 500.0 460.8 92.2
cal 8 mdq 8 ✔ 1000.0 900.8 90.1
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Analyst Name ISP\datastor

Analyte Bromazolam Internal Standard Bromazolam-D5

Bromazolam - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99792786
y = 0.024524 * x  - 0.006433

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.1 101.6
cal 2 mdq 2 ✔ 10.0 9.9 98.9
cal 3 mdq 3 ✔ 25.0 24.4 97.6
cal 4 mdq 4 ✔ 50.0 46.9 93.8
cal 5 mdq 5 ✔ 100.0 101.0 101.0
cal 6 mdq 6 ✔ 250.0 257.6 103.0
cal 7 mdq 7 ✔ 500.0 487.3 97.5
cal 8 mdq 8 ✔ 1000.0 1066.9 106.7
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Analyst Name ISP\datastor

Analyte O-Desmethylvenlafaxine Internal Standard O-
Desmethylvenlafaxine-
d6

O-Desmethylvenlafaxine - 8 Levels, 8 Levels Used, 8 Points, 8 Points Used, 5 QCs

Relative Concentration
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R^2 = 0.99876610
y = 0.025466 * x  - 0.001046

Sample Level Enabled Expected
Concentration

Final Concentration Accuracy

cal 1 mdq 1 ✔ 5.0 5.0 99.6
cal 2 mdq 2 ✔ 10.0 9.9 99.4
cal 3 mdq 3 ✔ 25.0 25.6 102.5
cal 4 mdq 4 ✔ 50.0 50.3 100.6
cal 5 mdq 5 ✔ 100.0 102.5 102.5
cal 6 mdq 6 ✔ 250.0 257.6 103.0
cal 7 mdq 7 ✔ 500.0 493.3 98.7
cal 8 mdq 8 ✔ 1000.0 936.4 93.6



































Idaho State Police 
Forensic Services 
 
Request for Departure from an Analytical Method or Quality Standard 
 
Deviation Number (assigned by QM): ISP Dev QUAL-23-02 
 
Date of Request: 8/8/23   
 
Requestor/Discipline:  Anne Nord / Quality manual 
 
Analytical Method/Quality Standard, Revision #:  Quality manual Revision 9 
16.2.5c.2.6 Training in the use and understanding of analytical methods shall include the 
analysis of training samples. The trainee may, under the direct observation of a 
competent analyst, handle case samples, but the trainer will make all conclusions and 
must be present and observe all aspects of the work (the trainee works as the hands of the 
trainer). All evidence in the “hands of the trainer” process will be checked out by the 
trainer and the chain of custody shall be maintained in the name of the trainer/trained 
analyst. Probative samples may be independently handled by the trainee if the evidence 
can be analyzed without changing it (e.g. comparison of latent prints or bullets). 
Examination reports shall be based solely on examinations performed by or directly 
observed by approved analysts. The report will be issued by the trainer/trained analyst. 
The analytical notes will clearly indicate the samples handled by the trainee. In the case 
of controlled substances, if an additional training sample is taken it will be stored in a 
secure locked location (either a drug locker or the controlled substance cabinet) 
 
 
Temporary or Permanent Deviation: Permanent until the next version of the quality 

manual is released and analytical notes can be defined. 
 
 
Scope of Deviation (record specific information, e.g. affected programs, evidence types, 
expected end date; etc): Documentation for hands of the trainer, in case records.  
 
 
Deviation Request (Describe detailed instructions of the changes being made; include 
reference to specific section number(s) in the method manual): 
The quality manual currently requires that documentation that the trainee handled 
samples will be in the “analytical notes”  the manual does not further define what is 
meant by analytical notes.  I am requesting to document this in the case notes that are 
attached in ILIMS or if there is batch data associated with the analysis it may be 
documented in the central batch data. 
 
Technical Justification for Analytical Method Deviations:  The batch data and the notes 
packet are both part of the case record.  They both provide a path to clear documentation 
of what the trainee handled or did. 
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Technical Review 
 

 Departure approved 
  Comments:  
 
 

 Departure Not Approved 
   Comments:       
                                               
Approver:     Date:  
Title: 
 
Quality Review 
 
Quality Approver: Corinna Owsley 
Title:  Acting Quality Manager 
Date:  8-8-23   
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