
3/9/2015

Worklist: 613

LAB_CASE ITEM TASK_ID DESCRIPTION

M2015-0096 2  29663 3.10.1 Blood confirmation Carboxy THC

M2015-0146 3  29664 3.10.1 Blood confirmation Carboxy THC

M2015-0184 1  29666 3.10.1 Blood confirmation Carboxy THC

M2015-0213 2  29667 3.10.1 Blood confirmation Carboxy THC

M2015-0502 3  29668 3.10.1 Blood confirmation Carboxy THC

M2015-0525 2  29669 3.10.1 Blood confirmation Carboxy THC

P2015-0457 1  29644 3.10.1 Blood confirmation Carboxy THC

P2015-0478 1  29646 3.10.1 Blood confirmation Carboxy THC

P2015-0485 1  29647 3.10.1 Blood confirmation Carboxy THC

P2015-0486 1  29649 3.10.1 Blood confirmation Carboxy THC

P2015-0487 1  29650 3.10.1 Blood confirmation Carboxy THC

P2015-0501 1  29654 3.10.1 Blood confirmation Carboxy THC

P2015-0509 1  29655 3.10.1 Blood confirmation Carboxy THC

P2015-0516 1  29657 3.10.1 Blood confirmation Carboxy THC

P2015-0520 1  29658 3.10.1 Blood confirmation Carboxy THC

P2015-0526 1  29659 3.10.1 Blood confirmation Carboxy THC

1

Reviewed on 3-13-15
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File       :C:\gcms\1\data\Blood\030915MJ\Blank1.D
Operator   : Pocatello Laboratory
Acquired   :  9 Mar 2015  15:05     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 100
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Abundance Ion 371.00 (370.70 to 371.70): Blank1.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank1.D\data.ms
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File       :C:\gcms\1\data\Blood\030915MJ\High Control-1-fs.D
Operator   : Pocatello Laboratory
Acquired   :  9 Mar 2015  15:20     using AcqMethod CANNFS-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 10
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1-fs.D\data.ms
 8.897Ion 380.00 (379.70 to 380.70): High Control-1-fs.D\data.ms
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Abundance Scan 223 (8.857 min): High Control-1-fs.D\data.ms (-220) (-)
380.2

479.2

75.0

149.0
306.1233.2 340.2212.2109.1 281.0 407.353.0 453.1182.2 506.0432.1254.0

Carboxy-THC-D9-TMS
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File       :C:\gcms\1\data\Blood\030915MJ\High Control-1-fs.D
Operator   : Pocatello Laboratory
Acquired   :  9 Mar 2015  15:20     using AcqMethod CANNFS-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 10
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1-fs.D\data.ms
 8.897Ion 380.00 (379.70 to 380.70): High Control-1-fs.D\data.ms

 8.857
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Abundance Scan 230 (8.897 min): High Control-1-fs.D\data.ms (-219) (-)
371.1

473.3

73.1

297.1
417.2215.3 265.0105.1 135.0 326.9167.0 193.9 348.0 445.1393.050.2 505.3236.9

carboxy-THC-TMS
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File       :C:\gcms\1\data\Blood\030915MJ\High Control-1ck.D
Operator   : Pocatello Laboratory
Acquired   :  9 Mar 2015  15:35     using AcqMethod CANN-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 10
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1ck.D\data.ms
 8.896Ion 380.00 (379.70 to 380.70): High Control-1ck.D\data.ms

 8.859
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Abundance Scan 22 (8.859 min): High Control-1ck.D\data.ms (-32) (-)
380.0

497.0

482.0

carboxy-THC-D9-TMS
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File       :C:\gcms\1\data\Blood\030915MJ\High Control-1ck.D
Operator   : Pocatello Laboratory
Acquired   :  9 Mar 2015  15:35     using AcqMethod CANN-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 10
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1ck.D\data.ms
 8.896Ion 380.00 (379.70 to 380.70): High Control-1ck.D\data.ms

 8.859
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Abundance Scan 33 (8.896 min): High Control-1ck.D\data.ms (-20) (-)
371.0

473.0

488.0

carboxy-THC-TMS
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File       :C:\gcms\1\data\Blood\030915MJ\Blank2.D
Operator   : Pocatello Laboratory
Acquired   :  9 Mar 2015  15:49     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 99
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Abundance Ion 371.00 (370.70 to 371.70): Blank2.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank2.D\data.ms
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Calibration data of Carboxy-THC-D9-TMS

LvLID  Amount (ratio)   Response (ratio)  Data File
3           25.0000       24916.000000    C:\gcms\1\data\Blood\030915MJ\Calibrator Level 3.D
1           25.0000       29178.000000    C:\gcms\1\data\Blood\030915MJ\Calibrator Level 1.D
2           25.0000       26183.000000    C:\gcms\1\data\Blood\030915MJ\Calibrator Level 2.D
4           25.0000       31893.000000    C:\gcms\1\data\Blood\030915MJ\Calibrator Level 4.D
5           25.0000       29342.000000    C:\gcms\1\data\Blood\030915MJ\Calibrator Level 5.D
6           25.0000       24509.000000    C:\gcms\1\data\Blood\030915MJ\Calibrator Level 6.D

Internal Standard

Page 11 of 63

PO
C_

AM
 3

.1
0.

1_
03

09
20

15
_D

ND



Calibration data of Carboxy-THC-TMS

LvLID  Amount (ratio)   Response (ratio)  bias (%) Data File
3            0.4000           0.443611      4.94   C:\gcms\1\data\Blood\030915MJ\Calibrator Level 3.D
1            0.1000           0.124820     65.99   C:\gcms\1\data\Blood\030915MJ\Calibrator Level 1.D
2            0.2000           0.234351     22.67   C:\gcms\1\data\Blood\030915MJ\Calibrator Level 2.D
4            1.0000           1.076255     -3.71   C:\gcms\1\data\Blood\030915MJ\Calibrator Level 4.D
5            2.0000           2.121669     -6.79   C:\gcms\1\data\Blood\030915MJ\Calibrator Level 5.D
6            4.0000           4.674977      1.79   C:\gcms\1\data\Blood\030915MJ\Calibrator Level 6.D

    Resp Ratio = 1.158e+000 * Amt - 4.064e-002
Coef of Det (r^2) = 0.997566   Curve Fit: Linear
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Negative Control.D                                  
  Acq On    :  9 Mar 2015  16:04
  Operator  : Pocatello Laboratory
  Sample    : Negative Control: UTAK Lot B0130
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:23:15 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.859  380    22988    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.961  371      317     1.17 ng/mL#    76
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Tue Mar 10 09:23:21 2015                                        Page:  1

*

*None detected.
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Negative Control.D                                  

  Acq On    :  9 Mar 2015  16:04

  Operator  : Pocatello Laboratory

  Sample    : Negative Control: UTAK Lot B0130

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Mar 10 09:23:15 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Abundance TIC: Negative Control.D\data.ms
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Cann11-10-2010.M Tue Mar 10 09:23:21 2015                                                      Page: 2
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.859 min  Scan# 22
Delta R.T.  -0.003 min
Lab File:   Negative Control.D
Acq:  9 Mar 2015  16:04    

Tgt Ion:380 Resp:   22988
Ion  Ratio  Lower  Upper
380  100
482   10.4    8.3   12.5 
497   20.7   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0
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Abundance Scan 22 (8.859 min): Negative Control.D\data.ms
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Abundance Scan 22 (8.859 min): Negative Control.D\data.ms (-1) (-)
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Time-->

Abundance
 8.859

#2
Carboxy-THC-TMS
Concen:    1.17 ng/mL  
RT:   8.961 min  Scan# 52
Delta R.T.  0.061 min
Lab File:   Negative Control.D
Acq:  9 Mar 2015  16:04    

Tgt Ion:371 Resp:     317
Ion  Ratio  Lower  Upper
371  100
473   46.1   31.3   46.9 
488    0.0   17.5   26.3#

Raw

Sub
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Abundance Scan 52 (8.961 min): Negative Control.D\data.ms
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Abundance Scan 52 (8.961 min): Negative Control.D\data.ms (-11) (-)
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Abundance
 8.961

Negative Control.D  Cann11-10-2010.M      Tue Mar 10 09:23:21 2015      Page 3
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Negative Control.D                                  
  Acq On    :  9 Mar 2015  16:04
  Operator  : Pocatello Laboratory
  Sample    : Negative Control: UTAK Lot B0130
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 1   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

5000

10000

15000

Time-->

Abundance TIC: Negative Control.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.859)
Resp: 22988

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.855)
Resp: 2398/10.4
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.859)
Resp: 4762/20.7
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:      1.17 ng/mL 
 Ion: 371 (8.961)
Resp: 317

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.907)
Resp: 146/46.1
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 Not Found
Resp: 0/0.0
Rnge: 17.5 - 26.3

Cann11-10-2010.M Tue Mar 10 09:23:28 2015                                        Page: 2
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 1.D                                
  Acq On    :  9 Mar 2015  16:18
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 1: 2.5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 2   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:11:03 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.859  380    29178    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.896  371     3642     3.57 ng/mL#    83
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Tue Mar 10 09:11:46 2015                                        Page:  1

*

*Qualifier ion out of range - refer to manual integration.
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Calibrator Level 1.D                                

  Acq On    :  9 Mar 2015  16:18

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 1: 2.5 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 2   Sample Multiplier: 1

  Quant Time: Mar 10 09:11:03 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 1.D\data.ms
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Cann11-10-2010.M Tue Mar 10 09:11:46 2015                                                      Page: 2

Page 18 of 63

PO
C_

AM
 3

.1
0.

1_
03

09
20

15
_D

ND



#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.859 min  Scan# 22
Delta R.T.  -0.003 min
Lab File:   Calibrator Level 1.D
Acq:  9 Mar 2015  16:18    

Tgt Ion:380 Resp:   29178
Ion  Ratio  Lower  Upper
380  100
482   10.6    8.3   12.5 
497   20.8   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 22 (8.859 min): Calibrator Level 1.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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m/z-->

Abundance Scan 22 (8.859 min): Calibrator Level 1.D\data.ms (-1) (-)
380.0

497.0

8.80 8.85 8.90 8.95

0

5000

10000

15000

Time-->

Abundance
 8.859

#2
Carboxy-THC-TMS
Concen:    3.57 ng/mL  
RT:   8.896 min  Scan# 33
Delta R.T.  -0.004 min
Lab File:   Calibrator Level 1.D
Acq:  9 Mar 2015  16:18    

Tgt Ion:371 Resp:    3642
Ion  Ratio  Lower  Upper
371  100
473   52.9   31.3   46.9#
488   24.7   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 33 (8.896 min): Calibrator Level 1.D\data.ms
371.0

473.0

488.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0
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m/z-->

Abundance Scan 33 (8.896 min): Calibrator Level 1.D\data.ms (-11) (-)
473.0

8.85 8.90 8.95

0

2000

4000

6000

Time-->

Abundance

 8.896

Calibrator Level 1.D  Cann11-10-2010.M      Tue Mar 10 09:11:47 2015      Page 3
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 1.D                                
  Acq On    :  9 Mar 2015  16:18
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 1: 2.5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 2   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Calibrator Level 1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.859)
Resp: 29178

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.859)
Resp: 3091/10.6
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 6081/20.8
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:      3.57 ng/mL 
 Ion: 371 (8.896)
Resp: 3642

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.896)
Resp: 1928/52.9
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 901/24.7
Rnge: 17.5 - 26.3

Cann11-10-2010.M Tue Mar 10 09:11:53 2015                                        Page: 2
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                            Quantitation Report    (QT Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 1.D                                
  Acq On    :  9 Mar 2015  16:18
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 1: 2.5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 2   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:11:03 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.859  380    29178    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.896  371     4167m    3.96 ng/mL       
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Tue Mar 10 09:13:14 2015                                        Page:  1

*

*Manual integration successful.  Quantity above 20% range for expected value, but qualifier ions 
are within criteria - may be used for administrative cutoff for run.
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                            Quantitation Report    (QT Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Calibrator Level 1.D                                

  Acq On    :  9 Mar 2015  16:18

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 1: 2.5 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 2   Sample Multiplier: 1

  Quant Time: Mar 10 09:11:03 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 1.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.859 min  Scan# 22
Delta R.T.  -0.003 min
Lab File:   Calibrator Level 1.D
Acq:  9 Mar 2015  16:18    

Tgt Ion:380 Resp:   29178
Ion  Ratio  Lower  Upper
380  100
482   10.6    8.3   12.5 
497   20.8   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 22 (8.859 min): Calibrator Level 1.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 22 (8.859 min): Calibrator Level 1.D\data.ms (-1) (-)
380.0

497.0

8.80 8.85 8.90 8.95

0

5000

10000

15000

Time-->

Abundance
 8.859

#2
Carboxy-THC-TMS
Concen:    3.96 ng/mL m
RT:   8.896 min  Scan# 33
Delta R.T.  -0.004 min
Lab File:   Calibrator Level 1.D
Acq:  9 Mar 2015  16:18    

Tgt Ion:371 Resp:    4167
Ion  Ratio  Lower  Upper
371  100
473   46.3   31.3   46.9 
488   21.6   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 33 (8.896 min): Calibrator Level 1.D\data.ms
371.0

473.0

488.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0
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m/z-->

Abundance Scan 33 (8.896 min): Calibrator Level 1.D\data.ms (-11) (-)
473.0

8.85 8.90 8.95

0

1000
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Time-->

Abundance
 8.896
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                            Quantitation Report    (QT Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 1.D                                
  Acq On    :  9 Mar 2015  16:18
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 1: 2.5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 2   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Calibrator Level 1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.859)
Resp: 29178

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.859)
Resp: 3091/10.6
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 6081/20.8
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:      3.96 ng/mL 
 Ion: 371 (8.896)
Resp: 4167

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.896)
Resp: 1928/46.3
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 901/21.6
Rnge: 17.5 - 26.3

Cann11-10-2010.M Tue Mar 10 09:13:22 2015                                        Page: 2

Page 24 of 63

PO
C_

AM
 3

.1
0.

1_
03

09
20

15
_D

ND



                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 2.D                                
  Acq On    :  9 Mar 2015  16:33
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 2: 5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:11:10 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.859  380    26183    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.896  371     6136     5.93 ng/mL     91
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Tue Mar 10 09:19:58 2015                                        Page:  1
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Calibrator Level 2.D                                

  Acq On    :  9 Mar 2015  16:33

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 2: 5 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 3   Sample Multiplier: 1

  Quant Time: Mar 10 09:11:10 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 2.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.859 min  Scan# 22
Delta R.T.  -0.003 min
Lab File:   Calibrator Level 2.D
Acq:  9 Mar 2015  16:33    

Tgt Ion:380 Resp:   26183
Ion  Ratio  Lower  Upper
380  100
482   10.9    8.3   12.5 
497   20.4   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 22 (8.859 min): Calibrator Level 2.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 22 (8.859 min): Calibrator Level 2.D\data.ms (-1) (-)
380.0

497.0

8.80 8.85 8.90 8.95

0

5000

10000

15000

Time-->

Abundance
 8.859

#2
Carboxy-THC-TMS
Concen:    5.93 ng/mL  
RT:   8.896 min  Scan# 33
Delta R.T.  -0.004 min
Lab File:   Calibrator Level 2.D
Acq:  9 Mar 2015  16:33    

Tgt Ion:371 Resp:    6136
Ion  Ratio  Lower  Upper
371  100
473   46.8   31.3   46.9 
488   23.6   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 33 (8.896 min): Calibrator Level 2.D\data.ms
371.0

473.0

488.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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m/z-->

Abundance Scan 33 (8.896 min): Calibrator Level 2.D\data.ms (-11) (-)
371.0

473.0

8.85 8.90 8.95
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Time-->

Abundance
 8.896
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 2.D                                
  Acq On    :  9 Mar 2015  16:33
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 2: 5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 3   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Calibrator Level 2.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.859)
Resp: 26183

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.862)
Resp: 2854/10.9
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 5332/20.4
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:      5.93 ng/mL 
 Ion: 371 (8.896)
Resp: 6136

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.896)
Resp: 2874/46.8
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 1448/23.6
Rnge: 17.5 - 26.3
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 3.D                                
  Acq On    :  9 Mar 2015  16:48
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 3: 10 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 4   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:11:16 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.862  380    24916    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.900  371    11053    10.45 ng/mL    100
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Calibrator Level 3.D                                

  Acq On    :  9 Mar 2015  16:48

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 3: 10 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 4   Sample Multiplier: 1

  Quant Time: Mar 10 09:11:16 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 3.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.862 min  Scan# 23
Delta R.T.  0.000 min
Lab File:   Calibrator Level 3.D
Acq:  9 Mar 2015  16:48    

Tgt Ion:380 Resp:   24916
Ion  Ratio  Lower  Upper
380  100
482   10.4    8.3   12.5 
497   20.0   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 23 (8.862 min): Calibrator Level 3.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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m/z-->

Abundance Scan 23 (8.862 min): Calibrator Level 3.D\data.ms (-1) (-)
380.0

497.0

8.80 8.85 8.90 8.95

0

5000

10000

15000

Time-->

Abundance
 8.862

#2
Carboxy-THC-TMS
Concen:   10.45 ng/mL  
RT:   8.900 min  Scan# 34
Delta R.T.  -0.000 min
Lab File:   Calibrator Level 3.D
Acq:  9 Mar 2015  16:48    

Tgt Ion:371 Resp:   11053
Ion  Ratio  Lower  Upper
371  100
473   39.1   31.3   46.9 
488   21.9   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40
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m/z-->

Abundance Scan 34 (8.900 min): Calibrator Level 3.D\data.ms
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Abundance Scan 34 (8.900 min): Calibrator Level 3.D\data.ms (-11) (-)
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Time-->

Abundance

 8.900
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 3.D                                
  Acq On    :  9 Mar 2015  16:48
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 3: 10 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 4   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Calibrator Level 3.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.862)
Resp: 24916

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.862)
Resp: 2579/10.4
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 4991/20.0
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:     10.45 ng/mL 
 Ion: 371 (8.900)
Resp: 11053

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.900)
Resp: 4326/39.1
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.903)
Resp: 2422/21.9
Rnge: 17.5 - 26.3
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 4.D                                
  Acq On    :  9 Mar 2015  17:02
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 4: 25 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 5   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:11:22 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.859  380    31893    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.896  371    34325    24.10 ng/mL     99
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Calibrator Level 4.D                                

  Acq On    :  9 Mar 2015  17:02

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 4: 25 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 5   Sample Multiplier: 1

  Quant Time: Mar 10 09:11:22 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 4.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.859 min  Scan# 22
Delta R.T.  -0.003 min
Lab File:   Calibrator Level 4.D
Acq:  9 Mar 2015  17:02    

Tgt Ion:380 Resp:   31893
Ion  Ratio  Lower  Upper
380  100
482   10.3    8.3   12.5 
497   20.5   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 22 (8.859 min): Calibrator Level 4.D\data.ms
380.0
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482.0
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Abundance Scan 22 (8.859 min): Calibrator Level 4.D\data.ms (-1) (-)
380.0

497.0

8.80 8.85 8.90 8.95

0

5000

10000

15000

Time-->

Abundance
 8.859

#2
Carboxy-THC-TMS
Concen:   24.10 ng/mL  
RT:   8.896 min  Scan# 33
Delta R.T.  -0.004 min
Lab File:   Calibrator Level 4.D
Acq:  9 Mar 2015  17:02    

Tgt Ion:371 Resp:   34325
Ion  Ratio  Lower  Upper
371  100
473   39.7   31.3   46.9 
488   22.8   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 33 (8.896 min): Calibrator Level 4.D\data.ms
371.0

473.0

488.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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m/z-->

Abundance Scan 33 (8.896 min): Calibrator Level 4.D\data.ms (-11) (-)
371.0

473.0

488.0

8.80 8.85 8.90 8.95
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Time-->

Abundance
 8.896
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 4.D                                
  Acq On    :  9 Mar 2015  17:02
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 4: 25 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 5   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

30000

Time-->

Abundance TIC: Calibrator Level 4.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.859)
Resp: 31893

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.859)
Resp: 3270/10.3
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 6542/20.5
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:     24.10 ng/mL 
 Ion: 371 (8.896)
Resp: 34325

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.900)
Resp: 13616/39.7
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 7812/22.8
Rnge: 17.5 - 26.3
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 5.D                                
  Acq On    :  9 Mar 2015  17:17
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 5: 50 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 6   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:11:28 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.862  380    29342    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.900  371    62254    46.67 ng/mL     99
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Calibrator Level 5.D                                

  Acq On    :  9 Mar 2015  17:17

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 5: 50 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 6   Sample Multiplier: 1

  Quant Time: Mar 10 09:11:28 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Time-->

Abundance TIC: Calibrator Level 5.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.862 min  Scan# 23
Delta R.T.  -0.000 min
Lab File:   Calibrator Level 5.D
Acq:  9 Mar 2015  17:17    

Tgt Ion:380 Resp:   29342
Ion  Ratio  Lower  Upper
380  100
482   10.1    8.3   12.5 
497   20.2   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 23 (8.862 min): Calibrator Level 5.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 23 (8.862 min): Calibrator Level 5.D\data.ms (-1) (-)
380.0

497.0

8.80 8.85 8.90 8.95

0

5000

10000

15000

Time-->

Abundance
 8.862

#2
Carboxy-THC-TMS
Concen:   46.67 ng/mL  
RT:   8.900 min  Scan# 34
Delta R.T.  -0.000 min
Lab File:   Calibrator Level 5.D
Acq:  9 Mar 2015  17:17    

Tgt Ion:371 Resp:   62254
Ion  Ratio  Lower  Upper
371  100
473   38.4   31.3   46.9 
488   22.2   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 34 (8.900 min): Calibrator Level 5.D\data.ms
371.0

473.0

488.0
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0

20

40

60

80

m/z-->

Abundance Scan 34 (8.900 min): Calibrator Level 5.D\data.ms (-11) (-)
371.0

473.0

488.0

8.85 8.90 8.95
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30000

Time-->

Abundance
 8.900
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 5.D                                
  Acq On    :  9 Mar 2015  17:17
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 5: 50 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 6   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

20000

40000

60000

Time-->

Abundance TIC: Calibrator Level 5.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.862)
Resp: 29342

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.862)
Resp: 2975/10.1
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 5928/20.2
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:     46.67 ng/mL 
 Ion: 371 (8.900)
Resp: 62254

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.900)
Resp: 23916/38.4
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 13811/22.2
Rnge: 17.5 - 26.3
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 6.D                                
  Acq On    :  9 Mar 2015  17:32
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 6: 100 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:11:35 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.862  380    24509    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.900  371   114579   101.77 ng/mL     98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Calibrator Level 6.D                                

  Acq On    :  9 Mar 2015  17:32

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 6: 100 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 7   Sample Multiplier: 1

  Quant Time: Mar 10 09:11:35 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40
0

5000

10000

15000

20000

25000

30000

35000

40000

45000

50000

55000

60000

65000

70000

75000

80000

85000

90000

95000

100000

105000

110000

115000

120000

125000

130000

Time-->

Abundance TIC: Calibrator Level 6.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.862 min  Scan# 23
Delta R.T.  0.000 min
Lab File:   Calibrator Level 6.D
Acq:  9 Mar 2015  17:32    

Tgt Ion:380 Resp:   24509
Ion  Ratio  Lower  Upper
380  100
482   10.7    8.3   12.5 
497   20.7   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 23 (8.862 min): Calibrator Level 6.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20
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80

m/z-->

Abundance Scan 23 (8.862 min): Calibrator Level 6.D\data.ms (-1) (-)
380.0

497.0

8.80 8.85 8.90 8.95

0

5000

10000

15000

Time-->

Abundance
 8.862

#2
Carboxy-THC-TMS
Concen:  101.77 ng/mL  
RT:   8.900 min  Scan# 34
Delta R.T.  -0.000 min
Lab File:   Calibrator Level 6.D
Acq:  9 Mar 2015  17:32    

Tgt Ion:371 Resp:  114579
Ion  Ratio  Lower  Upper
371  100
473   37.4   31.3   46.9 
488   21.6   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 34 (8.900 min): Calibrator Level 6.D\data.ms
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Abundance Scan 34 (8.900 min): Calibrator Level 6.D\data.ms (-11) (-)
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8.85 8.90 8.95
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Time-->

Abundance
 8.900
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Calibrator Level 6.D                                
  Acq On    :  9 Mar 2015  17:32
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 6: 100 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 7   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

50000

100000

Time-->

Abundance TIC: Calibrator Level 6.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.862)
Resp: 24509

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.862)
Resp: 2622/10.7
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 5065/20.7
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:    101.77 ng/mL 
 Ion: 371 (8.900)
Resp: 114579

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.900)
Resp: 42876/37.4
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 24760/21.6
Rnge: 17.5 - 26.3
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File       :C:\gcms\1\data\Blood\030915MJ\Blank3.D
Operator   : Pocatello Laboratory
Acquired   :  9 Mar 2015  17:46     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 98
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Abundance Ion 371.00 (370.70 to 371.70): Blank3.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank3.D\data.ms
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Low Control-1.D                                     
  Acq On    :  9 Mar 2015  18:01
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:22:25 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.859  380    31413    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.896  371     8769     6.90 ng/mL     93
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Low Control-1.D                                     

  Acq On    :  9 Mar 2015  18:01

  Operator  : Pocatello Laboratory

  Sample    : Low Control: 6 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 8   Sample Multiplier: 1

  Quant Time: Mar 10 09:22:25 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40
0

2000

4000

6000

8000

10000

12000

14000

16000

18000

20000

22000

24000

26000

28000

30000

Time-->

Abundance TIC: Low Control-1.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.859 min  Scan# 22
Delta R.T.  -0.003 min
Lab File:   Low Control-1.D
Acq:  9 Mar 2015  18:01    

Tgt Ion:380 Resp:   31413
Ion  Ratio  Lower  Upper
380  100
482   10.3    8.3   12.5 
497   20.7   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 22 (8.859 min): Low Control-1.D\data.ms
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Abundance Scan 22 (8.859 min): Low Control-1.D\data.ms (-1) (-)
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Time-->

Abundance
 8.859

#2
Carboxy-THC-TMS
Concen:    6.90 ng/mL  
RT:   8.896 min  Scan# 33
Delta R.T.  -0.004 min
Lab File:   Low Control-1.D
Acq:  9 Mar 2015  18:01    

Tgt Ion:371 Resp:    8769
Ion  Ratio  Lower  Upper
371  100
473   45.0   31.3   46.9 
488   22.4   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 33 (8.896 min): Low Control-1.D\data.ms
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Abundance Scan 33 (8.896 min): Low Control-1.D\data.ms (-11) (-)
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Time-->

Abundance
 8.896
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Low Control-1.D                                     
  Acq On    :  9 Mar 2015  18:01
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 8   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Low Control-1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.859)
Resp: 31413

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.862)
Resp: 3226/10.3
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 6512/20.7
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:      6.90 ng/mL 
 Ion: 371 (8.896)
Resp: 8769

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.900)
Resp: 3946/45.0
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 1966/22.4
Rnge: 17.5 - 26.3
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Low Control-2.D                                     
  Acq On    :  9 Mar 2015  18:16
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 9   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:22:50 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.859  380    29214    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.900  371     8274     6.99 ng/mL     93
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : Low Control-2.D                                     

  Acq On    :  9 Mar 2015  18:16

  Operator  : Pocatello Laboratory

  Sample    : Low Control: 6 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 9   Sample Multiplier: 1

  Quant Time: Mar 10 09:22:50 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Abundance TIC: Low Control-2.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.859 min  Scan# 22
Delta R.T.  -0.003 min
Lab File:   Low Control-2.D
Acq:  9 Mar 2015  18:16    

Tgt Ion:380 Resp:   29214
Ion  Ratio  Lower  Upper
380  100
482   11.3    8.3   12.5 
497   20.2   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 22 (8.859 min): Low Control-2.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0
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m/z-->

Abundance Scan 22 (8.859 min): Low Control-2.D\data.ms (-1) (-)
380.0

497.0

8.80 8.85 8.90 8.95

0
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10000

15000

Time-->

Abundance
 8.859

#2
Carboxy-THC-TMS
Concen:    6.99 ng/mL  
RT:   8.900 min  Scan# 34
Delta R.T.  -0.000 min
Lab File:   Low Control-2.D
Acq:  9 Mar 2015  18:16    

Tgt Ion:371 Resp:    8274
Ion  Ratio  Lower  Upper
371  100
473   45.3   31.3   46.9 
488   23.0   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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Abundance Scan 34 (8.900 min): Low Control-2.D\data.ms
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Abundance Scan 34 (8.900 min): Low Control-2.D\data.ms (-11) (-)
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Time-->

Abundance
 8.900
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : Low Control-2.D                                     
  Acq On    :  9 Mar 2015  18:16
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 9   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Low Control-2.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.859)
Resp: 29214

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.859)
Resp: 3288/11.3
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 5908/20.2
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:      6.99 ng/mL 
 Ion: 371 (8.900)
Resp: 8274

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.900)
Resp: 3752/45.3
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 1901/23.0
Rnge: 17.5 - 26.3
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : High Control-1.D                                    
  Acq On    :  9 Mar 2015  18:30
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 10   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:21:39 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.859  380    26290    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.900  371    77045    64.12 ng/mL     99
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : High Control-1.D                                    

  Acq On    :  9 Mar 2015  18:30

  Operator  : Pocatello Laboratory

  Sample    : High Control: 60 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 10   Sample Multiplier: 1

  Quant Time: Mar 10 09:21:39 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Abundance TIC: High Control-1.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.859 min  Scan# 22
Delta R.T.  -0.003 min
Lab File:   High Control-1.D
Acq:  9 Mar 2015  18:30    

Tgt Ion:380 Resp:   26290
Ion  Ratio  Lower  Upper
380  100
482   10.8    8.3   12.5 
497   20.5   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 22 (8.859 min): High Control-1.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0
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Abundance Scan 22 (8.859 min): High Control-1.D\data.ms (-1) (-)
380.0

497.0

8.80 8.85 8.90 8.95

0
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15000

Time-->

Abundance
 8.859

#2
Carboxy-THC-TMS
Concen:   64.12 ng/mL  
RT:   8.900 min  Scan# 34
Delta R.T.  -0.000 min
Lab File:   High Control-1.D
Acq:  9 Mar 2015  18:30    

Tgt Ion:371 Resp:   77045
Ion  Ratio  Lower  Upper
371  100
473   37.8   31.3   46.9 
488   21.8   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0
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Abundance Scan 34 (8.900 min): High Control-1.D\data.ms
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Abundance Scan 34 (8.900 min): High Control-1.D\data.ms (-11) (-)
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Abundance
 8.900
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : High Control-1.D                                    
  Acq On    :  9 Mar 2015  18:30
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 10   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

20000

40000

60000

Time-->

Abundance TIC: High Control-1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.859)
Resp: 26290

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.862)
Resp: 2846/10.8
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 5382/20.5
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:     64.12 ng/mL 
 Ion: 371 (8.900)
Resp: 77045

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.900)
Resp: 29142/37.8
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 16816/21.8
Rnge: 17.5 - 26.3
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : High Control-2.D                                    
  Acq On    :  9 Mar 2015  18:45
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 11   Sample Multiplier: 1
 
  Quant Time: Mar 10 09:22:05 2015
  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Tue Mar 10 09:10:24 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.862  380    26538    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.900  371    74026    61.08 ng/mL     98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\

  Data File : High Control-2.D                                    

  Acq On    :  9 Mar 2015  18:45

  Operator  : Pocatello Laboratory

  Sample    : High Control: 60 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 11   Sample Multiplier: 1

  Quant Time: Mar 10 09:22:05 2015

  Quant Method : C:\gcms\1\methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Tue Mar 10 09:10:24 2015

  Response via : Initial Calibration
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Abundance TIC: High Control-2.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.862 min  Scan# 23
Delta R.T.  0.000 min
Lab File:   High Control-2.D
Acq:  9 Mar 2015  18:45    

Tgt Ion:380 Resp:   26538
Ion  Ratio  Lower  Upper
380  100
482   11.3    8.3   12.5 
497   21.8   15.8   23.8 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 23 (8.862 min): High Control-2.D\data.ms
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Abundance Scan 23 (8.862 min): High Control-2.D\data.ms (-1) (-)
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Time-->

Abundance
 8.862

#2
Carboxy-THC-TMS
Concen:   61.08 ng/mL  
RT:   8.900 min  Scan# 34
Delta R.T.  -0.000 min
Lab File:   High Control-2.D
Acq:  9 Mar 2015  18:45    

Tgt Ion:371 Resp:   74026
Ion  Ratio  Lower  Upper
371  100
473   37.1   31.3   46.9 
488   21.6   17.5   26.3 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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Abundance Scan 34 (8.900 min): High Control-2.D\data.ms
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Abundance Scan 34 (8.900 min): High Control-2.D\data.ms (-11) (-)
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Abundance
 8.900
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                            Quantitation Report    (Not Reviewed)

  Data Path : C:\gcms\1\data\Blood\030915MJ\
  Data File : High Control-2.D                                    
  Acq On    :  9 Mar 2015  18:45
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 11   Sample Multiplier: 1

8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

20000

40000

60000

Time-->

Abundance TIC: High Control-2.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.862)
Resp: 26538

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 482 (8.862)
Resp: 3007/11.3
Rnge: 8.3 - 12.5

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 497 (8.862)
Resp: 5777/21.8
Rnge: 15.8 - 23.8

8.40 8.60 8.80 9.00 9.20 9.40

Carboxy-THC-TMS                        Amount:     61.08 ng/mL 
 Ion: 371 (8.900)
Resp: 74026

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 473 (8.900)
Resp: 27433/37.1
Rnge: 31.3 - 46.9

8.90 9.00 9.10 9.20 9.30 9.40

 Ion: 488 (8.900)
Resp: 15999/21.6
Rnge: 17.5 - 26.3
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File       :C:\gcms\1\data\Blood\030915MJ\Blank4.D
Operator   : Pocatello Laboratory
Acquired   :  9 Mar 2015  19:01     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 97
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Abundance Ion 371.00 (370.70 to 371.70): Blank4.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank4.D\data.ms
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File       :C:\gcms\1\data\Blood\030915MJ\Blank5.D
Operator   : Pocatello Laboratory
Acquired   : 10 Mar 2015   3:15     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 80
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Abundance Ion 371.00 (370.70 to 371.70): Blank5.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank5.D\data.ms
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