
4/27/2015

Worklist: 684

LAB_CASE ITEM TASK_ID DESCRIPTION

C2015-0250 1  32754 3.10.1 Blood confirmation Carboxy THC

M2015-0825 1  32755 3.10.1 Blood confirmation Carboxy THC

M2015-0884 1  32756 3.10.1 Blood confirmation Carboxy THC

M2015-0925 1  32757 3.10.1 Blood confirmation Carboxy THC

M2015-1087 1  32758 3.10.1 Blood confirmation Carboxy THC

P2015-0416 1  32759 3.10.1 Blood confirmation Carboxy THC

P2015-0548 1  32760 3.10.1 Blood confirmation Carboxy THC

P2015-0551 1  32761 3.10.1 Blood confirmation Carboxy THC

P2015-0572 1  32762 3.10.1 Blood confirmation Carboxy THC

P2015-0591 1  32763 3.10.1 Blood confirmation Carboxy THC

P2015-0606 1  32764 3.10.1 Blood confirmation Carboxy THC

P2015-0634 1  32765 3.10.1 Blood confirmation Carboxy THC

P2015-0636 1  32766 3.10.1 Blood confirmation Carboxy THC

P2015-0642 1  32767 3.10.1 Blood confirmation Carboxy THC

P2015-0677 1  32768 3.10.1 Blood confirmation Carboxy THC

P2015-0678 1  32770 3.10.1 Blood confirmation Carboxy THC

P2015-0873 1  32771 3.10.1 Blood confirmation Carboxy THC

P2015-0884 1  32772 3.10.1 Blood confirmation Carboxy THC

1

Reviewed by DND on 04/30/2015.
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File       :F:\Data\042415CANN\Blank1.D
Operator   : Pocatello Laboratory
Acquired   : 24 Apr 2015  15:01     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 100
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Abundance Ion 371.00 (370.70 to 371.70): Blank1.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank1.D\data.ms
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File       :F:\Data\042415CANN\High Control-1-fs.D
Operator   : Pocatello Laboratory
Acquired   : 24 Apr 2015  15:15     using AcqMethod CANNFS-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 10
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1-fs.D\data.ms
 8.834Ion 380.00 (379.70 to 380.70): High Control-1-fs.D\data.ms
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Abundance Scan 213 (8.800 min): High Control-1-fs.D\data.ms (-219) (-)
57.1 380.3

85.1

497.2

133.0111.1
281.0207.0

323.1247.8 347.3
423.2

165.1
401.7 457.1

Carboxy-THC-D9-TMS (with background)
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File       :F:\Data\042415CANN\High Control-1-fs.D
Operator   : Pocatello Laboratory
Acquired   : 24 Apr 2015  15:15     using AcqMethod CANNFS-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 10

8.75 8.76 8.77 8.78 8.79 8.80 8.81 8.82 8.83 8.84 8.85 8.86 8.87 8.88 8.89 8.90 8.91
0

1000

2000

3000

4000

5000

6000

7000

8000

9000

10000

11000

Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1-fs.D\data.ms
 8.834Ion 380.00 (379.70 to 380.70): High Control-1-fs.D\data.ms
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Abundance Scan 219 (8.834 min): High Control-1-fs.D\data.ms (-213) (-)
371.1

473.3
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248.1 398.1117.1 157.0 431.9185.0 321.0
503.0226.9 270.095.1 529.0206.0

Carboxy-THC-TMS
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : High Control-1.D                                    
  Acq On    : 25 Apr 2015   1:28
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 10   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:47:25 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.800  380    30346    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.837  371    89504    70.37 ng/mL     97
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Mon Apr 27 09:47:42 2015                                        Page:  1
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : High Control-1.D                                    

  Acq On    : 25 Apr 2015   1:28

  Operator  : Pocatello Laboratory

  Sample    : High Control: 60 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 10   Sample Multiplier: 1

  Quant Time: Apr 27 09:47:25 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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Abundance TIC: High Control-1.D\data.ms
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Cann11-10-2010.M Mon Apr 27 09:47:43 2015                                                      Page: 2
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.800 min  Scan# 34
Delta R.T.  -0.003 min
Lab File:   High Control-1.D
Acq: 25 Apr 2015   1:28    

Tgt Ion:380 Resp:   30346
Ion  Ratio  Lower  Upper
380  100
482   11.3    9.8   14.6 
497   23.3   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 34 (8.800 min): High Control-1.D\data.ms
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Abundance Scan 34 (8.800 min): High Control-1.D\data.ms (-12) (-)
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Time-->

Abundance
 8.800

#2
Carboxy-THC-TMS
Concen:   70.37 ng/mL  
RT:   8.837 min  Scan# 45
Delta R.T.  -0.004 min
Lab File:   High Control-1.D
Acq: 25 Apr 2015   1:28    

Tgt Ion:371 Resp:   89504
Ion  Ratio  Lower  Upper
371  100
473   39.8   33.6   50.4 
488   24.6   20.5   30.7 

Raw

Sub
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Abundance Scan 45 (8.837 min): High Control-1.D\data.ms
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Abundance Scan 45 (8.837 min): High Control-1.D\data.ms (-23) (-)
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Abundance
 8.837

High Control-1.D  Cann11-10-2010.M      Mon Apr 27 09:47:44 2015      Page 3
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : High Control-1.D                                    
  Acq On    : 25 Apr 2015   1:28
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 10   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

50000

Time-->

Abundance TIC: High Control-1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.800)
Resp: 30346

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.800)
Resp: 3435/11.3
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.803)
Resp: 7064/23.3
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:     70.37 ng/mL 
 Ion: 371 (8.837)
Resp: 89504

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 35585/39.8
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.841)
Resp: 21993/24.6
Rnge: 20.5 - 30.7

Cann11-10-2010.M Mon Apr 27 09:48:22 2015                                        Page: 2
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File       :F:\Data\042415CANN\Blank2.D
Operator   : Pocatello Laboratory
Acquired   : 24 Apr 2015  17:42     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 99

8.75 8.76 8.77 8.78 8.79 8.80 8.81 8.82 8.83 8.84 8.85 8.86 8.87 8.88 8.89 8.90 8.91
0

50

100

150

200

250

300

350

400

450

500

550

600

650

700

750

800

850

900

950

1000

1050

1100

1150

1200

1250

1300

1350

1400

Time-->

Abundance Ion 371.00 (370.70 to 371.70): Blank2.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank2.D\data.ms
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Calibration data of Carboxy-THC-D9-TMS

LvLID  Amount (ratio)   Response (ratio)  Data File
3           25.0000       25744.000000    F:\Data\042415CANN\Calibrator Level 3.D         
1           25.0000       22847.000000    F:\Data\042415CANN\Calibrator Level 1.D         
2           25.0000       25870.000000    F:\Data\042415CANN\Calibrator Level 2.D         
4           25.0000       23952.000000    F:\Data\042415CANN\Calibrator Level 4.D         
5           25.0000       34128.000000    F:\Data\042415CANN\Calibrator Level 5.D         
6           25.0000       26908.000000    F:\Data\042415CANN\Calibrator Level 6.D         

Internal Standard
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Calibration data of Carboxy-THC-TMS

LvLID  Amount (ratio)   Response (ratio)  bias (%) Data File
3            0.4000           0.440374      8.00   F:\Data\042415CANN\Calibrator Level 3.D         
1            0.1000           0.129820     41.14   F:\Data\042415CANN\Calibrator Level 1.D         
2            0.2000           0.206533      4.71   F:\Data\042415CANN\Calibrator Level 2.D         
4            1.0000           1.055402      1.55   F:\Data\042415CANN\Calibrator Level 4.D         
5            2.0000           1.917663     -8.33   F:\Data\042415CANN\Calibrator Level 5.D         
6            4.0000           4.275569      1.87   F:\Data\042415CANN\Calibrator Level 6.D         

    Resp Ratio = 1.053e+000 * Amt - 1.328e-002
Coef of Det (r^2) = 0.996874   Curve Fit: Linear

0

0.5

1

1.5

2

2.5

3

3.5

4

0 0.5 1 1.5 2 2.5 3 3.5 4

Carboxy-THC-TMS
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : Negative Control.D                                  
  Acq On    : 24 Apr 2015  17:57
  Operator  : Pocatello Laboratory
  Sample    : Negative Control: UTAK Lot B0689
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:31:11 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.800  380    22818    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.841  371      720     1.06 ng/mL#    61
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Mon Apr 27 09:31:50 2015                                        Page:  1

*

*None detected.
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : Negative Control.D                                  

  Acq On    : 24 Apr 2015  17:57

  Operator  : Pocatello Laboratory

  Sample    : Negative Control: UTAK Lot B0689

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Apr 27 09:31:11 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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Abundance TIC: Negative Control.D\data.ms
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Cann11-10-2010.M Mon Apr 27 09:31:51 2015                                                      Page: 2
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.800 min  Scan# 34
Delta R.T.  -0.003 min
Lab File:   Negative Control.D
Acq: 24 Apr 2015  17:57    

Tgt Ion:380 Resp:   22818
Ion  Ratio  Lower  Upper
380  100
482   12.3    9.8   14.6 
497   23.9   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 34 (8.800 min): Negative Control.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40
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80

m/z-->

Abundance Scan 34 (8.800 min): Negative Control.D\data.ms (-12) (-)
380.0

497.0

8.75 8.80 8.85

0

5000

10000

15000

Time-->

Abundance
 8.800

#2
Carboxy-THC-TMS
Concen:    1.06 ng/mL  
RT:   8.841 min  Scan# 46
Delta R.T.  -0.000 min
Lab File:   Negative Control.D
Acq: 24 Apr 2015  17:57    

Tgt Ion:371 Resp:     720
Ion  Ratio  Lower  Upper
371  100
473   22.1   33.6   50.4#
488    0.0   20.5   30.7#

Raw

Sub

0 50 100 150 200 250 300 350 400 450 500
0

20

40

60

80

m/z-->

Abundance Scan 46 (8.841 min): Negative Control.D\data.ms
371.0
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0 50 100 150 200 250 300 350 400 450 500
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Abundance Scan 46 (8.841 min): Negative Control.D\data.ms (-23) (-)

8.80 8.85 8.90
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Time-->

Abundance

 8.841

Negative Control.D  Cann11-10-2010.M      Mon Apr 27 09:31:52 2015      Page 3
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : Negative Control.D                                  
  Acq On    : 24 Apr 2015  17:57
  Operator  : Pocatello Laboratory
  Sample    : Negative Control: UTAK Lot B0689
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 1   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Negative Control.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.800)
Resp: 22818

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.800)
Resp: 2810/12.3
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.803)
Resp: 5456/23.9
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      1.06 ng/mL 
 Ion: 371 (8.841)
Resp: 720

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.844)
Resp: 159/22.1
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 Not Found
Resp: 0/0.0
Rnge: 20.5 - 30.7

Cann11-10-2010.M Mon Apr 27 09:32:06 2015                                        Page: 2
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 1.D                                
  Acq On    : 24 Apr 2015  18:12
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 1: 2.5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 2   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:33:31 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.800  380    22847    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.837  371     2966     3.40 ng/mL     89
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Mon Apr 27 09:33:46 2015                                        Page:  1

*

*Quantity above 20% range for expected value, but qualifier ions are within criteria- may be used for administrative 
cutoff for run.
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : Calibrator Level 1.D                                

  Acq On    : 24 Apr 2015  18:12

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 1: 2.5 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 2   Sample Multiplier: 1

  Quant Time: Apr 27 09:33:31 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 1.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.800 min  Scan# 34
Delta R.T.  -0.003 min
Lab File:   Calibrator Level 1.D
Acq: 24 Apr 2015  18:12    

Tgt Ion:380 Resp:   22847
Ion  Ratio  Lower  Upper
380  100
482   12.2    9.8   14.6 
497   24.4   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20
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m/z-->

Abundance Scan 34 (8.800 min): Calibrator Level 1.D\data.ms
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Abundance Scan 34 (8.800 min): Calibrator Level 1.D\data.ms (-12) (-)
380.0
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Time-->

Abundance
 8.800

#2
Carboxy-THC-TMS
Concen:    3.40 ng/mL  
RT:   8.837 min  Scan# 45
Delta R.T.  -0.004 min
Lab File:   Calibrator Level 1.D
Acq: 24 Apr 2015  18:12    

Tgt Ion:371 Resp:    2966
Ion  Ratio  Lower  Upper
371  100
473   49.2   33.6   50.4 
488   30.2   20.5   30.7 

Raw
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Abundance Scan 45 (8.837 min): Calibrator Level 1.D\data.ms
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Abundance Scan 45 (8.837 min): Calibrator Level 1.D\data.ms (-23) (-)
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 8.837
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 1.D                                
  Acq On    : 24 Apr 2015  18:12
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 1: 2.5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 2   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Calibrator Level 1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.800)
Resp: 22847

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.800)
Resp: 2790/12.2
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.803)
Resp: 5577/24.4
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      3.40 ng/mL 
 Ion: 371 (8.837)
Resp: 2966

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 1460/49.2
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.844)
Resp: 896/30.2
Rnge: 20.5 - 30.7
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 2.D                                
  Acq On    : 24 Apr 2015  18:26
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 2: 5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:36:58 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.803  380    25870    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.841  371     5343     5.22 ng/mL     96
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : Calibrator Level 2.D                                

  Acq On    : 24 Apr 2015  18:26

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 2: 5 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 3   Sample Multiplier: 1

  Quant Time: Apr 27 09:36:58 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.803 min  Scan# 35
Delta R.T.  0.000 min
Lab File:   Calibrator Level 2.D
Acq: 24 Apr 2015  18:26    

Tgt Ion:380 Resp:   25870
Ion  Ratio  Lower  Upper
380  100
482   12.2    9.8   14.6 
497   24.6   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 35 (8.803 min): Calibrator Level 2.D\data.ms
380.0
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Abundance Scan 35 (8.803 min): Calibrator Level 2.D\data.ms (-12) (-)
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Time-->

Abundance
 8.803

#2
Carboxy-THC-TMS
Concen:    5.22 ng/mL  
RT:   8.841 min  Scan# 46
Delta R.T.  -0.000 min
Lab File:   Calibrator Level 2.D
Acq: 24 Apr 2015  18:26    

Tgt Ion:371 Resp:    5343
Ion  Ratio  Lower  Upper
371  100
473   44.8   33.6   50.4 
488   26.8   20.5   30.7 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 46 (8.841 min): Calibrator Level 2.D\data.ms
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Abundance Scan 46 (8.841 min): Calibrator Level 2.D\data.ms (-23) (-)
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 2.D                                
  Acq On    : 24 Apr 2015  18:26
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 2: 5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 3   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Calibrator Level 2.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.803)
Resp: 25870

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.803)
Resp: 3144/12.2
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.803)
Resp: 6353/24.6
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      5.22 ng/mL 
 Ion: 371 (8.841)
Resp: 5343

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 2393/44.8
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.844)
Resp: 1434/26.8
Rnge: 20.5 - 30.7
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 3.D                                
  Acq On    : 24 Apr 2015  18:41
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 3: 10 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 4   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:37:59 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.803  380    25744    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.837  371    11337    10.77 ng/mL    100
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Mon Apr 27 09:38:10 2015                                        Page:  1

Page 28 of 65

PO
C_

AM
 3

.1
0.

1_
04

24
20

15
_C

DS



                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : Calibrator Level 3.D                                

  Acq On    : 24 Apr 2015  18:41

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 3: 10 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 4   Sample Multiplier: 1

  Quant Time: Apr 27 09:37:59 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.803 min  Scan# 35
Delta R.T.  0.000 min
Lab File:   Calibrator Level 3.D
Acq: 24 Apr 2015  18:41    

Tgt Ion:380 Resp:   25744
Ion  Ratio  Lower  Upper
380  100
482   12.2    9.8   14.6 
497   24.2   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0
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Abundance Scan 35 (8.803 min): Calibrator Level 3.D\data.ms
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Abundance Scan 35 (8.803 min): Calibrator Level 3.D\data.ms (-12) (-)
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Time-->

Abundance
 8.803

#2
Carboxy-THC-TMS
Concen:   10.77 ng/mL  
RT:   8.837 min  Scan# 45
Delta R.T.  -0.004 min
Lab File:   Calibrator Level 3.D
Acq: 24 Apr 2015  18:41    

Tgt Ion:371 Resp:   11337
Ion  Ratio  Lower  Upper
371  100
473   42.0   33.6   50.4 
488   25.6   20.5   30.7 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0
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Abundance Scan 45 (8.837 min): Calibrator Level 3.D\data.ms
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Abundance Scan 45 (8.837 min): Calibrator Level 3.D\data.ms (-23) (-)
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 3.D                                
  Acq On    : 24 Apr 2015  18:41
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 3: 10 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 4   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Calibrator Level 3.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.803)
Resp: 25744

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.803)
Resp: 3145/12.2
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.807)
Resp: 6236/24.2
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:     10.77 ng/mL 
 Ion: 371 (8.837)
Resp: 11337

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 4760/42.0
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.841)
Resp: 2906/25.6
Rnge: 20.5 - 30.7
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 4.D                                
  Acq On    : 24 Apr 2015  18:55
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 4: 25 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 5   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:38:51 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.803  380    23952    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.841  371    25279    25.38 ng/mL     99
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : Calibrator Level 4.D                                

  Acq On    : 24 Apr 2015  18:55

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 4: 25 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 5   Sample Multiplier: 1

  Quant Time: Apr 27 09:38:51 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 4.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.803 min  Scan# 35
Delta R.T.  0.000 min
Lab File:   Calibrator Level 4.D
Acq: 24 Apr 2015  18:55    

Tgt Ion:380 Resp:   23952
Ion  Ratio  Lower  Upper
380  100
482   12.4    9.8   14.6 
497   24.5   19.4   29.0 

Raw

Sub
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Abundance Scan 35 (8.803 min): Calibrator Level 4.D\data.ms
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Abundance Scan 35 (8.803 min): Calibrator Level 4.D\data.ms (-12) (-)
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Abundance
 8.803

#2
Carboxy-THC-TMS
Concen:   25.38 ng/mL  
RT:   8.841 min  Scan# 46
Delta R.T.  -0.000 min
Lab File:   Calibrator Level 4.D
Acq: 24 Apr 2015  18:55    

Tgt Ion:371 Resp:   25279
Ion  Ratio  Lower  Upper
371  100
473   41.2   33.6   50.4 
488   25.6   20.5   30.7 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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Abundance Scan 46 (8.841 min): Calibrator Level 4.D\data.ms
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Abundance Scan 46 (8.841 min): Calibrator Level 4.D\data.ms (-23) (-)
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Calibrator Level 4.D  Cann11-10-2010.M      Mon Apr 27 09:39:02 2015      Page 3

Page 34 of 65

PO
C_

AM
 3

.1
0.

1_
04

24
20

15
_C

DS



                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 4.D                                
  Acq On    : 24 Apr 2015  18:55
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 4: 25 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 5   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

30000

Time-->

Abundance TIC: Calibrator Level 4.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.803)
Resp: 23952

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.803)
Resp: 2964/12.4
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.806)
Resp: 5880/24.5
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:     25.38 ng/mL 
 Ion: 371 (8.841)
Resp: 25279

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 10410/41.2
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.841)
Resp: 6475/25.6
Rnge: 20.5 - 30.7
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 5.D                                
  Acq On    : 24 Apr 2015  19:10
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 5: 50 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 6   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:39:34 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.803  380    34128    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.841  371    65446    45.86 ng/mL     98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : Calibrator Level 5.D                                

  Acq On    : 24 Apr 2015  19:10

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 5: 50 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 6   Sample Multiplier: 1

  Quant Time: Apr 27 09:39:34 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 5.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.803 min  Scan# 35
Delta R.T.  -0.000 min
Lab File:   Calibrator Level 5.D
Acq: 24 Apr 2015  19:10    

Tgt Ion:380 Resp:   34128
Ion  Ratio  Lower  Upper
380  100
482   11.9    9.8   14.6 
497   24.2   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 35 (8.803 min): Calibrator Level 5.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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m/z-->

Abundance Scan 35 (8.803 min): Calibrator Level 5.D\data.ms (-12) (-)
380.0

497.0

8.75 8.80 8.85
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15000

20000

Time-->

Abundance
 8.803

#2
Carboxy-THC-TMS
Concen:   45.86 ng/mL  
RT:   8.841 min  Scan# 46
Delta R.T.  -0.000 min
Lab File:   Calibrator Level 5.D
Acq: 24 Apr 2015  19:10    

Tgt Ion:371 Resp:   65446
Ion  Ratio  Lower  Upper
371  100
473   40.1   33.6   50.4 
488   25.2   20.5   30.7 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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Abundance Scan 46 (8.841 min): Calibrator Level 5.D\data.ms
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488.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 46 (8.841 min): Calibrator Level 5.D\data.ms (-23) (-)
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Abundance
 8.841
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 5.D                                
  Acq On    : 24 Apr 2015  19:10
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 5: 50 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 6   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

20000

40000
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Time-->

Abundance TIC: Calibrator Level 5.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.803)
Resp: 34128

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.803)
Resp: 4074/11.9
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.803)
Resp: 8267/24.2
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:     45.86 ng/mL 
 Ion: 371 (8.841)
Resp: 65446

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 26253/40.1
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.841)
Resp: 16521/25.2
Rnge: 20.5 - 30.7
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 6.D                                
  Acq On    : 24 Apr 2015  19:24
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 6: 100 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:40:15 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.803  380    26908    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.841  371   115047   101.86 ng/mL     98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : Calibrator Level 6.D                                

  Acq On    : 24 Apr 2015  19:24

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 6: 100 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 7   Sample Multiplier: 1

  Quant Time: Apr 27 09:40:15 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 6.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.803 min  Scan# 35
Delta R.T.  0.000 min
Lab File:   Calibrator Level 6.D
Acq: 24 Apr 2015  19:24    

Tgt Ion:380 Resp:   26908
Ion  Ratio  Lower  Upper
380  100
482   12.2    9.8   14.6 
497   22.5   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40
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80

m/z-->

Abundance Scan 35 (8.803 min): Calibrator Level 6.D\data.ms
380.0

497.0

482.0
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Abundance Scan 35 (8.803 min): Calibrator Level 6.D\data.ms (-12) (-)
380.0
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8.75 8.80 8.85
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Time-->

Abundance
 8.803

#2
Carboxy-THC-TMS
Concen:  101.86 ng/mL  
RT:   8.841 min  Scan# 46
Delta R.T.  -0.000 min
Lab File:   Calibrator Level 6.D
Acq: 24 Apr 2015  19:24    

Tgt Ion:371 Resp:  115047
Ion  Ratio  Lower  Upper
371  100
473   40.2   33.6   50.4 
488   25.2   20.5   30.7 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20
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80

m/z-->

Abundance Scan 46 (8.841 min): Calibrator Level 6.D\data.ms
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Abundance Scan 46 (8.841 min): Calibrator Level 6.D\data.ms (-23) (-)
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Abundance
 8.841
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : Calibrator Level 6.D                                
  Acq On    : 24 Apr 2015  19:24
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 6: 100 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 7   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

50000

100000

Time-->

Abundance TIC: Calibrator Level 6.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.803)
Resp: 26908

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.803)
Resp: 3272/12.2
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.807)
Resp: 6051/22.5
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:    101.86 ng/mL 
 Ion: 371 (8.841)
Resp: 115047

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 46200/40.2
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.841)
Resp: 28965/25.2
Rnge: 20.5 - 30.7
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File       :F:\Data\042415CANN\Blank3.D
Operator   : Pocatello Laboratory
Acquired   : 24 Apr 2015  19:39     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 98
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Abundance Ion 371.00 (370.70 to 371.70): Blank3.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank3.D\data.ms
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File       :F:\Data\042415CANN\Blank4.D
Operator   : Pocatello Laboratory
Acquired   : 24 Apr 2015  20:51     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 95
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Abundance Ion 371.00 (370.70 to 371.70): Blank4.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank4.D\data.ms
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : Low Control-1.D                                     
  Acq On    : 24 Apr 2015  21:06
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:40:58 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.800  380    31709    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.834  371     8515     6.69 ng/mL     99
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : Low Control-1.D                                     

  Acq On    : 24 Apr 2015  21:06

  Operator  : Pocatello Laboratory

  Sample    : Low Control: 6 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 8   Sample Multiplier: 1

  Quant Time: Apr 27 09:40:58 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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Abundance TIC: Low Control-1.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.800 min  Scan# 34
Delta R.T.  -0.003 min
Lab File:   Low Control-1.D
Acq: 24 Apr 2015  21:06    

Tgt Ion:380 Resp:   31709
Ion  Ratio  Lower  Upper
380  100
482   11.5    9.8   14.6 
497   23.2   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20
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80

m/z-->

Abundance Scan 34 (8.800 min): Low Control-1.D\data.ms
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Abundance Scan 34 (8.800 min): Low Control-1.D\data.ms (-12) (-)
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Time-->

Abundance
 8.800

#2
Carboxy-THC-TMS
Concen:    6.69 ng/mL  
RT:   8.834 min  Scan# 44
Delta R.T.  -0.007 min
Lab File:   Low Control-1.D
Acq: 24 Apr 2015  21:06    

Tgt Ion:371 Resp:    8515
Ion  Ratio  Lower  Upper
371  100
473   41.1   33.6   50.4 
488   25.1   20.5   30.7 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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Abundance Scan 44 (8.834 min): Low Control-1.D\data.ms
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Abundance Scan 44 (8.834 min): Low Control-1.D\data.ms (-23) (-)
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Abundance
 8.834
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : Low Control-1.D                                     
  Acq On    : 24 Apr 2015  21:06
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 8   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Low Control-1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.800)
Resp: 31709

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.800)
Resp: 3646/11.5
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.803)
Resp: 7372/23.2
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      6.69 ng/mL 
 Ion: 371 (8.834)
Resp: 8515

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.837)
Resp: 3503/41.1
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.837)
Resp: 2141/25.1
Rnge: 20.5 - 30.7
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File       :F:\Data\042415CANN\Blank5.D
Operator   : Pocatello Laboratory
Acquired   : 24 Apr 2015  22:47     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 91
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Abundance Ion 371.00 (370.70 to 371.70): Blank5.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank5.D\data.ms
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : Low Control-2.D                                     
  Acq On    : 24 Apr 2015  23:02
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 9   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:43:32 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.800  380    31275    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.837  371     8671     6.90 ng/mL     98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : Low Control-2.D                                     

  Acq On    : 24 Apr 2015  23:02

  Operator  : Pocatello Laboratory

  Sample    : Low Control: 6 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 9   Sample Multiplier: 1

  Quant Time: Apr 27 09:43:32 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.800 min  Scan# 34
Delta R.T.  -0.003 min
Lab File:   Low Control-2.D
Acq: 24 Apr 2015  23:02    

Tgt Ion:380 Resp:   31275
Ion  Ratio  Lower  Upper
380  100
482   11.7    9.8   14.6 
497   23.5   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20
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80

m/z-->

Abundance Scan 34 (8.800 min): Low Control-2.D\data.ms
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Abundance Scan 34 (8.800 min): Low Control-2.D\data.ms (-12) (-)
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Time-->

Abundance
 8.800

#2
Carboxy-THC-TMS
Concen:    6.90 ng/mL  
RT:   8.837 min  Scan# 45
Delta R.T.  -0.004 min
Lab File:   Low Control-2.D
Acq: 24 Apr 2015  23:02    

Tgt Ion:371 Resp:    8671
Ion  Ratio  Lower  Upper
371  100
473   40.7   33.6   50.4 
488   24.5   20.5   30.7 

Raw

Sub
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Abundance Scan 45 (8.837 min): Low Control-2.D\data.ms
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Abundance Scan 45 (8.837 min): Low Control-2.D\data.ms (-23) (-)
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Abundance
 8.837
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : Low Control-2.D                                     
  Acq On    : 24 Apr 2015  23:02
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 9   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Low Control-2.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.800)
Resp: 31275

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.800)
Resp: 3658/11.7
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.803)
Resp: 7363/23.5
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      6.90 ng/mL 
 Ion: 371 (8.837)
Resp: 8671

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 3531/40.7
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.841)
Resp: 2123/24.5
Rnge: 20.5 - 30.7
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File       :F:\Data\042415CANN\Blank6.D
Operator   : Pocatello Laboratory
Acquired   : 25 Apr 2015   1:13     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 86
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Abundance Ion 371.00 (370.70 to 371.70): Blank6.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank6.D\data.ms
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : High Control-1.D                                    
  Acq On    : 25 Apr 2015   1:28
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 10   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:47:25 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.800  380    30346    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.837  371    89504    70.37 ng/mL     97
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Mon Apr 27 09:47:42 2015                                        Page:  1

Page 56 of 65

PO
C_

AM
 3

.1
0.

1_
04

24
20

15
_C

DS



                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : High Control-1.D                                    

  Acq On    : 25 Apr 2015   1:28

  Operator  : Pocatello Laboratory

  Sample    : High Control: 60 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 10   Sample Multiplier: 1

  Quant Time: Apr 27 09:47:25 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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Abundance TIC: High Control-1.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.800 min  Scan# 34
Delta R.T.  -0.003 min
Lab File:   High Control-1.D
Acq: 25 Apr 2015   1:28    

Tgt Ion:380 Resp:   30346
Ion  Ratio  Lower  Upper
380  100
482   11.3    9.8   14.6 
497   23.3   19.4   29.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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Abundance Scan 34 (8.800 min): High Control-1.D\data.ms
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Abundance Scan 34 (8.800 min): High Control-1.D\data.ms (-12) (-)
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Abundance
 8.800

#2
Carboxy-THC-TMS
Concen:   70.37 ng/mL  
RT:   8.837 min  Scan# 45
Delta R.T.  -0.004 min
Lab File:   High Control-1.D
Acq: 25 Apr 2015   1:28    

Tgt Ion:371 Resp:   89504
Ion  Ratio  Lower  Upper
371  100
473   39.8   33.6   50.4 
488   24.6   20.5   30.7 

Raw
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Abundance Scan 45 (8.837 min): High Control-1.D\data.ms
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Abundance Scan 45 (8.837 min): High Control-1.D\data.ms (-23) (-)
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Abundance
 8.837
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : High Control-1.D                                    
  Acq On    : 25 Apr 2015   1:28
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 10   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

50000

Time-->

Abundance TIC: High Control-1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.800)
Resp: 30346

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.800)
Resp: 3435/11.3
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.803)
Resp: 7064/23.3
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:     70.37 ng/mL 
 Ion: 371 (8.837)
Resp: 89504

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 35585/39.8
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.841)
Resp: 21993/24.6
Rnge: 20.5 - 30.7
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File       :F:\Data\042415CANN\Blank7.D
Operator   : Pocatello Laboratory
Acquired   : 25 Apr 2015   4:12     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 80
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Abundance Ion 371.00 (370.70 to 371.70): Blank7.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank7.D\data.ms
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\042415CANN\
  Data File : High Control-2.D                                    
  Acq On    : 25 Apr 2015   4:26
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 11   Sample Multiplier: 1
 
  Quant Time: Apr 27 09:48:36 2015
  Quant Method : I:\Delisa\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Apr 27 09:23:52 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.800  380    29389    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.837  371    86561    70.27 ng/mL     97
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\

  Data File : High Control-2.D                                    

  Acq On    : 25 Apr 2015   4:26

  Operator  : Pocatello Laboratory

  Sample    : High Control: 60 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 11   Sample Multiplier: 1

  Quant Time: Apr 27 09:48:36 2015

  Quant Method : I:\Delisa\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Apr 27 09:23:52 2015

  Response via : Initial Calibration
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Abundance TIC: High Control-2.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.800 min  Scan# 34
Delta R.T.  -0.003 min
Lab File:   High Control-2.D
Acq: 25 Apr 2015   4:26    

Tgt Ion:380 Resp:   29389
Ion  Ratio  Lower  Upper
380  100
482   11.6    9.8   14.6 
497   23.3   19.4   29.0 

Raw

Sub
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Abundance Scan 34 (8.800 min): High Control-2.D\data.ms
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Abundance Scan 34 (8.800 min): High Control-2.D\data.ms (-12) (-)
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Abundance
 8.800

#2
Carboxy-THC-TMS
Concen:   70.27 ng/mL  
RT:   8.837 min  Scan# 45
Delta R.T.  -0.004 min
Lab File:   High Control-2.D
Acq: 25 Apr 2015   4:26    

Tgt Ion:371 Resp:   86561
Ion  Ratio  Lower  Upper
371  100
473   39.7   33.6   50.4 
488   24.4   20.5   30.7 

Raw
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Abundance Scan 45 (8.837 min): High Control-2.D\data.ms
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Abundance Scan 45 (8.837 min): High Control-2.D\data.ms (-23) (-)
371.0

473.0

488.0

8.75 8.80 8.85 8.90

0

10000

20000

30000

40000

50000

Time-->

Abundance
 8.837
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\042415CANN\
  Data File : High Control-2.D                                    
  Acq On    : 25 Apr 2015   4:26
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 11   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

50000

Time-->

Abundance TIC: High Control-2.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.800)
Resp: 29389

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.803)
Resp: 3398/11.6
Rnge: 9.8 - 14.6

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.803)
Resp: 6849/23.3
Rnge: 19.4 - 29.0

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:     70.27 ng/mL 
 Ion: 371 (8.837)
Resp: 86561

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.841)
Resp: 34361/39.7
Rnge: 33.6 - 50.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.841)
Resp: 21164/24.4
Rnge: 20.5 - 30.7
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File       :F:\Data\042415CANN\Blank8.D
Operator   : Pocatello Laboratory
Acquired   : 25 Apr 2015   7:10     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 74
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Abundance Ion 371.00 (370.70 to 371.70): Blank8.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank8.D\data.ms
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