
6/29/2015

Worklist: 756

LAB_CASE ITEM TASK_ID DESCRIPTION

M2015-1481 1  36555 3.10.1 Blood confirmation Carboxy THC

M2015-1481 2  36556 3.10.1 Blood confirmation Carboxy THC

M2015-1827 6  36558 3.10.1 Blood confirmation Carboxy THC

M2015-1841 2  36559 3.10.1 Blood confirmation Carboxy THC

P2015-1336 1  36560 3.10.1 Blood confirmation Carboxy THC

P2015-1346 1  36561 3.10.1 Blood confirmation Carboxy THC

P2015-1395 1  36562 3.10.1 Blood confirmation Carboxy THC

P2015-1397 1  36563 3.10.1 Blood confirmation Carboxy THC

P2015-1399 1  36564 3.10.1 Blood confirmation Carboxy THC

P2015-1405 2  36565 3.10.1 Blood confirmation Carboxy THC

1

Reviewed on 06/29/2015 by DND.
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File       :F:\Data\062615 CANN\Blank1.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  13:14     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 100

8.72 8.74 8.76 8.78 8.80 8.82 8.84 8.86 8.88 8.90 8.92 8.94 8.96 8.98
0

10

20

30

40

50

60

70

80

90

100

110

120

130

140

150

160

170

180

190

200

210

Time-->

Abundance Ion 371.00 (370.70 to 371.70): Blank1.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank1.D\data.ms
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File       :F:\Data\062615 CANN\High Control-1ck.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  13:44     using AcqMethod CANN-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 9
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1ck.D\data.ms
 8.827Ion 380.00 (379.70 to 380.70): High Control-1ck.D\data.ms

 8.793

370 375 380 385 390 395 400 405 410 415 420 425 430 435 440 445 450 455 460 465 470 475 480 485 490 495 500 505
0

1000

2000

3000

4000

5000

6000

7000

8000

9000
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Abundance Scan 32 (8.793 min): High Control-1ck.D\data.ms (-42) (-)
380.0

497.0

482.0

Carboxy-THC-D9-TMS
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File       :F:\Data\062615 CANN\High Control-1ck.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  13:44     using AcqMethod CANN-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 9
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1ck.D\data.ms
 8.827Ion 380.00 (379.70 to 380.70): High Control-1ck.D\data.ms

 8.793
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m/z-->

Abundance Scan 42 (8.827 min): High Control-1ck.D\data.ms (-32) (-)
371.0

473.0

488.0

Carboxy-THC-TMS
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File       :F:\Data\062615 CANN\High Control-1-fs.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  13:29     using AcqMethod CANNFS-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 9
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1-fs.D\data.ms

 8.720

 8.828

Ion 380.00 (379.70 to 380.70): High Control-1-fs.D\data.ms

 8.794
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Abundance Scan 212 (8.794 min): High Control-1-fs.D\data.ms (-223) (-)
380.3

73.1

479.3

149.0

306.1201.0 407.4326.9117.0 276.1223.096.0 171.1 253.0 439.1359.1 500.3

Carboxy-THC-D9-TMS
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File       :F:\Data\062615 CANN\High Control-1-fs.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  13:29     using AcqMethod CANNFS-11-10-2010.M
Instrument :    Bones
Sample Name: High Control 60ng/mL                            
Misc Info  : Analytical Method 3.10.1                        
Vial Number: 9

8.66 8.68 8.70 8.72 8.74 8.76 8.78 8.80 8.82 8.84 8.86 8.88 8.90 8.92 8.94 8.96 8.98
0
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): High Control-1-fs.D\data.ms

 8.720

 8.828

Ion 380.00 (379.70 to 380.70): High Control-1-fs.D\data.ms

 8.794
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m/z-->

Abundance Scan 218 (8.828 min): High Control-1-fs.D\data.ms (-212) (-)
371.1

473.3

73.1

297.1
417.1174.9 211.0147.0 545.2329.097.1 265.0236.3 447.1119.950.1 496.1

Carboxy-THC-TMS
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File       :F:\Data\062615 CANN\Blank2.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  13:59     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 99
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): Blank2.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank2.D\data.ms
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Calibration data of Carboxy-THC-D9-TMS

LvLID  Amount (ratio)   Response (ratio)  Data File
3           25.0000       17525.000000    F:\Data\062615 CANN\Calibrator Level 3.D        
1           25.0000       15940.000000    F:\Data\062615 CANN\Calibrator Level 1.D        
2           25.0000       17409.000000    F:\Data\062615 CANN\Calibrator Level 2.D        
4           25.0000       15556.000000    F:\Data\062615 CANN\Calibrator Level 4.D        
5           25.0000       16400.000000    F:\Data\062615 CANN\Calibrator Level 5.D        
6           25.0000       16633.000000    F:\Data\062615 CANN\Calibrator Level 6.D        

Internal Standard
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Calibration data of Carboxy-THC-TMS

LvLID  Amount (ratio)   Response (ratio)  bias (%) Data File
3            0.4000           0.590357     -2.31   F:\Data\062615 CANN\Calibrator Level 3.D        
1            0.1000           0.233501     20.94   F:\Data\062615 CANN\Calibrator Level 1.D        
2            0.2000           0.355161      7.58   F:\Data\062615 CANN\Calibrator Level 2.D        
4            1.0000           1.398303     -2.00   F:\Data\062615 CANN\Calibrator Level 4.D        
5            2.0000           2.738963     -2.09   F:\Data\062615 CANN\Calibrator Level 5.D        
6            4.0000           5.574641      0.64   F:\Data\062615 CANN\Calibrator Level 6.D        

    Resp Ratio = 1.371e+000 * Amt + 5.599e-002
Coef of Det (r^2) = 0.999626   Curve Fit: Linear
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\062615 CANN\
  Data File : Negative Control.D                                  
  Acq On    : 26 Jun 2015  14:15
  Operator  : Pocatello Laboratory
  Sample    : Negative Control: UTAK Lot B0689
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Jun 29 09:56:24 2015
  Quant Method : F:\Methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Jun 29 09:55:19 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.793  380    14856    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.820  371     1039     0.25 ng/mL#    69
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Mon Jun 29 09:56:34 2015                                        Page:  1

*

*None detected.
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\

  Data File : Negative Control.D                                  

  Acq On    : 26 Jun 2015  14:15

  Operator  : Pocatello Laboratory

  Sample    : Negative Control: UTAK Lot B0689

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Jun 29 09:56:24 2015

  Quant Method : F:\Methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Jun 29 09:55:19 2015

  Response via : Initial Calibration
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Abundance TIC: Negative Control.D\data.ms
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Cann11-10-2010.M Mon Jun 29 09:56:36 2015                                                      Page: 2
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.793 min  Scan# 32
Delta R.T.  -0.003 min
Lab File:   Negative Control.D
Acq: 26 Jun 2015  14:15    

Tgt Ion:380 Resp:   14856
Ion  Ratio  Lower  Upper
380  100
482   10.2    8.2   12.4 
497   21.1   16.7   25.1 

Raw

Sub
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Abundance Scan 32 (8.793 min): Negative Control.D\data.ms
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Abundance Scan 32 (8.793 min): Negative Control.D\data.ms (-10) (-)
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Abundance
 8.793

#2
Carboxy-THC-TMS
Concen:    0.25 ng/mL  
RT:   8.820 min  Scan# 40
Delta R.T.  -0.017 min
Lab File:   Negative Control.D
Acq: 26 Jun 2015  14:15    

Tgt Ion:371 Resp:    1039
Ion  Ratio  Lower  Upper
371  100
473   16.6   24.2   36.2#
488    0.0   14.0   21.0#
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Abundance Scan 40 (8.820 min): Negative Control.D\data.ms
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Abundance Scan 40 (8.820 min): Negative Control.D\data.ms (-22) (-)
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 8.820

Negative Control.D  Cann11-10-2010.M      Mon Jun 29 09:56:37 2015      Page 3
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\
  Data File : Negative Control.D                                  
  Acq On    : 26 Jun 2015  14:15
  Operator  : Pocatello Laboratory
  Sample    : Negative Control: UTAK Lot B0689
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 1   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

5000
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15000

Time-->

Abundance TIC: Negative Control.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.793)
Resp: 14856

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.793)
Resp: 1519/10.2
Rnge: 8.2 - 12.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.793)
Resp: 3136/21.1
Rnge: 16.7 - 25.1

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      0.25 ng/mL 
 Ion: 371 (8.820)
Resp: 1039

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.824)
Resp: 172/16.6
Rnge: 24.2 - 36.2

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 Not Found
Resp: 0/0.0
Rnge: 14.0 - 21.0

Cann11-10-2010.M Mon Jun 29 09:56:50 2015                                        Page: 2
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 1.D                                
  Acq On    : 26 Jun 2015  14:29
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 1: 2.5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 2   Sample Multiplier: 1
 
  Quant Time: Jun 29 09:58:49 2015
  Quant Method : F:\Methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Jun 29 09:55:19 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.793  380    15940    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.831  371     3722     3.24 ng/mL     96
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

Cann11-10-2010.M Mon Jun 29 09:58:59 2015                                        Page:  1

*

*Quantity not within 20% expected value range but ions are within range.  For qualitative purposes only.
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\

  Data File : Calibrator Level 1.D                                

  Acq On    : 26 Jun 2015  14:29

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 1: 2.5 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 2   Sample Multiplier: 1

  Quant Time: Jun 29 09:58:49 2015

  Quant Method : F:\Methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Jun 29 09:55:19 2015

  Response via : Initial Calibration
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Abundance TIC: Calibrator Level 1.D\data.ms
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Cann11-10-2010.M Mon Jun 29 09:59:01 2015                                                      Page: 2
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.793 min  Scan# 32
Delta R.T.  -0.003 min
Lab File:   Calibrator Level 1.D
Acq: 26 Jun 2015  14:29    

Tgt Ion:380 Resp:   15940
Ion  Ratio  Lower  Upper
380  100
482   10.9    8.2   12.4 
497   21.2   16.7   25.1 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 32 (8.793 min): Calibrator Level 1.D\data.ms
380.0

497.0

482.0
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Abundance Scan 32 (8.793 min): Calibrator Level 1.D\data.ms (-9) (-)
380.0
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Time-->

Abundance
 8.793

#2
Carboxy-THC-TMS
Concen:    3.24 ng/mL  
RT:   8.831 min  Scan# 43
Delta R.T.  -0.006 min
Lab File:   Calibrator Level 1.D
Acq: 26 Jun 2015  14:29    

Tgt Ion:371 Resp:    3722
Ion  Ratio  Lower  Upper
371  100
473   27.5   24.2   36.2 
488   16.0   14.0   21.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 43 (8.831 min): Calibrator Level 1.D\data.ms
371.0

473.0

488.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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m/z-->

Abundance Scan 43 (8.831 min): Calibrator Level 1.D\data.ms (-21) (-)
473.0

8.75 8.80 8.85 8.90
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Time-->

Abundance

 8.831

Calibrator Level 1.D  Cann11-10-2010.M      Mon Jun 29 09:59:01 2015      Page 3
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 1.D                                
  Acq On    : 26 Jun 2015  14:29
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 1: 2.5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 2   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

5000

10000

15000

Time-->

Abundance TIC: Calibrator Level 1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.793)
Resp: 15940

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.793)
Resp: 1745/10.9
Rnge: 8.2 - 12.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.796)
Resp: 3379/21.2
Rnge: 16.7 - 25.1

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      3.24 ng/mL 
 Ion: 371 (8.831)
Resp: 3722

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.831)
Resp: 1023/27.5
Rnge: 24.2 - 36.2

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.831)
Resp: 594/16.0
Rnge: 14.0 - 21.0

Cann11-10-2010.M Mon Jun 29 09:59:19 2015                                        Page: 2
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 2.D                                
  Acq On    : 26 Jun 2015  14:44
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 2: 5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Time: Jun 29 09:59:53 2015
  Quant Method : F:\Methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Jun 29 09:55:19 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.796  380    17409    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.834  371     6231     5.51 ng/mL     99
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\

  Data File : Calibrator Level 2.D                                

  Acq On    : 26 Jun 2015  14:44

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 2: 5 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 3   Sample Multiplier: 1

  Quant Time: Jun 29 09:59:53 2015

  Quant Method : F:\Methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Jun 29 09:55:19 2015

  Response via : Initial Calibration
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.796 min  Scan# 33
Delta R.T.  0.000 min
Lab File:   Calibrator Level 2.D
Acq: 26 Jun 2015  14:44    

Tgt Ion:380 Resp:   17409
Ion  Ratio  Lower  Upper
380  100
482   10.9    8.2   12.4 
497   20.6   16.7   25.1 

Raw

Sub
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0
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Abundance Scan 33 (8.796 min): Calibrator Level 2.D\data.ms
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 8.796

#2
Carboxy-THC-TMS
Concen:    5.51 ng/mL  
RT:   8.834 min  Scan# 44
Delta R.T.  -0.003 min
Lab File:   Calibrator Level 2.D
Acq: 26 Jun 2015  14:44    

Tgt Ion:371 Resp:    6231
Ion  Ratio  Lower  Upper
371  100
473   30.3   24.2   36.2 
488   16.9   14.0   21.0 
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Abundance Scan 44 (8.834 min): Calibrator Level 2.D\data.ms
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 2.D                                
  Acq On    : 26 Jun 2015  14:44
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 2: 5 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 3   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

5000

10000

15000

Time-->

Abundance TIC: Calibrator Level 2.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.796)
Resp: 17409

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.796)
Resp: 1893/10.9
Rnge: 8.2 - 12.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.796)
Resp: 3580/20.6
Rnge: 16.7 - 25.1

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      5.51 ng/mL 
 Ion: 371 (8.834)
Resp: 6231

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.834)
Resp: 1888/30.3
Rnge: 24.2 - 36.2

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.834)
Resp: 1051/16.9
Rnge: 14.0 - 21.0
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 3.D                                
  Acq On    : 26 Jun 2015  14:59
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 3: 10 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 4   Sample Multiplier: 1
 
  Quant Time: Jun 29 10:00:43 2015
  Quant Method : F:\Methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Jun 29 09:55:19 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.796  380    17525    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.831  371    10460     9.86 ng/mL     99
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\

  Data File : Calibrator Level 3.D                                

  Acq On    : 26 Jun 2015  14:59

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 3: 10 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 4   Sample Multiplier: 1

  Quant Time: Jun 29 10:00:43 2015

  Quant Method : F:\Methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Jun 29 09:55:19 2015

  Response via : Initial Calibration
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.796 min  Scan# 33
Delta R.T.  0.000 min
Lab File:   Calibrator Level 3.D
Acq: 26 Jun 2015  14:59    

Tgt Ion:380 Resp:   17525
Ion  Ratio  Lower  Upper
380  100
482   10.4    8.2   12.4 
497   20.9   16.7   25.1 

Raw

Sub
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Abundance Scan 33 (8.796 min): Calibrator Level 3.D\data.ms
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#2
Carboxy-THC-TMS
Concen:    9.86 ng/mL  
RT:   8.831 min  Scan# 43
Delta R.T.  -0.006 min
Lab File:   Calibrator Level 3.D
Acq: 26 Jun 2015  14:59    

Tgt Ion:371 Resp:   10460
Ion  Ratio  Lower  Upper
371  100
473   29.9   24.2   36.2 
488   17.3   14.0   21.0 

Raw
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Abundance Scan 43 (8.831 min): Calibrator Level 3.D\data.ms
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Abundance Scan 43 (8.831 min): Calibrator Level 3.D\data.ms (-21) (-)
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 3.D                                
  Acq On    : 26 Jun 2015  14:59
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 3: 10 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 4   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Calibrator Level 3.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.796)
Resp: 17525

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.796)
Resp: 1816/10.4
Rnge: 8.2 - 12.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.796)
Resp: 3671/20.9
Rnge: 16.7 - 25.1

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      9.86 ng/mL 
 Ion: 371 (8.831)
Resp: 10460

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.834)
Resp: 3123/29.9
Rnge: 24.2 - 36.2

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.834)
Resp: 1807/17.3
Rnge: 14.0 - 21.0
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 4.D                                
  Acq On    : 26 Jun 2015  15:14
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 4: 25 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 5   Sample Multiplier: 1
 
  Quant Time: Jun 29 10:01:37 2015
  Quant Method : F:\Methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Jun 29 09:55:19 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.796  380    15556    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.834  371    21752    24.48 ng/mL     98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\

  Data File : Calibrator Level 4.D                                

  Acq On    : 26 Jun 2015  15:14

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 4: 25 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 5   Sample Multiplier: 1

  Quant Time: Jun 29 10:01:37 2015

  Quant Method : F:\Methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Jun 29 09:55:19 2015

  Response via : Initial Calibration
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.796 min  Scan# 33
Delta R.T.  0.000 min
Lab File:   Calibrator Level 4.D
Acq: 26 Jun 2015  15:14    

Tgt Ion:380 Resp:   15556
Ion  Ratio  Lower  Upper
380  100
482   11.4    8.2   12.4 
497   20.8   16.7   25.1 

Raw
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Abundance Scan 33 (8.796 min): Calibrator Level 4.D\data.ms
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Abundance
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#2
Carboxy-THC-TMS
Concen:   24.48 ng/mL  
RT:   8.834 min  Scan# 44
Delta R.T.  -0.003 min
Lab File:   Calibrator Level 4.D
Acq: 26 Jun 2015  15:14    

Tgt Ion:371 Resp:   21752
Ion  Ratio  Lower  Upper
371  100
473   31.4   24.2   36.2 
488   18.5   14.0   21.0 

Raw
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Abundance Scan 44 (8.834 min): Calibrator Level 4.D\data.ms
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Abundance Scan 44 (8.834 min): Calibrator Level 4.D\data.ms (-21) (-)
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 4.D                                
  Acq On    : 26 Jun 2015  15:14
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 4: 25 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 5   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Calibrator Level 4.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.796)
Resp: 15556

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.796)
Resp: 1774/11.4
Rnge: 8.2 - 12.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.800)
Resp: 3237/20.8
Rnge: 16.7 - 25.1

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:     24.48 ng/mL 
 Ion: 371 (8.834)
Resp: 21752

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.837)
Resp: 6834/31.4
Rnge: 24.2 - 36.2

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.834)
Resp: 4024/18.5
Rnge: 14.0 - 21.0
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 5.D                                
  Acq On    : 26 Jun 2015  15:28
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 5: 50 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 6   Sample Multiplier: 1
 
  Quant Time: Jun 29 10:02:28 2015
  Quant Method : F:\Methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Jun 29 09:55:19 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.799  380    16400    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.834  371    44919    48.93 ng/mL     98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\

  Data File : Calibrator Level 5.D                                

  Acq On    : 26 Jun 2015  15:28

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 5: 50 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 6   Sample Multiplier: 1

  Quant Time: Jun 29 10:02:28 2015

  Quant Method : F:\Methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Jun 29 09:55:19 2015

  Response via : Initial Calibration
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.799 min  Scan# 34
Delta R.T.  0.003 min
Lab File:   Calibrator Level 5.D
Acq: 26 Jun 2015  15:28    

Tgt Ion:380 Resp:   16400
Ion  Ratio  Lower  Upper
380  100
482   11.0    8.2   12.4 
497   20.9   16.7   25.1 

Raw
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Abundance Scan 34 (8.799 min): Calibrator Level 5.D\data.ms
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#2
Carboxy-THC-TMS
Concen:   48.93 ng/mL  
RT:   8.834 min  Scan# 44
Delta R.T.  -0.003 min
Lab File:   Calibrator Level 5.D
Acq: 26 Jun 2015  15:28    

Tgt Ion:371 Resp:   44919
Ion  Ratio  Lower  Upper
371  100
473   31.0   24.2   36.2 
488   18.8   14.0   21.0 
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Abundance Scan 44 (8.834 min): Calibrator Level 5.D\data.ms
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Abundance Scan 44 (8.834 min): Calibrator Level 5.D\data.ms (-22) (-)
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 5.D                                
  Acq On    : 26 Jun 2015  15:28
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 5: 50 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 6   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

20000

40000

Time-->

Abundance TIC: Calibrator Level 5.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.799)
Resp: 16400

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.799)
Resp: 1797/11.0
Rnge: 8.2 - 12.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.799)
Resp: 3421/20.9
Rnge: 16.7 - 25.1

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:     48.93 ng/mL 
 Ion: 371 (8.834)
Resp: 44919

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.837)
Resp: 13903/31.0
Rnge: 24.2 - 36.2

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.837)
Resp: 8456/18.8
Rnge: 14.0 - 21.0
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 6.D                                
  Acq On    : 26 Jun 2015  15:43
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 6: 100 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Time: Jun 29 10:03:13 2015
  Quant Method : F:\Methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Jun 29 09:55:19 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.796  380    16633    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.837  371    92723   100.65 ng/mL     98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\

  Data File : Calibrator Level 6.D                                

  Acq On    : 26 Jun 2015  15:43

  Operator  : Pocatello Laboratory

  Sample    : Calibrator Level 6: 100 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 7   Sample Multiplier: 1

  Quant Time: Jun 29 10:03:13 2015

  Quant Method : F:\Methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Jun 29 09:55:19 2015

  Response via : Initial Calibration

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40
0

5000

10000

15000

20000

25000

30000

35000

40000

45000

50000

55000

60000

65000

70000

75000

80000

85000

90000

95000

100000

Time-->

Abundance TIC: Calibrator Level 6.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.796 min  Scan# 33
Delta R.T.  0.000 min
Lab File:   Calibrator Level 6.D
Acq: 26 Jun 2015  15:43    

Tgt Ion:380 Resp:   16633
Ion  Ratio  Lower  Upper
380  100
482   10.9    8.2   12.4 
497   20.9   16.7   25.1 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 33 (8.796 min): Calibrator Level 6.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 33 (8.796 min): Calibrator Level 6.D\data.ms (-9) (-)
380.0

497.0

8.75 8.80 8.85

0

2000

4000

6000

8000

10000

Time-->

Abundance
 8.796

#2
Carboxy-THC-TMS
Concen:  100.65 ng/mL  
RT:   8.837 min  Scan# 45
Delta R.T.  0.000 min
Lab File:   Calibrator Level 6.D
Acq: 26 Jun 2015  15:43    

Tgt Ion:371 Resp:   92723
Ion  Ratio  Lower  Upper
371  100
473   30.8   24.2   36.2 
488   18.7   14.0   21.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60
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m/z-->

Abundance Scan 45 (8.837 min): Calibrator Level 6.D\data.ms
371.0

473.0

488.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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m/z-->

Abundance Scan 45 (8.837 min): Calibrator Level 6.D\data.ms (-21) (-)
371.0

473.0
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Time-->

Abundance
 8.837
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\
  Data File : Calibrator Level 6.D                                
  Acq On    : 26 Jun 2015  15:43
  Operator  : Pocatello Laboratory
  Sample    : Calibrator Level 6: 100 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 7   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

50000

Time-->

Abundance TIC: Calibrator Level 6.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.796)
Resp: 16633

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.800)
Resp: 1818/10.9
Rnge: 8.2 - 12.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.800)
Resp: 3476/20.9
Rnge: 16.7 - 25.1

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:    100.65 ng/mL 
 Ion: 371 (8.837)
Resp: 92723

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.837)
Resp: 28541/30.8
Rnge: 24.2 - 36.2

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.841)
Resp: 17381/18.7
Rnge: 14.0 - 21.0
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File       :F:\Data\062615 CANN\Blank3.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  15:57     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 98

8.72 8.74 8.76 8.78 8.80 8.82 8.84 8.86 8.88 8.90 8.92 8.94 8.96 8.98
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1400

Time-->

Abundance Ion 371.00 (370.70 to 371.70): Blank3.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank3.D\data.ms
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\062615 CANN\
  Data File : Low Control-1.D                                     
  Acq On    : 26 Jun 2015  17:26
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Time: Jun 29 09:57:50 2015
  Quant Method : F:\Methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Jun 29 09:55:19 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.790  380    19599    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.824  371     7234     5.71 ng/mL     96
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\

  Data File : Low Control-1.D                                     

  Acq On    : 26 Jun 2015  17:26

  Operator  : Pocatello Laboratory

  Sample    : Low Control: 6 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 8   Sample Multiplier: 1

  Quant Time: Jun 29 09:57:50 2015

  Quant Method : F:\Methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Jun 29 09:55:19 2015

  Response via : Initial Calibration
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Abundance TIC: Low Control-1.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.790 min  Scan# 31
Delta R.T.  -0.006 min
Lab File:   Low Control-1.D
Acq: 26 Jun 2015  17:26    

Tgt Ion:380 Resp:   19599
Ion  Ratio  Lower  Upper
380  100
482   10.0    8.2   12.4 
497   20.7   16.7   25.1 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 31 (8.790 min): Low Control-1.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20
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m/z-->

Abundance Scan 31 (8.790 min): Low Control-1.D\data.ms (-10) (-)
380.0

497.0

8.75 8.80 8.85

0

5000

10000

Time-->

Abundance
 8.790

#2
Carboxy-THC-TMS
Concen:    5.71 ng/mL  
RT:   8.824 min  Scan# 41
Delta R.T.  -0.013 min
Lab File:   Low Control-1.D
Acq: 26 Jun 2015  17:26    

Tgt Ion:371 Resp:    7234
Ion  Ratio  Lower  Upper
371  100
473   28.3   24.2   36.2 
488   15.0   14.0   21.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 41 (8.824 min): Low Control-1.D\data.ms
371.0

473.0

488.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
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Abundance Scan 41 (8.824 min): Low Control-1.D\data.ms (-22) (-)
371.0

473.0
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Abundance

 8.824
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\
  Data File : Low Control-1.D                                     
  Acq On    : 26 Jun 2015  17:26
  Operator  : Pocatello Laboratory
  Sample    : Low Control: 6 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 8   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

10000

20000

Time-->

Abundance TIC: Low Control-1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.790)
Resp: 19599

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.790)
Resp: 1961/10.0
Rnge: 8.2 - 12.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.790)
Resp: 4058/20.7
Rnge: 16.7 - 25.1

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:      5.71 ng/mL 
 Ion: 371 (8.824)
Resp: 7234

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.827)
Resp: 2045/28.3
Rnge: 24.2 - 36.2

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.831)
Resp: 1084/15.0
Rnge: 14.0 - 21.0
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                           Quantitation Report    (Not Reviewed)
 
  Data Path : F:\Data\062615 CANN\
  Data File : High Control-1.D                                    
  Acq On    : 26 Jun 2015  19:52
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 9   Sample Multiplier: 1
 
  Quant Time: Jun 29 09:57:07 2015
  Quant Method : F:\Methods\Cann11-10-2010.M
  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC
  QLast Update : Mon Jun 29 09:55:19 2015
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   Internal Standards
     1) Carboxy-THC-D9-TMS          8.790  380    20904    25.00 ng/mL    0.00
 
   Target Compounds                                                   Qvalue
     2) Carboxy-THC-TMS             8.827  371    69043    59.22 ng/mL     98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                           Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\

  Data File : High Control-1.D                                    

  Acq On    : 26 Jun 2015  19:52

  Operator  : Pocatello Laboratory

  Sample    : High Control: 60 ng/mL

  Misc      : Analytical Method 3.10.1

  ALS Vial  : 9   Sample Multiplier: 1

  Quant Time: Jun 29 09:57:07 2015

  Quant Method : F:\Methods\Cann11-10-2010.M

  Quant Title  : Analytical Method 3.10.1: Blood Carboxy-THC

  QLast Update : Mon Jun 29 09:55:19 2015

  Response via : Initial Calibration
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Abundance TIC: High Control-1.D\data.ms
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#1
Carboxy-THC-D9-TMS
Concen:   25.00 ng/mL  
RT:   8.790 min  Scan# 31
Delta R.T.  -0.006 min
Lab File:   High Control-1.D
Acq: 26 Jun 2015  19:52    

Tgt Ion:380 Resp:   20904
Ion  Ratio  Lower  Upper
380  100
482   10.3    8.2   12.4 
497   20.8   16.7   25.1 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40

60

80

m/z-->

Abundance Scan 31 (8.790 min): High Control-1.D\data.ms
380.0

497.0

482.0

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0
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m/z-->

Abundance Scan 31 (8.790 min): High Control-1.D\data.ms (-10) (-)
380.0

497.0

8.75 8.80 8.85

0

5000

10000

Time-->

Abundance
 8.790

#2
Carboxy-THC-TMS
Concen:   59.22 ng/mL  
RT:   8.827 min  Scan# 42
Delta R.T.  -0.010 min
Lab File:   High Control-1.D
Acq: 26 Jun 2015  19:52    

Tgt Ion:371 Resp:   69043
Ion  Ratio  Lower  Upper
371  100
473   31.2   24.2   36.2 
488   18.6   14.0   21.0 

Raw

Sub

370 380 390 400 410 420 430 440 450 460 470 480 490 500
0

20

40
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80

m/z-->

Abundance Scan 42 (8.827 min): High Control-1.D\data.ms
371.0

473.0

488.0
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Abundance Scan 42 (8.827 min): High Control-1.D\data.ms (-21) (-)
371.0

473.0
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Time-->

Abundance
 8.827
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                            Quantitation Report    (Not Reviewed)

  Data Path : F:\Data\062615 CANN\
  Data File : High Control-1.D                                    
  Acq On    : 26 Jun 2015  19:52
  Operator  : Pocatello Laboratory
  Sample    : High Control: 60 ng/mL
  Misc      : Analytical Method 3.10.1
  ALS Vial  : 9   Sample Multiplier: 1

8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60 9.70 9.80 9.90 10.00 10.10 10.20 10.30 10.40

20000

40000

60000

Time-->

Abundance TIC: High Control-1.D\data.ms

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-D9-TMS              (ISTD) Amount:     25.00 ng/mL 
 Ion: 380 (8.790)
Resp: 20904

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 482 (8.793)
Resp: 2151/10.3
Rnge: 8.2 - 12.4

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 497 (8.793)
Resp: 4345/20.8
Rnge: 16.7 - 25.1

8.40 8.60 8.80 9.00 9.20

Carboxy-THC-TMS                        Amount:     59.22 ng/mL 
 Ion: 371 (8.827)
Resp: 69043

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 473 (8.827)
Resp: 21533/31.2
Rnge: 24.2 - 36.2

8.80 8.90 9.00 9.10 9.20 9.30

 Ion: 488 (8.831)
Resp: 12865/18.6
Rnge: 14.0 - 21.0
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File       :F:\Data\062615 CANN\Blank4.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  17:11     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 95

8.72 8.74 8.76 8.78 8.80 8.82 8.84 8.86 8.88 8.90 8.92 8.94 8.96 8.98
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Abundance Ion 371.00 (370.70 to 371.70): Blank4.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank4.D\data.ms
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File       :F:\Data\062615 CANN\Blank5.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  19:38     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 90

8.72 8.74 8.76 8.78 8.80 8.82 8.84 8.86 8.88 8.90 8.92 8.94 8.96 8.98
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Time-->

Abundance Ion 371.00 (370.70 to 371.70): Blank5.D\data.ms

No peaks of interest.

Ion 380.00 (379.70 to 380.70): Blank5.D\data.ms
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File       :F:\Data\062615 CANN\Blank6.D
Operator   : Pocatello Laboratory
Acquired   : 26 Jun 2015  22:03     using AcqMethod CANN-11-10-2010.M
Instrument :   Bones
Sample Name: Blank                                           
Misc Info  : CHCl3                                           
Vial Number: 85
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