
9/19/2015

Worklist: 841

LAB_CASE ITEM TASK_ID DESCRIPTION

C2015-1124 2  39573 3.6.1 Blood base neutral confirmation qualitative

C2015-1411 1  39922 3.6.1 Blood base neutral confirmation qualitative

C2015-1452 1  39363 3.6.1 Blood base neutral confirmation qualitative

C2015-1452 2  41715 3.6.1 Blood base neutral confirmation qualitative

C2015-1452 3  41718 3.6.1 Blood base neutral confirmation qualitative

C2015-1574 3  40792 3.6.1 Blood base neutral confirmation qualitative

C2015-1578 2  40460 3.6.1 Blood base neutral confirmation qualitative

M2015-2811 1  39177 3.6.1 Blood base neutral confirmation qualitative

M2015-2875 1  39431 3.6.1 Blood base neutral confirmation qualitative

M2015-2903 1  39519 3.6.1 Blood base neutral confirmation qualitative

M2015-2929 3  39736 3.6.1 Blood base neutral confirmation qualitative

M2015-2933 2  40196 3.6.1 Blood base neutral confirmation qualitative

M2015-2947 1  39711 3.6.1 Blood base neutral confirmation qualitative

M2015-2971 1  39870 3.6.1 Blood base neutral confirmation qualitative

M2015-2973 1  39880 3.6.1 Blood base neutral confirmation qualitative

M2015-2978 1  39904 3.6.1 Blood base neutral confirmation qualitative

M2015-3006 1  39995 3.6.1 Blood base neutral confirmation qualitative

M2015-3012 1  40027 3.6.1 Blood base neutral confirmation qualitative

M2015-3025 3  40604 3.6.1 Blood base neutral confirmation qualitative

M2015-3138 1  41849 3.6.1 Blood base neutral confirmation qualitative

M2015-3153 1  40659 3.6.1 Blood base neutral confirmation qualitative

M2015-3206 1  40853 3.6.1 Blood base neutral confirmation qualitative

M2015-3265 4  41210 3.6.1 Blood base neutral confirmation qualitative
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Worklist: 841

LAB_CASE ITEM TASK_ID DESCRIPTION

M2015-3346 2  41743 3.6.1 Blood base neutral confirmation qualitative

P2015-1620 1  37500 3.6.1 Blood base neutral confirmation qualitative

P2015-1833 1  39506 3.6.1 Blood base neutral confirmation qualitative

P2015-1834 1  39509 3.6.1 Blood base neutral confirmation qualitative

P2015-1835 1  39513 3.6.1 Blood base neutral confirmation qualitative

P2015-1842 1  39576 3.6.1 Blood base neutral confirmation qualitative

P2015-1870 1  39865 3.6.1 Blood base neutral confirmation qualitative

P2015-1871 1  39868 3.6.1 Blood base neutral confirmation qualitative

P2015-1872 1  41851 3.6.1 Blood base neutral confirmation qualitative

P2015-1898 1  40013 3.6.1 Blood base neutral confirmation qualitative

P2015-1917 1  40361 3.6.1 Blood base neutral confirmation qualitative

P2015-1926 1  40601 3.6.1 Blood base neutral confirmation qualitative

P2015-1927 1  40607 3.6.1 Blood base neutral confirmation qualitative

P2015-1928 1  40618 3.6.1 Blood base neutral confirmation qualitative

P2015-1948 1  40677 3.6.1 Blood base neutral confirmation qualitative

P2015-1949 1  40680 3.6.1 Blood base neutral confirmation qualitative

P2015-1960 1  40759 3.6.1 Blood base neutral confirmation qualitative

P2015-1992 1  40846 3.6.1 Blood base neutral confirmation qualitative
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simulate_sequence.log
    Simulate Run Sequence  Fri Sep 18 21:57:25 2015
 
  Instrument Name: Major Mass Spec
    Sequence File: C:\Users\ISPuser\Desktop\Sequences\DD-BNSB091815.sequence.xml
          Comment: MassHunter sequence
         Operator: ISP\datastor
        Data Path: D:\DATA\DND\2015\091815\
      Method Path: D:\MassHunter\GCMS\1\methods\

    Line  Type          Vials    DataFile               Sample Name
    -----------------------------------------------------------------------
    Acquisition Method: BNSB120510.M
      1) Sample         100      Prerun Solvent Blank   Pre-run Solvent Blank    
      2) Sample           1      Negative Control-BN    Negative Control - 
...0689
      3) Sample           2      Spiked Positive Control-BN  Positive Control    

      4) Sample          99      prbLK2                 Solvent Blank            
     
    Acquisition Method: GBT092509-Delta EMV.M
      5) Sample         100      Prerun Solvent Blankr  Pre-run Solvent Blank    
      6) Sample           1      Negative Control-BNr   Negative Control - 
...0689
      7) Sample           2      Spiked Positive Control-BNr  Positive Control   

      8) Sample          99      prbLK2r                Solvent Blank            
     
    Acquisition Method: BNSB120510.M
      9) Sample          98      C2015-1124-2-BNBLK     Lab No.:  C2015-1124-2   
     10) Sample           3      C2015-1124-2-BN        Lab No.:  C2015-1124-2   
     11) Sample          97      C2015-1411-1-BNBLK     Lab No.:  C2015-1411-1   
     12) Sample           4      C2015-1411-1-BN        Lab No.:  C2015-1411-1   
     13) Sample          96      C2015-1452-1-BNBLK     Lab No.:  C2015-1452-1   
     14) Sample           5      C2015-1452-1-BN        Lab No.:  C2015-1452-1   
     15) Sample          95      C2015-1452-2-BNBLK     Lab No.:  C2015-1452-2   
     16) Sample           6      C2015-1452-2-BN        Lab No.:  C2015-1452-2   
     17) Sample          94      C2015-1452-3-BNBLK     Lab No.:  C2015-1452-3   
     18) Sample           7      C2015-1452-3-BN        Lab No.:  C2015-1452-3   
     19) Sample          93      C2015-1574-3-BNBLK     Lab No.:  C2015-1574-3   
     20) Sample           8      C2015-1574-3-BN        Lab No.:  C2015-1574-3   
     21) Sample          92      C2015-1578-2-BNBLK     Lab No.:  C2015-1578-2   
     22) Sample           9      C2015-1578-2-BN        Lab No.:  C2015-1578-2   
     23) Sample          91      M2015-2811-1-BNBLK     Lab No.:  M2015-2811-1   
     24) Sample          10      M2015-2811-1-BN        Lab No.:  M2015-2811-1   
     
    Acquisition Method: GBT092509-Delta EMV.M
     25) Sample          98      C2015-1124-2-BNBLKr    Lab No.:  C2015-1124-2   
     26) Sample           3      C2015-1124-2-BNr       Lab No.:  C2015-1124-2   
     27) Sample          97      C2015-1411-1-BNBLKr    Lab No.:  C2015-1411-1   
     28) Sample           4      C2015-1411-1-BNr       Lab No.:  C2015-1411-1   
     29) Sample          96      C2015-1452-1-BNBLKr    Lab No.:  C2015-1452-1   
     30) Sample           5      C2015-1452-1-BNr       Lab No.:  C2015-1452-1   
     31) Sample          95      C2015-1452-2-BNBLKr    Lab No.:  C2015-1452-2   
     32) Sample           6      C2015-1452-2-BNr       Lab No.:  C2015-1452-2   
     33) Sample          94      C2015-1452-3-BNBLKr    Lab No.:  C2015-1452-3   
     34) Sample           7      C2015-1452-3-BNr       Lab No.:  C2015-1452-3   
     35) Sample          93      C2015-1574-3-BNBLKr    Lab No.:  C2015-1574-3   
     36) Sample           8      C2015-1574-3-BNr       Lab No.:  C2015-1574-3   
     37) Sample          92      C2015-1578-2-BNBLKr    Lab No.:  C2015-1578-2   
     38) Sample           9      C2015-1578-2-BNr       Lab No.:  C2015-1578-2   
     39) Sample          91      M2015-2811-1-BNBLKr    Lab No.:  M2015-2811-1   
     40) Sample          10      M2015-2811-1-BNr       Lab No.:  M2015-2811-1   
     
    Acquisition Method: BNSB120510.M
     41) Sample          90      M2015-2875-1-BNBLK     Lab No.:  M2015-2875-1   
     42) Sample          11      M2015-2875-1-BN        Lab No.:  M2015-2875-1   
     43) Sample          89      M2015-2903-1-BNBLK     Lab No.:  M2015-2903-1   
     44) Sample          12      M2015-2903-1-BN        Lab No.:  M2015-2903-1   
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simulate_sequence.log
     45) Sample          88      M2015-2929-3-BNBLK     Lab No.:  M2015-2929-3   
     46) Sample          13      M2015-2929-3-BN        Lab No.:  M2015-2929-3   
     47) Sample          87      M2015-2933-2-BNBLK     Lab No.:  M2015-2933-2   
     48) Sample          14      M2015-2933-2-BN        Lab No.:  M2015-2933-2   
     49) Sample          86      M2015-2947-1-BNBLK     Lab No.:  M2015-2947-1   
     50) Sample          15      M2015-2947-1-BN        Lab No.:  M2015-2947-1   
     
    Acquisition Method: GBT092509-Delta EMV.M
     51) Sample          90      M2015-2875-1-BNBLKr    Lab No.:  M2015-2875-1   
     52) Sample          11      M2015-2875-1-BNr       Lab No.:  M2015-2875-1   
     53) Sample          89      M2015-2903-1-BNBLKr    Lab No.:  M2015-2903-1   
     54) Sample          12      M2015-2903-1-BNr       Lab No.:  M2015-2903-1   
     55) Sample          88      M2015-2929-3-BNBLKr    Lab No.:  M2015-2929-3   
     56) Sample          13      M2015-2929-3-BNr       Lab No.:  M2015-2929-3   
     57) Sample          87      M2015-2933-2-BNBLKr    Lab No.:  M2015-2933-2   
     58) Sample          14      M2015-2933-2-BNr       Lab No.:  M2015-2933-2   
     59) Sample          86      M2015-2947-1-BNBLKr    Lab No.:  M2015-2947-1   
     60) Sample          15      M2015-2947-1-BNr       Lab No.:  M2015-2947-1   
     
    Acquisition Method: BNSB120510.M
     61) Sample          85      M2015-2971-1-BNBLK     Lab No.:  M2015-2971-1   
     62) Sample          16      M2015-2971-1-BN        Lab No.:  M2015-2971-1   
     63) Sample          84      M2015-2973-1-BNBLK     Lab No.:  M2015-2973-1   
     64) Sample          17      M2015-2973-1-BN        Lab No.:  M2015-2973-1   
     65) Sample          83      M2015-2978-1-BNBLK     Lab No.:  M2015-2978-1   
     66) Sample          18      M2015-2978-1-BN        Lab No.:  M2015-2978-1   
     67) Sample          82      M2015-3006-1-BNBLK     Lab No.:  M2015-3006-1   
     68) Sample          19      M2015-3006-1-BN        Lab No.:  M2015-3006-1   
     69) Sample          81      M2015-3012-1-BNBLK     Lab No.:  M2015-3012-1   
     70) Sample          20      M2015-3012-1-BN        Lab No.:  M2015-3012-1   
     
    Acquisition Method: GBT092509-Delta EMV.M
     71) Sample          85      M2015-2971-1-BNBLKr    Lab No.:  M2015-2971-1   
     72) Sample          16      M2015-2971-1-BNr       Lab No.:  M2015-2971-1   
     73) Sample          84      M2015-2973-1-BNBLKr    Lab No.:  M2015-2973-1   
     74) Sample          17      M2015-2973-1-BNr       Lab No.:  M2015-2973-1   
     75) Sample          83      M2015-2978-1-BNBLKr    Lab No.:  M2015-2978-1   
     76) Sample          18      M2015-2978-1-BNr       Lab No.:  M2015-2978-1   
     77) Sample          82      M2015-3006-1-BNBLKr    Lab No.:  M2015-3006-1   
     78) Sample          19      M2015-3006-1-BNr       Lab No.:  M2015-3006-1   
     79) Sample          81      M2015-3012-1-BNBLKr    Lab No.:  M2015-3012-1   
     80) Sample          20      M2015-3012-1-BNr       Lab No.:  M2015-3012-1   
     
    Acquisition Method: BNSB120510.M
     81) Sample          80      M2015-3025-3-BNBLK     Lab No.:  M2015-3025-3   
     82) Sample          21      M2015-3025-3-BN        Lab No.:  M2015-3025-3   
     83) Sample          79      M2015-3138-1-BNBLK     Lab No.:  M2015-3138-1   
     84) Sample          22      M2015-3138-1-BN        Lab No.:  M2015-3138-1   
     85) Sample          78      M2015-3153-1-BNBLK     Lab No.:  M2015-3153-1   
     86) Sample          23      M2015-3153-1-BN        Lab No.:  M2015-3153-1   
     87) Sample          77      M2015-3206-1-BNBLK     Lab No.:  M2015-3206-1   
     88) Sample          24      M2015-3206-1-BN        Lab No.:   M2015-3206-1  
     89) Sample          76      M2015-3265-4-BNBLK     Lab No.:   M2015-3265-4  
     90) Sample          25      M2015-3265-4-BN        Lab No.:  M2015-3265-4   
     
    Acquisition Method: GBT092509-Delta EMV.M
     91) Sample          80      M2015-3025-3-BNBLKr    Lab No.:  M2015-3025-3   
     92) Sample          21      M2015-3025-3-BNr       Lab No.:  M2015-3025-3   
     93) Sample          79      M2015-3138-1-BNBLKr    Lab No.:  M2015-3138-1   
     94) Sample          22      M2015-3138-1-BNr       Lab No.:  M2015-3138-1   
     95) Sample          78      M2015-3153-1-BNBLKr    Lab No.:  M2015-3153-1   
     96) Sample          23      M2015-3153-1-BNr       Lab No.:  M2015-3153-1   
     97) Sample          77      M2015-3206-1-BNBLKr    Lab No.:  M2015-3206-1   
     98) Sample          24      M2015-3206-1-BNr       Lab No.:   M2015-3206-1  
     99) Sample          76      M2015-3265-4-BNBLKr    Lab No.:   M2015-3265-4  
    100) Sample          25      M2015-3265-4-BNr       Lab No.:  M2015-3265-4   
     
    Acquisition Method: BNSB120510.M
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    101) Sample          75      M2015-3346-2-BNBLK     Lab No.:  M2015-3346-2   
    102) Sample          26      M2015-3346-2-BN        Lab No.:  M2015-3346-2   
    103) Sample          74      P2015-1620-1-BNBLK     Lab No.:   P2015-1620-1  
    104) Sample          27      P2015-1620-1-BN        Lab No.:  P2015-1620-1   
    105) Sample          73      P2015-1833-1-BNBLK     Lab No.:  P2015-1833-1   
    106) Sample          28      P2015-1833-1-BN        Lab No.:  P2015-1833-1   
    107) Sample          72      P2015-1834-1-BNBLK     Lab No.:  P2015-1834-1   
    108) Sample          29      P2015-1834-1-BN        Lab No.:  P2015-1834-1   
    109) Sample          71      P2015-1835-1-BNBLK     Lab No.:  P2015-1835-1   
    110) Sample          30      P2015-1835-1-BN        Lab No.:  P2015-1835-1   
     
    Acquisition Method: GBT092509-Delta EMV.M
    111) Sample          75      M2015-3346-2-BNBLKr    Lab No.:  M2015-3346-2   
    112) Sample          26      M2015-3346-2-BNr       Lab No.:  M2015-3346-2   
    113) Sample          74      P2015-1620-1-BNBLKr    Lab No.:   P2015-1620-1  
    114) Sample          27      P2015-1620-1-BNr       Lab No.:  P2015-1620-1   
    115) Sample          73      P2015-1833-1-BNBLKr    Lab No.:  P2015-1833-1   
    116) Sample          28      P2015-1833-1-BNr       Lab No.:  P2015-1833-1   
    117) Sample          72      P2015-1834-1-BNBLKr    Lab No.:  P2015-1834-1   
    118) Sample          29      P2015-1834-1-BNr       Lab No.:  P2015-1834-1   
    119) Sample          71      P2015-1835-1-BNBLKr    Lab No.:  P2015-1835-1   
    120) Sample          30      P2015-1835-1-BNr       Lab No.:  P2015-1835-1   
     
    Acquisition Method: BNSB120510.M
    121) Sample          70      P2015-1842-1-BNBLK     Lab No.:  P2015-1842-1   
    122) Sample          31      P2015-1842-1-BN        Lab No.:  P2015-1842-1   
    123) Sample          69      P2015-1870-1-BNBLK     Lab No.:  P2015-1870-1   
    124) Sample          32      P2015-1870-1-BN        Lab No.:  P2015-1870-1   
    125) Sample          68      P2015-1871-1-BNBLK     Lab No.:  P2015-1871-1   
    126) Sample          33      P2015-1871-1-BN        Lab No.:  P2015-1871-1   
    127) Sample          67      P2015-1872-1-BNBLK     Lab No.:  P2015-1872-1   
    128) Sample          34      P2015-1872-1-BN        Lab No.:  P2015-1872-1   
    129) Sample          66      P2015-1898-1-BNBLK     Lab No.:  P2015-1898-1   
    130) Sample          35      P2015-1898-1-BN        Lab No.:  P2015-1898-1   
     
    Acquisition Method: GBT092509-Delta EMV.M
    131) Sample          70      P2015-1842-1-BNBLKr    Lab No.:  P2015-1842-1   
    132) Sample          31      P2015-1842-1-BNr       Lab No.:  P2015-1842-1   
    133) Sample          69      P2015-1870-1-BNBLKr    Lab No.:  P2015-1870-1   
    134) Sample          32      P2015-1870-1-BNr       Lab No.:  P2015-1870-1   
    135) Sample          68      P2015-1871-1-BNBLKr    Lab No.:  P2015-1871-1   
    136) Sample          33      P2015-1871-1-BNr       Lab No.:  P2015-1871-1   
    137) Sample          67      P2015-1872-1-BNBLKr    Lab No.:  P2015-1872-1   
    138) Sample          34      P2015-1872-1-BNr       Lab No.:  P2015-1872-1   
    139) Sample          66      P2015-1898-1-BNBLKr    Lab No.:  P2015-1898-1   
    140) Sample          35      P2015-1898-1-BNr       Lab No.:  P2015-1898-1   
     
    Acquisition Method: BNSB120510.M
    141) Sample          65      P2015-1917-1-BNBLK     Lab No.:  P2015-1917-1   
    142) Sample          36      P2015-1917-1-BN        Lab No.:  P2015-1917-1   
    143) Sample          64      P2015-1926-1-BNBLK     Lab No.:  P2015-1926-1   
    144) Sample          37      P2015-1926-1-BN        Lab No.:  P2015-1926-1   
    145) Sample          63      P2015-1927-1-BNBLK     Lab No.:  P2015-1927-1   
    146) Sample          38      P2015-1927-1-BN        Lab No.:  P2015-1927-1   
    147) Sample          62      P2015-1928-1-BNBLK     Lab No.:  P2015-1928-1   
    148) Sample          39      P2015-1928-1-BN        Lab No.:  P2015-1928-1   
    149) Sample          61      P2015-1948-1-BNBLK     Lab No.:  P2015-1948-1   
    150) Sample          40      P2015-1948-1-BN        Lab No.:  P2015-1948-1   
     
    Acquisition Method: GBT092509-Delta EMV.M
    151) Sample          65      P2015-1917-1-BNBLKr    Lab No.:  P2015-1917-1   
    152) Sample          36      P2015-1917-1-BNr       Lab No.:  P2015-1917-1   
    153) Sample          64      P2015-1926-1-BNBLKr    Lab No.:  P2015-1926-1   
    154) Sample          37      P2015-1926-1-BNr       Lab No.:  P2015-1926-1   
    155) Sample          63      P2015-1927-1-BNBLKr    Lab No.:  P2015-1927-1   
    156) Sample          38      P2015-1927-1-BNr       Lab No.:  P2015-1927-1   
    157) Sample          62      P2015-1928-1-BNBLKr    Lab No.:  P2015-1928-1   
    158) Sample          39      P2015-1928-1-BNr       Lab No.:  P2015-1928-1   
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    159) Sample          61      P2015-1948-1-BNBLKr    Lab No.:  P2015-1948-1   
    160) Sample          40      P2015-1948-1-BNr       Lab No.:  P2015-1948-1   
     
    Acquisition Method: BNSB120510.M
    161) Sample          60      P2015-1949-1-BNBLK     Lab No.:  P2015-1949-1   
    162) Sample          41      P2015-1949-1-BN        Lab No.:  P2015-1949-1   
    163) Sample          59      P2015-1960-1-BNBLK     Lab No.:  P2015-1960-1   
    164) Sample          42      P2015-1960-1-BN        Lab No.:  P2015-1960-1   
    165) Sample          58      P2015-1992-1-BNBLK     Lab No.: P2015-1992-1    
    166) Sample          43      P2015-1992-1-BN        Lab No.: P2015-1992-1    
     
    Acquisition Method: GBT092509-Delta EMV.M
    167) Sample          60      P2015-1949-1-BNBLKr    Lab No.:  P2015-1949-1   
    168) Sample          41      P2015-1949-1-BNr       Lab No.:  P2015-1949-1   
    169) Sample          59      P2015-1960-1-BNBLKr    Lab No.:  P2015-1960-1   
    170) Sample          42      P2015-1960-1-BNr       Lab No.:  P2015-1960-1   
    171) Sample          58      P2015-1992-1-BNBLKr    Lab No.: P2015-1992-1    
    172) Sample          43      P2015-1992-1-BNr       Lab No.: P2015-1992-1    
     
    Acquisition Method: BNSB120510.M
    173) Sample          57      POSTBLKr               BLK                      
     
    Acquisition Method: GBT092509-Delta EMV.M
    174) Sample          56      AFTER                  BLK                      
    megabytes Needed: 3135  Space on drive D: 276226
    Sequence Verification Done!
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Analytical Method ����3.6.1 & ����3.6.7 QA Check List 

 

Run Start Date: ___09/18/15______                  Analyst: ___DND______ 

 

(Short GC/MS temperature program) 

 

Positive Control Compound List 

� Methamphetamine 

� Nicotine 

� Meperidine 

� Caffeine 

� Diphenhydramine 

� Lidocaine 

� PCP 

� Methadone 

� Amitriptyline 

� Codeine 

� Trazodone 

 

Internal Standards 

� Benzphetamine 

� Papaverine 

 

 

 

 

 

Optional back extraction not performed. 

Samples reconstituted in methanol. 

Also includes Phentermine (Cerilliant 30714-57F)



File       :C:\gcms\1\data\Blood\091815\Prerun Solvent Blank.D
Operator   : ISP\datastor
Acquired   : 18 Sep 2015  23:27     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Pre-run Solvent Blank                           
Misc Info  : Chloroform                                      
Vial Number: 100

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00

5000000

   1e+07

 1.5e+07

   2e+07

 2.5e+07

   3e+07

 3.5e+07

   4e+07

 4.5e+07

   5e+07

Time-->

Abundance TIC: Prerun Solvent Blank.D\data.ms

No peaks of interest.
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m/z-->

Abundance Scan 983 (8.792 min): Prerun Solvent Blank.D\data.ms
129.1

57.1

83.1

241.2

212.2157.1
313.3 341.3284.3183.1 370.4 429.1107.0 262.1 403.1 451.2471.4 493.2



File       :C:\gcms\1\data\Blood\091815\Negative Control-BN.D
Operator   : ISP\datastor
Acquired   : 18 Sep 2015  23:50     using AcqMethod BNSB120510.M
Instrument :   Major Mass Spec
Sample Name: Negative Control - Utak Lot B0689               
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 1

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00

5000000

   1e+07

 1.5e+07

   2e+07

 2.5e+07

   3e+07

 3.5e+07

   4e+07

 4.5e+07

   5e+07

 5.5e+07

   6e+07

 6.5e+07

   7e+07

 7.5e+07

   8e+07

 8.5e+07

   9e+07

 9.5e+07

   1e+08

1.05e+08

 1.1e+08

1.15e+08

 1.2e+08

1.25e+08

 1.3e+08

1.35e+08

Time-->

Abundance TIC: Negative Control-BN.D\data.ms

No peaks of interest.



File       :C:\gcms\1\data\Blood\091815\Negative Control-BN.D
Operator   : ISP\datastor
Acquired   : 18 Sep 2015  23:50     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Negative Control - Utak Lot B0689               
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 1

7.04 7.06 7.08 7.10 7.12 7.14 7.16 7.18 7.20 7.22 7.24 7.26 7.28 7.30 7.32 7.34 7.36 7.38 7.40 7.42 7.44
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

Time-->

Abundance Ion 148.00 (147.70 to 148.70): Negative Control-BN.D\data.ms

 7.114  7.135  7.156

 7.219

 7.272
 7.304  7.347  7.373

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

m/z-->

Abundance Scan 686 (7.219 min): Negative Control-BN.D\data.ms
91.1 148.1

65.0

42.1 55.1 77.0 117.1105.1 194.1135.0 207.2165.0 225.1179.1 253.1238.1

Benzphetamine ISTD



File       :C:\gcms\1\data\Blood\091815\Negative Control-BN.D
Operator   : ISP\datastor
Acquired   : 18 Sep 2015  23:50     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Negative Control - Utak Lot B0689               
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 1

10.20 10.30 10.40 10.50 10.60 10.70 10.80 10.90 11.00 11.10 11.20 11.30
0

5000

10000

15000

20000

25000

30000

35000

40000

45000

50000

55000

60000

65000

70000

Time-->

Abundance Ion 338.00 (337.70 to 338.70): Negative Control-BN.D\data.ms

10.13710.15810.20110.22710.26410.29610.33810.35410.38110.444 10.524 10.608

10.661

10.725

10.80410.847
10.86810.889

10.931
10.96911.01111.03211.05911.11211.14311.17011.19611.23311.26011.29211.32911.355

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340
0
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10000
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20000

25000

30000

35000

40000

45000

50000

55000

60000

65000

70000

m/z-->

Abundance Scan 1336 (10.661 min): Negative Control-BN.D\data.ms (-1380) (-)
338.2

324.2

308.1

293.1
154.1

135.1 266.1103.1 195.2 220.0119.0 169.7 355.1250.277.0 236.157.141.0

Papaverine ISTD



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :   Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00

   1e+07

   2e+07

   3e+07

   4e+07

   5e+07

   6e+07

   7e+07

   8e+07

   9e+07

   1e+08

 1.1e+08

 1.2e+08

 1.3e+08

 1.4e+08

 1.5e+08

 1.6e+08

Time-->

Abundance TIC: Spiked Positive Control-BN.D\data.ms



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

6.90 6.95 7.00 7.05 7.10 7.15 7.20 7.25 7.30 7.35 7.40 7.45 7.50 7.55 7.60
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

Time-->

Abundance Ion 148.00 (147.70 to 148.70): Spiked Positive Control-BN.D\data.ms

 6.881  6.918  6.960  7.050  7.103  7.172

 7.219

 7.267
 7.304

 7.336
 7.415  7.489  7.574

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250 260
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

m/z-->

Abundance Scan 686 (7.219 min): Spiked Positive Control-BN.D\data.ms
148.1

91.1

65.1

41.1 55.1 77.1 117.0 135.1104.9 194.1 224.2207.0164.9 177.1 253.1238.3

Benzphetamine ISTD



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

9.90 10.00 10.10 10.20 10.30 10.40 10.50 10.60 10.70 10.80 10.90 11.00 11.10 11.20 11.30 11.40 11.50 11.60 11.70
0

10000

20000

30000

40000

50000

60000

70000

Time-->

Abundance Ion 338.00 (337.70 to 338.70): Spiked Positive Control-BN.D\data.ms

 9.825 9.846 9.867 9.894 9.909 9.957 9.97310.01010.05810.06810.11610.13210.14810.15810.19010.23210.26410.30110.32810.37510.41310.42810.45510.47610.49710.534

10.640

10.76210.79910.83110.84710.88410.921
10.97410.98411.00011.04311.08511.10111.15411.17011.19611.22811.27611.29711.34411.39211.41311.45011.50311.51911.55111.56711.58811.67311.68911.70511.75211.76811.789

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340
0

10000

20000

30000

40000

50000

60000

70000

m/z-->

Abundance Scan 1332 (10.640 min): Spiked Positive Control-BN.D\data.ms (-1403) (-)
324.2

339.1

308.1

293.1

149.0
253.1

278.1128.0110.1 208.0167.066.8 95.2 190.941.0 222.9 238.1
353.3

Papaverine ISTD



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

4.25 4.30 4.35 4.40 4.45 4.50 4.55 4.60 4.65 4.70 4.75 4.80 4.85 4.90 4.95 5.00 5.05 5.10
0

50000

100000

150000

200000

250000

300000

350000

Time-->

Abundance Ion  58.00 (57.70 to 58.70): Spiked Positive Control-BN.D\data.ms

 4.243  4.318  4.423

 4.540

 4.651

 4.847 4.889  4.937  5.054  5.122

30 35 40 45 50 55 60 65 70 75 80 85 90 95 100 105 110 115 120 125 130 135 140 145 150 155
0

20000

40000

60000

80000

100000

120000

140000

m/z-->

Abundance Scan 181 (4.545 min): Spiked Positive Control-BN.D\data.ms (-170) (-)
58.1

115.1

91.1

41.1

134.2
65.0

103.1

51.1 77.0
96.9 156.9127.9 140.771.0 121.0 146.9

Phentermine (with some background)

<<background



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

4.40 4.45 4.50 4.55 4.60 4.65 4.70 4.75 4.80 4.85 4.90 4.95 5.00 5.05
0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion  58.00 (57.70 to 58.70): Spiked Positive Control-BN.D\data.ms

 4.423

 4.540

 4.651

 4.847  4.889
 4.937  5.054

30 35 40 45 50 55 60 65 70 75 80 85 90 95 100 105 110 115 120 125 130 135 140 145 150 155
0
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40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

240000

260000

m/z-->

Abundance Scan 201 (4.651 min): Spiked Positive Control-BN.D\data.ms
58.1

91.1

65.1
134.142.1

77.151.0 117.1
103.0 148.183.071.0 142.2108.9 127.997.0 154.1 160.2

Methamphetamine



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

5.20 5.25 5.30 5.35 5.40 5.45 5.50 5.55 5.60 5.65 5.70
0

50000

100000

150000

200000

250000

300000

350000

Time-->

Abundance Ion  84.00 (83.70 to 84.70): Spiked Positive Control-BN.D\data.ms

 5.212  5.255  5.329  5.366

 5.414

 5.493  5.604  5.647  5.684  5.721

30 35 40 45 50 55 60 65 70 75 80 85 90 95 100 105 110 115 120 125 130 135 140 145 150 155 160 165 170 175
0

50000

100000

150000

200000

250000

300000

350000

m/z-->

Abundance Scan 345 (5.414 min): Spiked Positive Control-BN.D\data.ms
84.1

133.1

161.1

42.1
119.1

92.0
51.0 65.1 77.1

105.1 150.2
58.1 143.1 173.3111.9 126.2

Nicotine



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

6.86 6.87 6.88 6.89 6.90 6.91 6.92 6.93 6.94 6.95 6.96 6.97 6.98
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

240000

Time-->

Abundance Ion  71.00 (70.70 to 71.70): Spiked Positive Control-BN.D\data.ms

 6.859

 6.923

 6.981

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250 260 270
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

m/z-->

Abundance Scan 629 (6.918 min): Spiked Positive Control-BN.D\data.ms
71.1

247.2

172.1

218.1

103.142.1 57.1

91.1

115.1
131.1

232.1

158.1 190.1144.2
202.2

281.1260.1

Meperidine



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

7.00 7.02 7.04 7.06 7.08 7.10 7.12 7.14 7.16 7.18 7.20 7.22 7.24 7.26 7.28 7.30 7.32 7.34 7.36 7.38 7.40 7.42 7.44
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

Time-->

Abundance Ion 194.00 (193.70 to 194.70): Spiked Positive Control-BN.D\data.ms

 7.013  7.050  7.092

 7.182

 7.272

 7.304  7.331  7.463

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

m/z-->

Abundance Scan 679 (7.182 min): Spiked Positive Control-BN.D\data.ms
194.1

109.1

67.0

82.155.1

165.141.1 137.0
94.1 150.0122.1 207.1179.0

Caffeine



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

7.16 7.18 7.20 7.22 7.24 7.26 7.28 7.30 7.32 7.34 7.36 7.38 7.40 7.42 7.44 7.46 7.48
0

100000

200000

300000

400000

500000

600000

700000

800000

Time-->

Abundance Ion  58.00 (57.70 to 58.70): Spiked Positive Control-BN.D\data.ms

 7.145  7.182

 7.288

 7.336

 7.468

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240
0

100000

200000

300000

400000

500000

600000

700000

800000

m/z-->

Abundance Scan 699 (7.288 min): Spiked Positive Control-BN.D\data.ms
58.1

165.1
73.1

152.1
42.1

115.1 139.1105.1 128.189.1 227.1207.0194.2183.1 237.1 249.1217.3

Diphenhydramine



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

7.06 7.08 7.10 7.12 7.14 7.16 7.18 7.20 7.22 7.24 7.26 7.28 7.30 7.32 7.34 7.36 7.38 7.40 7.42 7.44 7.46 7.48 7.50 7.52 7.54
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

1200000

Time-->

Abundance Ion  86.00 (85.70 to 86.70): Spiked Positive Control-BN.D\data.ms

 7.087  7.156 7.177  7.204  7.246  7.294

 7.336

 7.421  7.542

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240
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300000

400000
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600000

700000

800000

900000

1000000

1100000
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m/z-->

Abundance Scan 708 (7.336 min): Spiked Positive Control-BN.D\data.ms
86.1

74.1
149.0

58.1
227.2

43.0 120.1 239.2199.1105.1 185.1171.1134.1 213.2160.1 251.1

Lidocaine (with some background)



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

7.00 7.05 7.10 7.15 7.20 7.25 7.30 7.35 7.40 7.45 7.50 7.55 7.60 7.65 7.70 7.75 7.80
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

Time-->

Abundance Ion 200.00 (199.70 to 200.70): Spiked Positive Control-BN.D\data.ms

 7.278  7.331

 7.421

 7.500  7.611  7.701 7.738 7.765 7.802

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250 260
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300000

400000

500000

600000

700000

800000

900000

1000000

1100000

m/z-->

Abundance Scan 724 (7.421 min): Spiked Positive Control-BN.D\data.ms
200.2

242.2

91.1

186.2

166.2

117.1

104.1 130.155.1 77.141.1
214.1143.1

66.0 155.1 253.0228.2 267.0

PCP



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

7.90 7.95 8.00 8.05 8.10 8.15 8.20 8.25 8.30 8.35 8.40
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

1200000

1300000

Time-->

Abundance Ion  72.00 (71.70 to 72.70): Spiked Positive Control-BN.D\data.ms

 7.908  8.040  8.072

 8.151

 8.294  8.342  8.384

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250 260 270 280 290 300 310
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700000

800000

900000

1000000

1100000

1200000
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m/z-->

Abundance Scan 862 (8.151 min): Spiked Positive Control-BN.D\data.ms
72.1

165.157.1 178.1 294.191.1 223.1115.142.1 207.1193.1152.1129.1 281.1 309.2236.1 253.1 267.1

Methadone



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

8.12 8.14 8.16 8.18 8.20 8.22 8.24 8.26 8.28 8.30 8.32 8.34 8.36 8.38 8.40 8.42 8.44 8.46 8.48
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

Time-->

Abundance Ion  58.00 (57.70 to 58.70): Spiked Positive Control-BN.D\data.ms

 8.151

 8.305

 8.347  8.379  8.400

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250 260 270 280 290
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100000

200000

300000

400000

500000

600000

700000

800000

900000

m/z-->

Abundance Scan 891 (8.305 min): Spiked Positive Control-BN.D\data.ms
58.1

79.1 91.1 202.1

41.1 215.1105.1 189.1150.1119.1 133.1 165.1177.1 281.1253.0229.1 295.3269.1241.1

Amitriptyline



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

8.40 8.50 8.60 8.70 8.80 8.90 9.00 9.10 9.20 9.30 9.40 9.50 9.60
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

240000

Time-->

Abundance Ion 299.00 (298.70 to 299.70): Spiked Positive Control-BN.D\data.ms

 8.353 8.384 8.432 8.469  8.580 8.623 8.681 8.718  8.819 8.861

 8.914

 8.993

 9.062  9.136 9.189 9.232 9.274 9.295 9.353 9.406 9.459 9.491 9.549 9.576 9.608
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240000

m/z-->

Abundance Scan 1006 (8.914 min): Spiked Positive Control-BN.D\data.ms (-1036) (-)
299.1

162.1 229.1

214.1
188.1115.1 282.1

242.1
42.0 128.081.155.1 94.1 256.1146.1 175.2

201.068.0 313.1269.1

Codeine



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

14.15 14.20 14.25 14.30 14.35 14.40 14.45 14.50 14.55 14.60 14.65 14.70 14.75 14.80
0

5000

10000

15000

20000

25000

30000

35000

40000

45000

50000

55000

60000

Time-->

Abundance Ion 205.00 (204.70 to 205.70): Spiked Positive Control-BN.D\data.ms

14.336

14.421

14.564
14.707

Ion 400.00 (399.70 to 400.70): Spiked Positive Control-BN.D\data.ms

14.162

14.278

14.342

14.432

14.739

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 380
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15000

20000

25000

30000

35000

m/z-->

Abundance Scan 2045 (14.416 min): Spiked Positive Control-BN.D\data.ms (-2070) (-)

367.3205.1

161.1

43.0

135.1

287.191.1
187.2

107.1

231.1
70.2

247.2
269.1

385.4343.2

327.0

302.5

Trazodone (with background)



File       :C:\gcms\1\data\Blood\091815\Spiked Positive Control-BN.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:13     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
Vial Number: 2

14.15 14.20 14.25 14.30 14.35 14.40 14.45 14.50 14.55 14.60 14.65 14.70 14.75 14.80
0

5000
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15000
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25000

30000

35000

40000

45000

50000

55000

60000

Time-->

Abundance Ion 205.00 (204.70 to 205.70): Spiked Positive Control-BN.D\data.ms

14.336

14.421

14.564
14.707

Ion 400.00 (399.70 to 400.70): Spiked Positive Control-BN.D\data.ms

14.162

14.278

14.342

14.432

14.739
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m/z-->

Abundance Scan 2044 (14.411 min): Spiked Positive Control-BN.D\data.ms (-2050) (-)
205.1

176.1

231.170.1

142.9 356.1

278.1
96.0

44.0
125.0 326.2255.1 297.0

372.4388.4
160.0

Trazodone (with less background)



File       :C:\gcms\1\data\Blood\091815\prbLK2.D
Operator   : ISP\datastor
Acquired   : 19 Sep 2015  00:36     using AcqMethod BNSB120510.M
Instrument :    Major Mass Spec
Sample Name: Solvent Blank                                   
Misc Info  : Chloroform                                      
Vial Number: 99

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00
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550000
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650000

700000

750000

Time-->

Abundance TIC: prbLK2.D\data.ms

No peaks of interest.
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20000

25000

30000

35000

40000

45000

50000

55000

60000

65000

m/z-->

Abundance Scan 1596 (12.039 min): prbLK2.D\data.ms
207.0

281.1

253.0
341.173.0

135.2
429.2

405.2

176.943.9 96.0 368.2
156.0 315.1 479.2451.1231.0



Analytical Method ����3.6.1 & ����3.6.7 QA Check List 

 

Run Start Date: ___09/18/15______                  Analyst: ___DND______ 

 

(Long GC/MS temperature program) 

 

Positive Control Compound List 

� Methamphetamine 

� Nicotine 

� Meperidine 

� Caffeine 

� Diphenhydramine 

� Lidocaine 

� PCP 

� Methadone 

� Amitriptyline 

� Codeine 

� Trazodone 

 

Internal Standards 

� Benzphetamine 

� Papaverine 

 

 

 

 

 

Optional back extraction not performed. 

Samples reconstituted in methanol. 

Also includes Phentermine (Cerilliant 30714-57F)



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Pre
...         run Solvent Blankr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  00:59     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Pre-run Solvent Blank                           
Misc Info  : Chloroform                                      

4.00 6.00 8.00 10.00 12.00 14.00 16.00 18.00 20.00 22.00 24.00 26.00

100000

200000

300000

400000

500000

600000

700000

800000

900000

Time-->

Abundance TIC: Prerun Solvent Blankr.D\data.ms

No peaks of interest.

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 380 400 420 440 460 480 500
0

10000

20000

30000

40000

50000

60000

70000

80000

m/z-->

Abundance Scan 3365 (19.906 min): Prerun Solvent Blankr.D\data.ms
207.0

281.1

341.073.1

252.9

133.0 429.1405.2

96.044.2 176.8 479.3154.1 377.1315.1 451.1229.0



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Neg
...         ative Control-BNr.D
Operator   : ISP\datastor
Instrument :   Major Mass Spec
Acquired   : 19 Sep 2015  01:33     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Negative Control - Utak Lot B0689               
Misc Info  : Analytical Method 3.6.1                         

4.00 6.00 8.00 10.00 12.00 14.00 16.00 18.00 20.00 22.00 24.00 26.00

   1e+07

   2e+07

   3e+07

   4e+07

   5e+07

   6e+07

   7e+07

   8e+07

   9e+07

   1e+08

 1.1e+08

 1.2e+08

 1.3e+08

 1.4e+08

 1.5e+08

 1.6e+08

 1.7e+08

 1.8e+08

Time-->

Abundance TIC: Negative Control-BNr.D\data.ms

No peaks of interest.



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Neg
...         ative Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  01:33     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Negative Control - Utak Lot B0689               
Misc Info  : Analytical Method 3.6.1                         

11.60 11.70 11.80 11.90 12.00 12.10 12.20 12.30 12.40 12.50 12.60 12.70 12.80 12.90 13.00 13.10 13.20
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

Time-->

Abundance Ion 148.00 (147.70 to 148.70): Negative Control-BNr.D\data.ms

11.75111.836 12.00012.058 12.260

12.339

12.376
12.429

12.588 12.68912.731 12.837 12.975 13.13913.218

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

m/z-->

Abundance Scan 1936 (12.339 min): Negative Control-BNr.D\data.ms
148.191.1

65.0

42.0 187.0131.0 257.177.055.1 114.9103.0 201.1 224.2167.0 238.1213.3

Benzphetamine ISTD



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Neg
...         ative Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  01:33     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Negative Control - Utak Lot B0689               
Misc Info  : Analytical Method 3.6.1                         

17.50 17.60 17.70 17.80 17.90 18.00 18.10 18.20 18.30 18.40 18.50 18.60 18.70 18.80 18.90 19.00
0

10000

20000

30000

40000

50000

60000

70000

80000

90000

100000

110000

120000

Time-->

Abundance Ion 338.00 (337.70 to 338.70): Negative Control-BNr.D\data.ms

17.49717.52317.56617.58117.60817.62917.67217.70317.77217.79317.82017.85717.87817.89417.95717.99518.01618.05318.09018.12218.13218.180

18.265

18.41818.45518.49818.551
18.62518.65118.71518.74118.78418.80518.82618.84718.88418.91618.96418.97919.03819.069

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340
0

10000

20000

30000

40000

50000

60000

70000

80000

90000

100000

110000

120000

m/z-->

Abundance Scan 3055 (18.265 min): Negative Control-BNr.D\data.ms (-3118) (-)
338.1

324.1

308.2

293.1

154.2
95.8 248.9 265.9192.1 208.0111.1125.1 169.8 222.078.1 357.363.141.9 139.2

Papaverine ISTD



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :   Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

4.00 6.00 8.00 10.00 12.00 14.00 16.00 18.00 20.00 22.00 24.00 26.00

   1e+07

   2e+07

   3e+07

   4e+07

   5e+07

   6e+07

   7e+07

   8e+07

   9e+07

   1e+08

 1.1e+08

 1.2e+08

 1.3e+08

 1.4e+08

 1.5e+08

 1.6e+08

 1.7e+08

 1.8e+08

 1.9e+08

   2e+08

 2.1e+08

 2.2e+08

Time-->

Abundance TIC: Spiked Positive Control-BNr.D\data.ms



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

11.95 12.00 12.05 12.10 12.15 12.20 12.25 12.30 12.35 12.40 12.45 12.50 12.55 12.60 12.65 12.70
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

Time-->

Abundance Ion 148.00 (147.70 to 148.70): Spiked Positive Control-BNr.D\data.ms

12.005 12.06312.100

12.339

12.429
12.508 12.587 12.635

12.69312.736

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

m/z-->

Abundance Scan 1936 (12.339 min): Spiked Positive Control-BNr.D\data.ms
91.1 148.1

65.1

187.0130.942.1 77.055.1 117.0 257.1105.1 201.0 224.1 243.3164.9 177.0 213.4

Benzphetamine ISTD



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

17.75 17.80 17.85 17.90 17.95 18.00 18.05 18.10 18.15 18.20 18.25 18.30 18.35 18.40 18.45 18.50 18.55 18.60 18.65 18.70 18.75 18.80
0

10000

20000

30000

40000

50000

60000

70000

80000

90000

100000

110000

120000

130000

140000

Time-->

Abundance Ion 338.00 (337.70 to 338.70): Spiked Positive Control-BNr.D\data.ms

17.745 17.81917.84617.87217.92517.95218.010 18.07318.111

18.264

18.439
18.49218.53418.56618.60818.66118.68218.70418.75118.76718.799

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340
0

10000

20000

30000

40000

50000

60000

70000

80000

90000

100000

110000

120000

130000

140000

m/z-->

Abundance Scan 3055 (18.264 min): Spiked Positive Control-BNr.D\data.ms (-3089) (-)
338.1324.1

308.2

293.1154.1

195.0 221.3 266.1236.0250.1178.1139.0118.969.043.0 105.089.0 356.1

Papaverine ISTD



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

5.30 5.35 5.40 5.45 5.50 5.55 5.60 5.65 5.70 5.75 5.80 5.85 5.90 5.95 6.00 6.05 6.10 6.15 6.20 6.25 6.30 6.35 6.40 6.45 6.50 6.55
0

20000

40000

60000

80000

100000

120000

140000

Time-->

Abundance Ion  58.00 (57.70 to 58.70): Spiked Positive Control-BNr.D\data.ms

 5.439
 5.539

 5.698

 5.884

 6.011

 6.281  6.355  6.551

30 35 40 45 50 55 60 65 70 75 80 85 90 95 100 105 110 115 120 125 130 135 140 145 150 155
0

5000

10000

15000

20000

25000

30000

35000

40000

45000

50000

55000

60000

65000

m/z-->

Abundance Scan 682 (5.698 min): Spiked Positive Control-BNr.D\data.ms
58.1

91.1

41.0 134.1
65.0

117.0
83.051.1 105.177.2 159.271.2 97.1 124.3 151.2

Phentermine



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

5.30 5.35 5.40 5.45 5.50 5.55 5.60 5.65 5.70 5.75 5.80 5.85 5.90 5.95 6.00 6.05 6.10 6.15 6.20 6.25 6.30 6.35 6.40 6.45 6.50 6.55
0

20000

40000

60000

80000

100000

120000

140000

Time-->

Abundance Ion  58.00 (57.70 to 58.70): Spiked Positive Control-BNr.D\data.ms

 5.439
 5.539

 5.698

 5.884

 6.011

 6.281  6.355  6.551

30 35 40 45 50 55 60 65 70 75 80 85 90 95 100 105 110 115 120 125 130 135 140 145 150 155
0

10000

20000

30000

40000

50000

60000

70000

80000

90000

100000

110000

m/z-->

Abundance Scan 741 (6.011 min): Spiked Positive Control-BNr.D\data.ms
58.1

91.0

65.0

41.1 51.0 77.0 134.1115.183.1 109.0 148.0103.197.1 142.1124.3

Methamphetamine



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

7.60 7.65 7.70 7.75 7.80 7.85 7.90 7.95 8.00 8.05 8.10 8.15 8.20 8.25 8.30 8.35 8.40 8.45 8.50
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

240000

260000

280000

Time-->

Abundance Ion  84.00 (83.70 to 84.70): Spiked Positive Control-BNr.D\data.ms

 7.615  7.673 7.689

 8.007

 8.319  8.489

30 35 40 45 50 55 60 65 70 75 80 85 90 95 100 105 110 115 120 125 130 135 140 145 150 155 160 165 170 175
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

m/z-->

Abundance Scan 1118 (8.007 min): Spiked Positive Control-BNr.D\data.ms
84.1

133.1

161.1

42.0 119.1
92.0

51.1 65.1
105.077.0

145.158.1 126.0112.0 170.9153.1 177.9

Nicotine



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

11.50 11.52 11.54 11.56 11.58 11.60 11.62 11.64 11.66 11.68 11.70 11.72 11.74 11.76 11.78 11.80 11.82 11.84 11.86 11.88 11.90
0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion  71.00 (70.70 to 71.70): Spiked Positive Control-BNr.D\data.ms

11.682

11.904

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250 260 270
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

240000

m/z-->

Abundance Scan 1812 (11.682 min): Spiked Positive Control-BNr.D\data.ms
71.1

247.2

172.1

218.1

103.1

42.1
57.0 91.1

115.1 131.1

232.2

158.1 190.1144.1
202.1

266.0

Meperidine



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

11.85 11.90 11.95 12.00 12.05 12.10 12.15 12.20 12.25 12.30 12.35 12.40 12.45 12.50 12.55 12.60 12.65 12.70
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

Time-->

Abundance Ion 194.00 (193.70 to 194.70): Spiked Positive Control-BNr.D\data.ms

11.846 11.989

12.254

12.434

12.513
12.587 12.725

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

m/z-->

Abundance Scan 1920 (12.254 min): Spiked Positive Control-BNr.D\data.ms
194.1

109.1

67.0

55.1 82.0

165.142.1 136.1
93.9 150.0123.1 179.2 207.0

Caffeine



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

12.15 12.20 12.25 12.30 12.35 12.40 12.45 12.50 12.55 12.60 12.65 12.70 12.75 12.80 12.85 12.90 12.95 13.00 13.05
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

Time-->

Abundance Ion  58.00 (57.70 to 58.70): Spiked Positive Control-BNr.D\data.ms

12.185 12.254 12.349

12.561

12.635

12.720 12.926 12.995
13.043

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

m/z-->

Abundance Scan 1978 (12.561 min): Spiked Positive Control-BNr.D\data.ms
58.1

165.1

73.1

152.1

45.1

115.1 139.1105.089.0 128.1 227.3183.2 207.0 237.3197.1 217.0 251.0

Diphenhydramine



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

11.90 12.00 12.10 12.20 12.30 12.40 12.50 12.60 12.70 12.80 12.90 13.00 13.10 13.20 13.30 13.40 13.50 13.60
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

1200000

Time-->

Abundance Ion  86.00 (85.70 to 86.70): Spiked Positive Control-BNr.D\data.ms

12.005 12.106 12.270 12.397 12.561

12.635

12.752 12.937 13.57813.61513.668

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

1200000

m/z-->

Abundance Scan 1992 (12.635 min): Spiked Positive Control-BNr.D\data.ms
86.1

58.1

120.1 234.272.142.1 105.1 134.1 148.0 219.1163.0 206.1173.0 193.2183.2 249.0

Lidocaine



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

12.20 12.30 12.40 12.50 12.60 12.70 12.80 12.90 13.00 13.10 13.20 13.30 13.40 13.50 13.60
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

Time-->

Abundance Ion 200.00 (199.70 to 200.70): Spiked Positive Control-BNr.D\data.ms
12.757

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250 260
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

m/z-->

Abundance Scan 2015 (12.757 min): Spiked Positive Control-BNr.D\data.ms
200.2

242.2

91.1

186.1

166.2

117.1

104.1 130.141.1 77.155.1
214.2143.167.1

156.2 228.2 262.3

PCP



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

13.90 14.00 14.10 14.20 14.30 14.40 14.50 14.60 14.70 14.80 14.90 15.00
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

1200000

1300000

1400000

Time-->

Abundance Ion  72.00 (71.70 to 72.70): Spiked Positive Control-BNr.D\data.ms

13.922 14.00714.044 14.134 14.28714.330

14.414

14.732 14.928 15.013

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250 260 270 280 290 300 310
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

1000000

1100000

1200000

1300000

1400000

m/z-->

Abundance Scan 2328 (14.414 min): Spiked Positive Control-BNr.D\data.ms
72.1

165.1 294.191.157.1 178.1 223.1115.144.1 152.1 195.1129.1 208.0 237.1 281.1 309.3265.1250.2

Methadone



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

14.15 14.20 14.25 14.30 14.35 14.40 14.45 14.50 14.55 14.60 14.65 14.70 14.75 14.80 14.85 14.90 14.95 15.00 15.05 15.10
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

Time-->

Abundance Ion  58.00 (57.70 to 58.70): Spiked Positive Control-BNr.D\data.ms

14.224
14.293

14.356 14.414

14.727

14.928
15.013

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240 250 260 270 280 290
0

100000

200000

300000

400000

500000

600000

700000

800000

900000

m/z-->

Abundance Scan 2388 (14.732 min): Spiked Positive Control-BNr.D\data.ms
58.1

202.1

215.1
189.1

115.142.1 91.1 165.0152.1128.173.1 177.0 281.1229.2103.1 253.0139.8 267.1 297.4241.2

Amitriptyline



File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         

15.30 15.40 15.50 15.60 15.70 15.80 15.90 16.00 16.10 16.20 16.30 16.40 16.50 16.60
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

240000

260000

280000

Time-->

Abundance Ion 299.00 (298.70 to 299.70): Spiked Positive Control-BNr.D\data.ms

15.30915.378 15.648

15.871

16.024

16.167

16.39016.432 16.57016.62816.665
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Abundance Scan 2603 (15.871 min): Spiked Positive Control-BNr.D\data.ms (-2641) (-)
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File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\Spi
...         ked Positive Control-BNr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:06     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Positive Control                                
Misc Info  : Analytical Method 3.6.1                         
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Abundance Ion 205.00 (204.70 to 205.70): Spiked Positive Control-BNr.D\data.ms
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Abundance Scan 3971 (23.115 min): Spiked Positive Control-BNr.D\data.ms (-4047) (-)
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File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\prb
...         LK2r.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 19 Sep 2015  02:40     using AcqMethod GBT092509-Delta EMV.M
Sample Name: Solvent Blank                                   
Misc Info  : Chloroform                                      
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Abundance TIC: prbLK2r.D\data.ms
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Abundance Scan 3365 (19.906 min): prbLK2r.D\data.ms
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File       :C:\gcms\1\data\Blood\091815\Reinjection Longer GC Method\POS
...         TBLKr.D
Operator   : ISP\datastor
Instrument :    Major Mass Spec
Acquired   : 22 Sep 2015  09:08     using AcqMethod BNSB120510.M
Sample Name: BLK                                             
Misc Info  : Chloroform                                      
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Abundance TIC: POSTBLKr.D\data.ms
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Abundance Scan 1589 (12.001 min): POSTBLKr.D\data.ms
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File       :C:\gcms\1\data\Blood\091815\AFTER.D
Operator   : ISP\datastor
Acquired   : 22 Sep 2015  09:31     using AcqMethod GBT092509-Delta EMV.M
Instrument :    Major Mass Spec
Sample Name: BLK                                             
Misc Info  : Chloroform                                      
Vial Number: 56
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Abundance TIC: AFTER.D\data.ms

No peaks of interest.
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Abundance Scan 3066 (18.323 min): AFTER.D\data.ms
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